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Case Narrative

Analyses Requested: 8260
Submission Number: 17-02918

Instroment 1D MS-V3
Model: HP3973/GCARO0

Column Type: Fxi R-624 Sil MS 30m « 0.23mm (D, 1.4pm film thickness

Samples were received refrigerated to <6°C upon arfval at BC Laboratories, Inc.
Samples were checked for preservation. Where applicable, sample preservation was
adjusted in the laboratory.

Holding Time: All analvses and extractions ook place within holding times

Calibration: Initial calibration eriteria were met. Frequency and accuracy criteria
for initial calibration verification (ICV) were met. Frequency and accuracy criteria
for continuing calibration verification (CCV) were met except the recovery for

1.2 3=Trichlorobhenzene in 1702 156-CCY | and the recoveries for Bromomethane in
1702 156-COCV1, 1702156-COV3, 1T02254-CCV3 and 1702340-CCV ] were outside
QC limits. Ending CCV criteria of fifty percent were met except the recovery for
Bromomethane in 1702 1536-CCVS was outside QO limits, Any compounds thal were
flagoed, but not required, were not noted here,

Blanks: Method blank was prepared and analvzed at the required frequency

Mo detection of analytes of interest took place at or above the POL. Initial and
continuing calibration blanks were analyzed at the required frequencies and on an as
needed basis.

Laboratory Control Sample: Laboratory control sample analysis was performed af
the required frequency. All parameters Tor the required compounds were met except the
recovery for Tetrachloroethene was outside QC limits,

Matrix Spikes and Duplicates: Matrix spike analyses were performed at the required
frequencies. All accuracy requirements for the requested compounds were met except
the matrix spike and matnx spike duplicate recovenes for cis-1,2-Dichloroethene and
Trichloroethene and the matrix spike duplicate recovenes for | 2-Dichlorobenzene and
Vinyl chloride were outside QU limits. The unspiked sample concentration for
cis-1,2-Dichloroethene, Trichloroethene and Vinyl chlorde exceeded the calibration
ranze of the instrament, All precision requirements were met,
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Chain of Custody and Cooler Receipt Form for 1702918 Page 3 of 5

B LABORATORIES INC. COOLER RECEIPT FORM Page | Of %
i

Submission #: ,"?" '-f?et"??.ﬁ I I

. SHIPPING INFORMATION SHIPPING CONTAINER FHEE LIQUID
Fad Ex O urs 0O Ontrae O Hand Delivery O loa: Chsst‘&' Mone O Box O YES O NO O
BG Lab Field Service ﬁ Cther O (Specify] Other O {Specify) w5

Other O Comments:

Refrigarant:
GCustody Seals P

None 0  Comments:

All sampdes received? Yam ] All samples containers |n'tu-.:t'|" ?E;?IIN-’-; Dieseriptivnis) match COCY YQM’
COC Received Emissivity: Dj_ﬁ 9'““""'!': _ﬁ_. Thermameter 10 2&.:‘?...“ — Dateﬂlmzél 22%

XIYES O NO Anakyst Init

SAMPLE NUMBERS

SAMPLE CONTAINERS

1 2 a L) 5 [ 7 g2 -] Em
QT PE UNFRES . ]
ddz f S0z / 16ee PE UNFRES ¥
B Cros

|7 [NOREANIC CIEMICAL METALS

| P ANIC CHEMTCAL METALS dixe  Saz 7 1aoe

FTA \"EN[L‘IE
FT HITROGEM FORMS
FL I AL SLILFILE
| Zez. HITRATE | MITRITE
FI TOTAL QRGANIC CARBCN
PT CHEMICAL GXVGEN BEMANT
A PHEROLICS
a0 Y04 ¥IAL TRAVEL RLANE
o VORTIAL AL D[P Al |ppc [Roke | e [ Ao | Ay | Atac Aol
QT EFA 13-“4 H
FEODOH
BADIOLOGICAL
A CTERIGLOGICAL
40 ml VOA VIAL: S > &
O ETA SIRSIRM5Y
QT EPA S15.LH150
”T E‘T"ﬁ i
T ET'A 525 TRAVEL DLANK
il ET4 567
[40ml ET4 5311

L0 F.T"Edﬁ&

T 50 549 —
QT EI4 80150 ]
QT ETA 521 —
R d Doz e AMBER
|31 B ¢ 3202 JAKE
|81 SLEEYE I
"]:E_H- WIAL
TLASTIC B =
TEILAR BAG . _
| FERRCLS [HEen . _—
FENCORE ) —_— . . -

EMART KIT e -

St A CANISTEI

Commens: . i P . —_m"'—.'_
Sample Numbering Completed By: ] P/ Date/Tima: 2 - Er__l'l _ fue 71 OSENBOIG

" . # FORMES ARG 3E]
& = pctual ) T = Coregied 1AM Dac Wi b LB R R d
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Chain of Custody and Cooler Receipt Form for 1702918 Page 4 of 5

BC LABORATORIES INC. COOLER RECEIPT FORM Page 2 Of %

Submission #: j‘lq"'- {?Mf? [

. SHIPFING INFORMATION
Fed Ex [J Urs O Ontrac O Hand Delivery O
BC Lab Field Service ﬂ Other O {Specify)______

FREE LIQUID
YES O NO O

w/s

SHIPPING CONTAINER
lo Chest [,  MNons O Box O
Other O (Specifyl

Refrigerant: Orther 11 Comments:

Custody Seals |lo MNone O Commenis:

All samples received? vEsp’/r:o o All samples containers intact? Yes D/I':n 0 Description(s) match COC? | Me O
7 N g i
COC Received Emlssivity: ﬂ_?_?; Containgr: H&q}__ Thermameter IIJ-.,{_’Q_?_ Dmmm}__}._’_.’lz jﬂ'
:.EJ YES 0 NO Tamparature: | A | = J [+ ] . C Lumalyst Init

SAMPLE NUMBERS

o
SAMPLE CONTAINERS Iy T I3 Ja s LY 1z 1a o it

OT PE UNFRES
iz ! oz f Ihoe FE LUNPRES Ea
ar Cr-*

QT INORGANIC CHEMICAL METALS
IHDRG.'.N[E:E@IE}L METALS doa § B d Moz {
FT CYANITE
T HITRGEN FORME ] !
| [ TR ;{EJ.I..FII‘.'II.
Jox NITRATE / MITRITE

FT TOTAL DRGANIC CARBOM

PT CHEMICAL DXYGEN DEMAKD
PiA PHENOLICE

imd VIAL TRAVEL BLANE
P o, A | (| M | e | piC | 195¢ | AbC| ABC
| T FEA 1853 :

I"_I' DR —
HADIOLOGICAL —
HACTERIOLOGICAL ]
4D gl VA VIAL- 504
T ERA 50603050
OT ERA 51515150
QT EPA 525

QT ERA 525 TRAVEL BLANE —
dbeml EPA 547
e A 5321
Bz TEl'A 546 : —
T EPA 540 -
T EPA b5
O EPA 70
Eox ! Véaz i/ $lox AMEER s
Fox { 160z ¢ Slox JAR —
SOIL SLEEVE )
PCILVIAL ]
PLASTIC BAG E—
TEDLAE BAG S— et
FERROLS (RO e e
ENCORE
SMART KT .
SUiniA CANISTER L -

Coamrmenia: da S —_ e — .
Sample Numbering Compleied By e " Dt Tamn: _ M Ree a1 OE2AI0T0 5

A= Actual 1 C = Corrected 1R AD_DICEATHVERBARAE s 100

BC Laboratories, Inc, Page 7 of 198


BC Laboratories, Inc,    Page 7 of 198


Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

Chain of Custody and Cooler Receipt Form for 1702918 Page 5 of 5

BC LABDRATORIES INC. COOLER RECEIPT FORM Paga-' 5 of %

Submission #i C e 2 1 I

SHIPFING INFORMATION
Fad Ex O ups 0O Ontrae O Hand Delivery O
BC Lab Field Service Fl_ Other O (Specify)

FREE LICGUID
YES O NO O

W /5§

SHIPPING CONTAINER
I lee Chast [  MNonme 0 Box O
Other O |Specifyl

ﬂthﬂ o Comments:

H:efigerant:
Custody Seals [I

. L ] -
All samples received? Yﬂsﬂ O All samples containars intact? ‘:’n:/'?'/m’nfl.'i Desecripiionis) match COC? 'I_';;—-b""r::t
COC Recelved Emisshvity: m cmialmr:m Thermometer m:n,?n" 7 | paterrime ”[ 2250

X1 YES O NO sg | Amalyst it

None [0 Commuents:

Temparature:

SAMPLE NUMBERS

SAMPLE CONTAINERS =
Z 3 ] 4 5 ‘] 7 £ a
OT FE INFRES 2L

#ax FBox J Liox PE UNPHES 13
Zaz {1r*

| (T ENCIRG ANIC CHEMICAL METALS
INORGAMIC CHEMICAL METALS doa / S0z / Lise

PT CYANIDE ]
FTNITROGEN FORMS
| PE TOTAL SULFIDE luﬂj, ¥
Zox HITRATE ! WITRITE '
FTTOTAL ORGFANIC CARBON
FTCHEMICAL OXYGEN DEMAND
il PHENCLICS I
dilml ¥4 VIAL TRAVEL DLANE
dilml VA VIAL

QT EPA it

FT ODOE

RADIOLOGICAL
BACTERIOLOGICAL

Al ml VA VIAL- 504
QT EFA SUEM0REIEY
OT EP4 51518150
OTEPA £25
QT EPA 525 TRAVHL BELANK
#ml EPA 547

diml EvA 5311

Aoz EB'A 548
OF EPA 547

T EPA BDISM

AT EPa 530

oz S Ve J ios AMBER
o T / Mz JATE
AL S EEVE

WL VIAL
LASTIC BAG
CEDLAT BAG
TERBOUS 10
INOORE

[

MART KIT
LMMA CARISTER ] T

= R T S

wirnents;_ frifel

imple Numbering Completed By: B JF'L Da“’”i""":-—M _ L I e BT

= Agtwal O o= Comected T TR Ab_BOC oy 304
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

BC Laboratories

4100 Atlas Court
Bakersfield, CA 93308
Phone: 661-327-4911

SDG: 17-02918
Class: VOA
Method: EPA-8260B

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Project Number:
Project Manager:

Reported:
Project:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

ANALYSES DATA PACKAGE COVER PAGE

Laboratory: BC Laboratories

Client: AMEC Environmental & Infrastructure SAMCN

EPA-8260B

Project:

SDG:

17-02918

Alameda

Client Sample Id:
D03-03_170201
DUPI15_170201
DUP16_170201
DUP16_170201

DUP16_170201
M03-06_170201
MO03-10_170201
MO03-18 170201
MO03-19_170201
MW360-1_170201
MW360-1_170201
MW360-1_170201
MW630-4 170201
MW630-4_ 170201

P4-1-MWIB2_170201

P4-1-MWIB2 170201

P-4-1-MWS6 170201

S4-TT-MWO01_170201

372-MW1 170201
EB15_ 170201
EB16_170201
MO03-05_170201
MO03-17_170201
MW-02_ 170201

MW-02_170201

Lab Sample Id:
1702918-01
1702918-02
1702918-03

1702918-03RE1
1702918-03RE2

1702918-04
1702918-05
1702918-06
1702918-07
1702918-08

1702918-08RE1
1702918-08RE2

1702918-09

1702918-09RE1

1702918-10

1702918-10RE1

1702918-11
1702918-12
1702918-13
1702918-14
1702918-15
1702918-16
1702918-17
1702918-18

1702918-18RE1

I certify that this data package is in compliance with the terms and conditions of the contract, both technically and for completeness, for

other than the conditions detailed above. Release of the data contained in this hardcopy data package and in computer-readable data

submitted on diskette has been autorized by the Laboratory Manager or the Manager's designee, as verified by the following signatures.

Lara Syuare

03-06-2017

Signature:

Date:

Name:

Title:

Sara Guron

QA/QC Manager

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

METHOD DETECTION AND REPORTING LIMITS

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure $AMCN Project: Alameda
Matrix: Water Instrument: MS-V5
Analyte DL LOD LOQ Units
Benzene 0.083 0.16 0.50 ug/L
Bromobenzene 0.13 0.16 0.50 ug/L
Bromochloromethane 0.24 0.30 1.0 ug/L
Bromodichloromethane 0.14 0.30 0.50 ug/L
Bromoform 0.27 0.30 0.60 ug/L
Bromomethane 0.25 0.25 0.60 ug/L
n-Butylbenzene 0.11 0.16 0.50 ug/L
sec-Butylbenzene 0.15 0.16 0.50 ug/L
tert-Butylbenzene 0.13 0.16 0.50 ug/L
Carbon tetrachloride 0.18 0.20 0.50 ug/L
Chlorobenzene 0.093 0.16 0.50 ug/L
Chloroethane 0.14 0.16 0.50 ug/L
Chloroform 0.12 0.16 0.50 ug/L
Chloromethane 0.14 0.16 0.50 ug/L
2-Chlorotoluene 0.20 0.20 0.50 ug/L
4-Chlorotoluene 0.15 0.16 0.50 ug/L
Dibromochloromethane 0.13 0.16 0.50 ug/L
1,2-Dibromo-3-chloropropane 0.44 0.50 1.0 ug/L
1,2-Dibromoethane 0.16 0.16 0.50 ug/L
Dibromomethane 0.24 0.30 1.0 ug/L
1,2-Dichlorobenzene 0.072 0.16 0.50 ug/L
1,3-Dichlorobenzene 0.15 0.16 0.50 ug/L
1,4-Dichlorobenzene 0.062 0.16 0.50 ug/L
Dichlorodifluoromethane 0.099 0.16 0.50 ug/L
1,1-Dichloroethane 0.11 0.16 0.50 ug/L
1,2-Dichloroethane 0.17 0.20 0.50 ug/L
1,1-Dichloroethene 0.18 0.20 0.50 ug/L
cis-1,2-Dichloroethene 0.085 0.16 0.50 ug/L
trans-1,2-Dichloroethene 0.15 0.16 0.50 ug/L
1,2-Dichloropropane 0.13 0.16 0.50 ug/L

BC Laboratories, Inc, Page 11 of 198
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

METHOD DETECTION AND REPORTING LIMITS

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure $AMCN Project: Alameda
Matrix: Water Instrument: MS-V5
Analyte DL LOD LOQ Units
1,3-Dichloropropane 0.086 0.16 0.50 ug/L
2,2-Dichloropropane 0.13 0.16 0.50 ug/L
1,1-Dichloropropene 0.085 0.16 0.50 ug/L
cis-1,3-Dichloropropene 0.14 0.16 0.50 ug/L
trans-1,3-Dichloropropene 0.079 0.16 0.50 ug/L
Ethylbenzene 0.098 0.16 0.50 ug/L
Hexachlorobutadiene 0.17 0.20 0.50 ug/L
Isopropylbenzene 0.14 0.16 0.50 ug/L
p-Isopropyltoluene 0.12 0.16 0.50 ug/L
Methylene chloride 0.48 0.50 1.0 ug/L
Methyl t-butyl ether 0.11 0.16 0.50 ug/L
Naphthalene 0.36 0.40 0.50 ug/L
n-Propylbenzene 0.11 0.16 0.50 ug/L
Styrene 0.068 0.16 0.50 ug/L
1,1,1,2-Tetrachloroethane 0.18 0.20 0.50 ug/L
1,1,2,2-Tetrachloroethane 0.17 0.20 0.50 ug/L
Tetrachloroethene 0.13 0.16 0.50 ug/L
Toluene 0.093 0.16 0.50 ug/L
1,2,3-Trichlorobenzene 0.16 0.16 0.50 ug/L
1,2,4-Trichlorobenzene 0.19 0.20 0.50 ug/L
1,1,1-Trichloroethane 0.11 0.16 0.50 ug/L
1,1,2-Trichloroethane 0.16 0.16 0.50 ug/L
Trichloroethene 0.085 0.16 0.50 ug/L
Trichlorofluoromethane 0.13 0.16 0.50 ug/L
1,2,3-Trichloropropane 0.24 0.33 0.50 ug/L
1,1,2-Trichloro-1,2,2-trifluoroethane 0.15 0.16 0.50 ug/L
1,2,4-Trimethylbenzene 0.12 0.16 0.50 ug/L
1,3,5-Trimethylbenzene 0.12 0.16 0.50 ug/L
Vinyl chloride 0.12 0.16 0.50 ug/L
Total Xylenes 0.36 0.46 1.0 ug/L

BC Laboratories, Inc, Page 12 of 198
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

METHOD DETECTION AND REPORTING LIMITS

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure $AMCN Project: Alameda
Matrix: Water Instrument: MS-V5
Analyte DL LOD LOQ Units
Acetone 4.6 5.0 10 ug/L
Acetonitrile 55 6.0 10 ug/L
Allyl chloride 0.80 1.0 5.0 ug/L
t-Amyl Methyl ether 0.25 0.30 0.50 ug/L
Benzyl chloride 0.60 0.60 1.0 ug/L
t-Butyl alcohol 9.4 10 12 ug/L
Carbon disulfide 0.38 0.40 1.0 ug/L
Chloroprene 0.37 1.0 5.0 ug/L
Diisopropyl ether 0.23 0.30 0.50 ug/L
Ethyl t-butyl ether 0.18 0.20 0.50 ug/L
2-Hexanone 3.4 4.0 10 ug/L
Methyl ethyl ketone 2.5 3.0 10 ug/L
Methyl isobutyl ketone 2.1 3.0 10 ug/L
Vinyl acetate 1.8 6.0 20 ug/L
p- & m-Xylenes 0.28 0.30 0.50 ug/L
0-Xylene 0.082 0.16 0.50 ug/L
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET D03-03_170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-01 File ID: 08FEB35.D

Sampled: 02/01/17 11:30 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 18:45

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 18]
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 0.16 0.072 0.16 0.50 0]
541-73-1 1,3-Dichlorobenzene 1 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 1 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 0.16 0.11 0.16 0.50 U
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 0.20 0.18 0.20 0.50 U
156-59-2 cis-1,2-Dichloroethene 1 0.16 0.085 0.16 0.50 U
156-60-5 trans-1,2-Dichloroethene 1 0.16 0.15 0.16 0.50 U
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET D03-03_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-01 File ID: 08FEB35.D
Sampled: 02/01/17 11:30 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 18:45
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 18]
79-01-6 Trichloroethene 1 0.16 0.085 0.16 0.50 U
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18}
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 0.16 0.12 0.16 0.50 U
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 18]
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET DUR03 170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-01 File ID: 08FEB35.D

Sampled: 02/01/17 11:30 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 18:45

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-47-6 0-Xylene 1 0.16 0.082 0.16 0.50 U

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.510 105 81-118
Toluene-d8 (Surrogate) 10.000 9.5300 95.3 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.5700 95.7 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 207264 6.58 176929 6.58
Chlorobenzene-d5 (IS) 70383 9.62 60035 9.62
1,4-Difluorobenzene (IS) 287720 7.39 251715 7.39

* Values outside of QC limits

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET DUPI5_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-02 File ID: 08FEB36.D
Sampled: 02/01/17 10:00 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 19:08
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 18]
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 0.16 0.072 0.16 0.50 0]
541-73-1 1,3-Dichlorobenzene 1 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 1 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 0.16 0.11 0.16 0.50 U
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 0.20 0.18 0.20 0.50 U
156-59-2 cis-1,2-Dichloroethene 1 0.16 0.085 0.16 0.50 U
156-60-5 trans-1,2-Dichloroethene 1 0.16 0.15 0.16 0.50 U
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET DUPI5_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-02 File ID: 08FEB36.D
Sampled: 02/01/17 10:00 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 19:08
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 18]
79-01-6 Trichloroethene 1 0.16 0.085 0.16 0.50 U
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18}
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 0.16 0.12 0.16 0.50 U
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 18]
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET DUP15. 170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-02 File ID: 08FEB36.D

Sampled: 02/01/17 10:00 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 19:08

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-47-6 0-Xylene 1 0.16 0.082 0.16 0.50 U

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.110 101 81-118
Toluene-d8 (Surrogate) 10.000 9.6100 96.1 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.4600 94.6 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 197172 6.58 176929 6.58
Chlorobenzene-d5 (IS) 68622 9.62 60035 9.62
1,4-Difluorobenzene (IS) 270687 7.39 251715 7.39

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET DUP16_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-03 File ID: 08FEB37.D
Sampled: 02/01/17 11:05 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 19:31
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.24 0.083 0.16 0.50 J
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 J
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 2.6 0.093 0.16 0.50
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
541-73-1 1,3-Dichlorobenzene 1 4.5 0.15 0.16 0.50
106-46-7 1,4-Dichlorobenzene 1 36 0.062 0.16 0.50
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 8.6 0.11 0.16 0.50
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 U
75-35-4 1,1-Dichloroethene 1 15 0.18 0.20 0.50
156-60-5 trans-1,2-Dichloroethene 1 99 0.15 0.16 0.50
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 18]
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET DUP16_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-03 File ID: 08FEB37.D
Sampled: 02/01/17 11:05 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 19:31
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 18]
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 18]
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 18]
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18]
127-18-4 Tetrachloroethene 1 1.5 0.13 0.16 0.50
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.23 0.16 0.16 0.50 J
120-82-1 1,2,4-Trichlorobenzene 1 0.65 0.19 0.20 0.50
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 U
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 U
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 18}
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 18]
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 18}
75-01-4 Vinyl chloride 1 2.0 0.12 0.16 0.50
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 U
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 18]
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.70 0.23 0.30 0.50
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 18]
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
95-47-6 o-Xylene 1 0.16 0.082 0.16 0.50 U
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET DUP16_170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-03 File ID: 08FEB37.D

Sampled: 02/01/17 11:05 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 19:31

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.770 108 81-118
Toluene-d8 (Surrogate) 10.000 9.9500 99.5 89 -112
4-Bromofluorobenzene (Surrogate) 10.000 9.7200 97.2 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 195708 6.58 176929 6.58
Chlorobenzene-d5 (IS) 66814 9.62 60035 9.62
1,4-Difluorobenzene (IS) 257899 7.39 251715 7.39

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET DUPL6_ 170201
EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-03RE1 File ID: 09FEB52.D
Sampled: 02/01/17 11:05 Prepared: 02/08/17 07:15 Analyzed: 02/10/17 01:02
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702254 Calibration: 1702011 Instrument: MS-V5
CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-50-1 1,2-Dichlorobenzene 10 130 0.72 1.6 5.0 D
156-59-2 cis-1,2-Dichloroethene 10 330 0.85 1.6 5.0 D
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.450 104 81-118
Toluene-d8 (Surrogate) 10.000 9.8600 98.6 89-112
4-Bromofluorobenzene (Surrogate) 10.000 10.070 101 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 200767 6.58 202038 6.58
Chlorobenzene-d5 (IS) 65828 9.62 73786 9.62
1,4-Difluorobenzene (IS) 269326 7.39 288051 7.39

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET DUPL6_ 170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-03RE2 File ID: 10FEB08.D

Sampled: 02/01/17 11:05 Prepared: 02/08/17 07:15 Analyzed: 02/10/17 08:47

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702340 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
79-01-6 Trichloroethene 50 1700 4.2 8.0 25 D

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.890 109 81-118
Toluene-d8 (Surrogate) 10.000 9.7600 97.6 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.6800 96.8 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 190314 6.58 187920 6.58
Chlorobenzene-d5 (IS) 63683 9.62 66125 9.62
1,4-Difluorobenzene (IS) 262338 7.39 261715 7.39

* Values outside of QC limits

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET M03-06_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-04 File ID: 09FEB40.D
Sampled: 02/01/17 08:30 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 20:23
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702254 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 18]
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 0.16 0.072 0.16 0.50 0]
541-73-1 1,3-Dichlorobenzene 1 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 1 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 0.16 0.11 0.16 0.50 U
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 0.49 0.18 0.20 0.50 J
156-59-2 cis-1,2-Dichloroethene 1 0.16 0.085 0.16 0.50 U
156-60-5 trans-1,2-Dichloroethene 1 0.45 0.15 0.16 0.50 J
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET M03-06_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-04 File ID: 09FEB40.D
Sampled: 02/01/17 08:30 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 20:23
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702254 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 18]
79-01-6 Trichloroethene 1 0.16 0.085 0.16 0.50 U
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18}
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 0.75 0.12 0.16 0.50
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 18]
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET MO3-06. 170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-04 File ID: 09FEB40.D

Sampled: 02/01/17 08:30 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 20:23

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702254 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-47-6 0-Xylene 1 0.16 0.082 0.16 0.50 U

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.180 102 81-118
Toluene-d8 (Surrogate) 10.000 9.8600 98.6 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.5900 95.9 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 206816 6.58 202038 6.58
Chlorobenzene-d5 (IS) 66074 9.62 73786 9.62
1,4-Difluorobenzene (IS) 280500 7.39 288051 7.39

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET M03-10_170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-05 File ID: 08FEB39.D

Sampled: 02/01/17 10:55 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 20:18

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 18]
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 0.20 0.072 0.16 0.50 J
541-73-1 1,3-Dichlorobenzene 1 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 1 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 0.16 0.11 0.16 0.50 U
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 21 0.18 0.20 0.50
156-59-2 cis-1,2-Dichloroethene 1 1.4 0.085 0.16 0.50
156-60-5 trans-1,2-Dichloroethene 1 0.16 0.15 0.16 0.50 U
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U

BC Laboratories, Inc, Page 28 of 198


BC Laboratories, Inc,    Page 28 of 198


Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET M03-10_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-05 File ID: 08FEB39.D
Sampled: 02/01/17 10:55 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 20:18
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.59 0.11 0.16 0.50
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 18]
79-01-6 Trichloroethene 1 43 0.085 0.16 0.50
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18}
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 0.16 0.12 0.16 0.50 U
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 18]
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET MO3-10_170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-05 File ID: 08FEB39.D

Sampled: 02/01/17 10:55 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 20:18

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-47-6 0-Xylene 1 0.16 0.082 0.16 0.50 U

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.750 108 81-118
Toluene-d8 (Surrogate) 10.000 9.5000 95.0 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.6900 96.9 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 195214 6.58 176929 6.58
Chlorobenzene-d5 (IS) 65649 9.62 60035 9.62
1,4-Difluorobenzene (IS) 269274 7.39 251715 7.39

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET M03-18_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-06 File ID: 08FEB59.D
Sampled: 02/01/17 09:00 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 04:04
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 1.0 0.083 0.16 0.50
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 0.16 0.072 0.16 0.50 0]
541-73-1 1,3-Dichlorobenzene 1 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 1 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 0.20 0.11 0.16 0.50 J
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 0.48 0.18 0.20 0.50 J
156-59-2 cis-1,2-Dichloroethene 1 17 0.085 0.16 0.50
156-60-5 trans-1,2-Dichloroethene 1 6.4 0.15 0.16 0.50
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET M03-18_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-06 File ID: 08FEB59.D
Sampled: 02/01/17 09:00 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 04:04
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 7.2 0.36 0.40 0.50
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 18]
79-01-6 Trichloroethene 1 1.0 0.085 0.16 0.50
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18}
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 1 0.82 0.12 0.16 0.50
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 2.6 0.12 0.16 0.50
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 18]
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.52 0.28 0.30 0.50
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET MO3-18. 170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-06 File ID: 08FEB59.D

Sampled: 02/01/17 09:00 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 04:04

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-47-6 0-Xylene 1 0.38 0.082 0.16 0.50 J

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.990 110 81-118
Toluene-d8 (Surrogate) 10.000 9.9700 99.7 89-112
4-Bromofluorobenzene (Surrogate) 10.000 10.000 100 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 175139 6.58 176929 6.58
Chlorobenzene-d5 (IS) 60560 9.62 60035 9.62
1,4-Difluorobenzene (IS) 237097 7.39 251715 7.39

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET M03-19_170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-07 File ID: 09FEB41.D

Sampled: 02/01/17 09:55 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 20:47

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702254 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 18]
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 0.16 0.072 0.16 0.50 0]
541-73-1 1,3-Dichlorobenzene 1 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 1 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 0.16 0.11 0.16 0.50 U
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 0.20 0.18 0.20 0.50 U
156-59-2 cis-1,2-Dichloroethene 1 0.16 0.085 0.16 0.50 U
156-60-5 trans-1,2-Dichloroethene 1 0.16 0.15 0.16 0.50 U
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET M03-19_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-07 File ID: 09FEB41.D
Sampled: 02/01/17 09:55 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 20:47
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702254 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 18]
79-01-6 Trichloroethene 1 0.16 0.085 0.16 0.50 U
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18}
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 0.16 0.12 0.16 0.50 U
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 18]
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET MO3-19. 170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-07 File ID: 09FEB41.D

Sampled: 02/01/17 09:55 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 20:47

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702254 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-47-6 0-Xylene 1 0.16 0.082 0.16 0.50 U

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.520 105 81-118
Toluene-d8 (Surrogate) 10.000 9.8700 98.7 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.8700 98.7 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 202904 6.58 202038 6.58
Chlorobenzene-d5 (IS) 69650 9.62 73786 9.62
1,4-Difluorobenzene (IS) 277906 7.39 288051 7.39

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET MW360-1_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-08 File ID: 08FEB41.D
Sampled: 02/01/17 11:00 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 21:05
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.23 0.083 0.16 0.50 J
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 J
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 2.6 0.093 0.16 0.50
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
541-73-1 1,3-Dichlorobenzene 1 4.8 0.15 0.16 0.50
106-46-7 1,4-Dichlorobenzene 1 37 0.062 0.16 0.50
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 8.8 0.11 0.16 0.50
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 U
75-35-4 1,1-Dichloroethene 1 15 0.18 0.20 0.50
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 18]
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 18}
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 U
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:25:23PM
Project: Alameda
Project Number: 5023146096
Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET MW360-1_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-08 File ID: 08FEB41.D
Sampled: 02/01/17 11:00 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 21:05
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 18]
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 18]
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 U
127-18-4 Tetrachloroethene 1 1.6 0.13 0.16 0.50
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.31 0.16 0.16 0.50 J
120-82-1 1,2,4-Trichlorobenzene 1 0.70 0.19 0.20 0.50
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 U
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 U
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 18]
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 18]
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 18]
75-01-4 Vinyl chloride 1 1.8 0.12 0.16 0.50
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 U
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.82 0.23 0.30 0.50
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
95-47-6 o-Xylene 1 0.16 0.082 0.16 0.50 U
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.540 105 81-118
Toluene-d8 (Surrogate) 10.000 10.350 104 89-112
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

Reported:
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

3/6/2017 4:25:23PM

Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET MW360-1_170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-08 File ID: 08FEB41.D

Sampled: 02/01/17 11:00 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 21:05

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
4-Bromofluorobenzene (Surrogate) 10.000 9.8000 98.0 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 192686 6.58 176929 6.58
Chlorobenzene-d5 (IS) 66734 9.62 60035 9.62
1,4-Difluorobenzene (IS) 253480 7.39 251715 7.39

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET MW360-1_170201
EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-08RE1 File ID: 09FEB53.D
Sampled: 02/01/17 11:00 Prepared: 02/08/17 07:15 Analyzed: 02/10/17 01:25
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702254 Calibration: 1702011 Instrument: MS-V5
CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-50-1 1,2-Dichlorobenzene 10 120 0.72 1.6 5.0 D
156-59-2 cis-1,2-Dichloroethene 10 340 0.85 1.6 5.0 D
156-60-5 trans-1,2-Dichloroethene 10 100 1.5 1.6 5.0 D
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.470 105 81-118
Toluene-d8 (Surrogate) 10.000 9.5600 95.6 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.9000 99.0 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 199742 6.58 202038 6.58
Chlorobenzene-d5 (IS) 69189 9.62 73786 9.62
1,4-Difluorobenzene (IS) 272474 7.39 288051 7.39

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET MW360-1_170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-08RE2 File ID: 10FEB09.D

Sampled: 02/01/17 11:00 Prepared: 02/08/17 07:15 Analyzed: 02/10/17 09:10

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702340 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
79-01-6 Trichloroethene 50 1700 4.2 8.0 25 D

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.980 110 81-118
Toluene-d8 (Surrogate) 10.000 10.050 100 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.3300 93.3 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 186607 6.58 187920 6.58
Chlorobenzene-d5 (IS) 63736 9.62 66125 9.62
1,4-Difluorobenzene (IS) 252668 7.39 261715 7.39

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET MW630-4_170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-09 File ID: 08FEB42.D

Sampled: 02/01/17 12:30 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 21:28

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 18]
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 8.8 0.093 0.16 0.50
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 5.9 0.072 0.16 0.50
541-73-1 1,3-Dichlorobenzene 1 0.29 0.15 0.16 0.50 J
106-46-7 1,4-Dichlorobenzene 1 2.2 0.062 0.16 0.50
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 1.5 0.11 0.16 0.50
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 2.9 0.18 0.20 0.50
156-60-5 trans-1,2-Dichloroethene 1 6.6 0.15 0.16 0.50
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U

BC Laboratories, Inc, Page 42 of 198


BC Laboratories, Inc,    Page 42 of 198


Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET MW630-4_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-09 File ID: 08FEB42.D
Sampled: 02/01/17 12:30 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 21:28
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 18]
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 18]
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 3.9 0.11 0.16 0.50
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 18]
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 U
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 18]
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 U
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18]
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 18]
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 18]
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 0.58 0.12 0.16 0.50
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 U
75-65-0 t-Butyl alcohol 1 10 94 10 15 18]
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
95-47-6 o-Xylene 1 0.16 0.082 0.16 0.50 U

BC Laboratories, Inc, Page 43 of 198


BC Laboratories, Inc,    Page 43 of 198


Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET MW630-4_170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-09 File ID: 08FEB42.D

Sampled: 02/01/17 12:30 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 21:28

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.890 109 81-118
Toluene-d8 (Surrogate) 10.000 9.8900 98.9 89 -112
4-Bromofluorobenzene (Surrogate) 10.000 9.7500 97.5 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 193869 6.58 176929 6.58
Chlorobenzene-d5 (IS) 66113 9.62 60035 9.62
1,4-Difluorobenzene (IS) 267900 7.39 251715 7.39

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET MW630-4_170201
EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-09RE1 File ID: 09FEB54.D
Sampled: 02/01/17 12:30 Prepared: 02/08/17 07:15 Analyzed: 02/10/17 01:48
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702254 Calibration: 1702011 Instrument: MS-V5
CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
156-59-2 cis-1,2-Dichloroethene 10 220 0.85 1.6 5.0 D
79-01-6 Trichloroethene 10 220 0.85 1.6 5.0 D
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.660 107 81-118
Toluene-d8 (Surrogate) 10.000 9.9500 99.5 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.8700 98.7 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 200360 6.58 202038 6.58
Chlorobenzene-d5 (IS) 68541 9.62 73786 9.62
1,4-Difluorobenzene (IS) 275849 7.39 288051 7.39

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET PALMWIB2, 170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-10 File ID: 08FEB26.D

Sampled: 02/01/17 09:10 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 15:17

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 J
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 1.4 0.093 0.16 0.50
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 24 0.072 0.16 0.50
541-73-1 1,3-Dichlorobenzene 1 0.73 0.15 0.16 0.50
106-46-7 1,4-Dichlorobenzene 1 6.1 0.062 0.16 0.50
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 2.2 0.11 0.16 0.50
107-06-2 1,2-Dichloroethane 1 0.38 0.17 0.20 0.50 J
75-35-4 1,1-Dichloroethene 1 10 0.18 0.20 0.50
156-60-5 trans-1,2-Dichloroethene 1 42 0.15 0.16 0.50
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET PALMWIB2, 170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-10 File ID: 08FEB26.D
Sampled: 02/01/17 09:10 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 15:17
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 18]
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 18]
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 18]
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 U
127-18-4 Tetrachloroethene 1 0.24 0.13 0.16 0.50 J
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 U
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18]
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 18]
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 18]
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 U
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 18]
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.42 0.23 0.30 0.50 J
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 18]
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
95-47-6 o-Xylene 1 0.16 0.082 0.16 0.50 U
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET PA-LMWIB2 170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-10 File ID: 08FEB26.D

Sampled: 02/01/17 09:10 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 15:17

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.330 103 81-118
Toluene-d8 (Surrogate) 10.000 10.340 103 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.9100 99.1 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 200055 6.58 190650 6.58
Chlorobenzene-d5 (IS) 68451 9.62 66125 9.63
1,4-Difluorobenzene (IS) 264159 7.39 266176 7.39

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET PA-LMWIB2 170201
EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-10RE1 File ID: 10FEB11.D
Sampled: 02/01/17 09:10 Prepared: 02/08/17 07:15 Analyzed: 02/10/17 09:57
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702340 Calibration: 1702011 Instrument: MS-V5
CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
156-59-2 cis-1,2-Dichloroethene 10 650 0.85 1.6 5.0 D
79-01-6 Trichloroethene 10 630 0.85 1.6 5.0 D
75-01-4 Vinyl chloride 10 180 1.2 1.6 5.0 D
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.570 106 81-118
Toluene-d8 (Surrogate) 10.000 9.9700 99.7 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.9500 99.5 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 189794 6.58 187920 6.58
Chlorobenzene-d5 (IS) 64331 9.62 66125 9.62
1,4-Difluorobenzene (IS) 260220 7.39 261715 7.39

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET P4 1MWS6, 170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-11 File ID: 08FEB43.D
Sampled: 02/01/17 10:00 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 21:52
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 18]
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 0.28 0.072 0.16 0.50 J
541-73-1 1,3-Dichlorobenzene 1 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 1 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 0.16 0.11 0.16 0.50 U
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 0.60 0.18 0.20 0.50
156-59-2 cis-1,2-Dichloroethene 1 60 0.085 0.16 0.50
156-60-5 trans-1,2-Dichloroethene 1 5.8 0.15 0.16 0.50
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET P4 1MWS6, 170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-11 File ID: 08FEB43.D
Sampled: 02/01/17 10:00 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 21:52
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 18]
79-01-6 Trichloroethene 1 9.4 0.085 0.16 0.50
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18}
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 4.5 0.12 0.16 0.50
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 18]
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET P4-1-MWS6_ 170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-11 File ID: 08FEB43.D

Sampled: 02/01/17 10:00 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 21:52

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-47-6 0-Xylene 1 0.16 0.082 0.16 0.50 U

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 11.020 110 81-118
Toluene-d8 (Surrogate) 10.000 9.7400 97.4 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.5800 95.8 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 186186 6.58 176929 6.58
Chlorobenzene-d5 (IS) 66134 9.62 60035 9.62
1,4-Difluorobenzene (IS) 258052 7.39 251715 7.39

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET STT-MWOL 170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-12 File ID: 08FEB44.D

Sampled: 02/01/17 10:30 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 22:15

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 18]
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 0.16 0.072 0.16 0.50 0]
541-73-1 1,3-Dichlorobenzene 1 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 1 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 0.16 0.11 0.16 0.50 U
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 0.20 0.18 0.20 0.50 U
156-59-2 cis-1,2-Dichloroethene 1 0.23 0.085 0.16 0.50 J
156-60-5 trans-1,2-Dichloroethene 1 0.16 0.15 0.16 0.50 U
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET STT-MWOL 170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-12 File ID: 08FEB44.D
Sampled: 02/01/17 10:30 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 22:15
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 18]
79-01-6 Trichloroethene 1 0.84 0.085 0.16 0.50
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18}
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 0.16 0.12 0.16 0.50 U
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 18]
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET SETT-MWOL 170201
EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-12 File ID: 08FEB44.D
Sampled: 02/01/17 10:30 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 22:15
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-47-6 0-Xylene 1 0.16 0.082 0.16 0.50 U
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.500 105 81-118
Toluene-d8 (Surrogate) 10.000 9.7500 97.5 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.5400 95.4 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 192057 6.58 176929 6.58
Chlorobenzene-d5 (IS) 67667 9.62 60035 9.62
1,4-Difluorobenzene (IS) 267111 7.39 251715 7.39

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET 372-MW1_170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-13 File ID: 08FEB45.D

Sampled: 02/01/17 13:00 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 22:38

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 18]
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 0.16 0.072 0.16 0.50 0]
541-73-1 1,3-Dichlorobenzene 1 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 1 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 0.16 0.11 0.16 0.50 U
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 0.20 0.18 0.20 0.50 U
156-59-2 cis-1,2-Dichloroethene 1 0.16 0.085 0.16 0.50 U
156-60-5 trans-1,2-Dichloroethene 1 0.16 0.15 0.16 0.50 U
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U

BC Laboratories, Inc, Page 56 of 198


BC Laboratories, Inc,    Page 56 of 198


Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET 372-MW1_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-13 File ID: 08FEB45.D
Sampled: 02/01/17 13:00 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 22:38
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 18]
79-01-6 Trichloroethene 1 0.61 0.085 0.16 0.50
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18}
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 0.16 0.12 0.16 0.50 U
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 18]
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET MWL 170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-13 File ID: 08FEB45.D

Sampled: 02/01/17 13:00 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 22:38

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-47-6 0-Xylene 1 0.16 0.082 0.16 0.50 U

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.300 103 81-118
Toluene-d8 (Surrogate) 10.000 9.9700 99.7 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.9100 99.1 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 207906 6.58 176929 6.58
Chlorobenzene-d5 (IS) 67646 9.62 60035 9.62
1,4-Difluorobenzene (IS) 275287 7.39 251715 7.39

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET EBI5_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-14 File ID: 08FEB46.D
Sampled: 02/01/17 14:30 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 23:02
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 18]
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 0.16 0.072 0.16 0.50 0]
541-73-1 1,3-Dichlorobenzene 1 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 1 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 0.16 0.11 0.16 0.50 U
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 0.20 0.18 0.20 0.50 U
156-59-2 cis-1,2-Dichloroethene 1 0.16 0.085 0.16 0.50 U
156-60-5 trans-1,2-Dichloroethene 1 0.16 0.15 0.16 0.50 U
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET EBI5_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-14 File ID: 08FEB46.D
Sampled: 02/01/17 14:30 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 23:02
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 18]
79-01-6 Trichloroethene 1 0.46 0.085 0.16 0.50 J
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18}
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 0.16 0.12 0.16 0.50 U
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 18]
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET EBIS. 170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-14 File ID: 08FEB46.D

Sampled: 02/01/17 14:30 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 23:02

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-47-6 0-Xylene 1 0.16 0.082 0.16 0.50 U

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.710 107 81-118
Toluene-d8 (Surrogate) 10.000 9.7800 97.8 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.6000 96.0 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 199977 6.59 176929 6.58
Chlorobenzene-d5 (IS) 65882 9.62 60035 9.62
1,4-Difluorobenzene (IS) 271038 7.39 251715 7.39

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET EB16_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-15 File ID: 08FEB47.D
Sampled: 02/01/17 14:45 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 23:25
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 18]
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 0.16 0.072 0.16 0.50 0]
541-73-1 1,3-Dichlorobenzene 1 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 1 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 0.16 0.11 0.16 0.50 U
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 0.20 0.18 0.20 0.50 U
156-59-2 cis-1,2-Dichloroethene 1 0.16 0.085 0.16 0.50 U
156-60-5 trans-1,2-Dichloroethene 1 0.16 0.15 0.16 0.50 U
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET EB16_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-15 File ID: 08FEB47.D
Sampled: 02/01/17 14:45 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 23:25
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 18]
79-01-6 Trichloroethene 1 0.29 0.085 0.16 0.50 J
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18}
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 0.16 0.12 0.16 0.50 U
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 18]
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET EB16 170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-15 File ID: 08FEB47.D

Sampled: 02/01/17 14:45 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 23:25

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-47-6 0-Xylene 1 0.16 0.082 0.16 0.50 U

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.550 106 81-118
Toluene-d8 (Surrogate) 10.000 9.8300 98.3 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.5400 95.4 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 193125 6.59 176929 6.58
Chlorobenzene-d5 (IS) 62304 9.63 60035 9.62
1,4-Difluorobenzene (IS) 259812 7.39 251715 7.39

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET M03-05_170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-16 File ID: 08FEB48.D

Sampled: 02/01/17 13:35 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 23:49

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 18]
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 0.16 0.072 0.16 0.50 0]
541-73-1 1,3-Dichlorobenzene 1 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 1 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 0.16 0.11 0.16 0.50 U
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 0.20 0.18 0.20 0.50 U
156-59-2 cis-1,2-Dichloroethene 1 0.16 0.085 0.16 0.50 U
156-60-5 trans-1,2-Dichloroethene 1 0.18 0.15 0.16 0.50 J
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET M03-05_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-16 File ID: 08FEB48.D
Sampled: 02/01/17 13:35 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 23:49
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 18]
79-01-6 Trichloroethene 1 0.28 0.085 0.16 0.50 J
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18}
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 0.16 0.12 0.16 0.50 U
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 18]
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET MO3-05. 170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-16 File ID: 08FEB48.D

Sampled: 02/01/17 13:35 Prepared: 02/08/17 07:15 Analyzed: 02/08/17 23:49

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-47-6 0-Xylene 1 0.16 0.082 0.16 0.50 U

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 11.140 111 81-118
Toluene-d8 (Surrogate) 10.000 9.7500 97.5 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.8300 98.3 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 192623 6.59 176929 6.58
Chlorobenzene-d5 (IS) 61853 9.62 60035 9.62
1,4-Difluorobenzene (IS) 258725 7.39 251715 7.39

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET M03-17_170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-17 File ID: 08FEB60.D

Sampled: 02/01/17 12:40 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 04:27

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 2.8 0.083 0.16 0.50
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 0.16 0.072 0.16 0.50 0]
541-73-1 1,3-Dichlorobenzene 1 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 1 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50 U
75-34-3 1,1-Dichloroethane 1 0.16 0.11 0.16 0.50 U
107-06-2 1,2-Dichloroethane 1 0.20 0.17 0.20 0.50 18]
75-35-4 1,1-Dichloroethene 1 0.20 0.18 0.20 0.50 U
156-59-2 cis-1,2-Dichloroethene 1 0.16 0.085 0.16 0.50 U
156-60-5 trans-1,2-Dichloroethene 1 0.16 0.15 0.16 0.50 U
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET M03-17_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-17 File ID: 08FEB60.D
Sampled: 02/01/17 12:40 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 04:27
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.63 0.36 0.40 0.50
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.16 0.16 0.16 0.50 18]
79-01-6 Trichloroethene 1 0.16 0.085 0.16 0.50 U
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 18}
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 0.16 0.12 0.16 0.50 U
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 18]
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 U
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET MO3-17 170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-17 File ID: 08FEB60.D

Sampled: 02/01/17 12:40 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 04:27

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
95-47-6 0-Xylene 1 0.16 0.082 0.16 0.50 U

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.300 103 81-118
Toluene-d8 (Surrogate) 10.000 9.6300 96.3 89-112
4-Bromofluorobenzene (Surrogate) 10.000 10.220 102 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 192251 6.58 176929 6.58
Chlorobenzene-d5 (IS) 63045 9.62 60035 9.62
1,4-Difluorobenzene (IS) 262128 7.39 251715 7.39

* Values outside of QC limits
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AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET MW-02_170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-18 File ID: 08FEB49.D

Sampled: 02/01/17 14:05 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 00:12

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
71-43-2 Benzene 1 0.16 0.083 0.16 0.50 18]
108-86-1 Bromobenzene 1 0.16 0.13 0.16 0.50 18]
74-97-5 Bromochloromethane 1 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 1 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 1 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 1 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 1 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 1 0.16 0.15 0.16 0.50 18]
98-06-6 tert-Butylbenzene 1 0.16 0.13 0.16 0.50 18]
56-23-5 Carbon tetrachloride 1 0.20 0.18 0.20 0.50 18]
108-90-7 Chlorobenzene 1 0.18 0.093 0.16 0.50 J
75-00-3 Chloroethane 1 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 1 0.22 0.12 0.16 0.50 J
74-87-3 Chloromethane 1 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 1 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 1 0.16 0.15 0.16 0.50 18]
124-48-1 Dibromochloromethane 1 0.16 0.13 0.16 0.50 18]
96-12-8 1,2-Dibromo-3-chloropropane 1 0.50 0.44 0.50 1.0 18]
106-93-4 1,2-Dibromoethane 1 0.16 0.16 0.16 0.50 U
74-95-3 Dibromomethane 1 0.30 0.24 0.30 1.0 18}
95-50-1 1,2-Dichlorobenzene 1 15 0.072 0.16 0.50
541-73-1 1,3-Dichlorobenzene 1 0.17 0.15 0.16 0.50 J
106-46-7 1,4-Dichlorobenzene 1 1.2 0.062 0.16 0.50
75-71-8 Dichlorodifluoromethane 1 0.16 0.099 0.16 0.50
75-34-3 1,1-Dichloroethane 1 0.47 0.11 0.16 0.50 J
107-06-2 1,2-Dichloroethane 1 1.3 0.17 0.20 0.50
75-35-4 1,1-Dichloroethene 1 2.5 0.18 0.20 0.50
156-59-2 cis-1,2-Dichloroethene 1 18 0.085 0.16 0.50
156-60-5 trans-1,2-Dichloroethene 1 0.33 0.15 0.16 0.50 J
78-87-5 1,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 1 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 1 0.16 0.13 0.16 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET MW-02_170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: 1702918-18 File ID: 08FEB49.D
Sampled: 02/01/17 14:05 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 00:12
Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
CAS NO. COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
563-58-6 1,1-Dichloropropene 1 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 1 0.16 0.098 0.16 0.50 18]
87-68-3 Hexachlorobutadiene 1 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 1 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 1 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 1 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 1 0.16 0.11 0.16 0.50 U
91-20-3 Naphthalene 1 0.40 0.36 0.40 0.50 U
103-65-1 n-Propylbenzene 1 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 1 0.16 0.068 0.16 0.50 U
630-20-6 1,1,1,2-Tetrachloroethane 1 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 1 0.20 0.17 0.20 0.50 18}
127-18-4 Tetrachloroethene 1 0.20 0.13 0.16 0.50 J
108-88-3 Toluene 1 0.16 0.093 0.16 0.50 U
87-61-6 1,2,3-Trichlorobenzene 1 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 1 0.20 0.19 0.20 0.50 U
71-55-6 1,1,1-Trichloroethane 1 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 1 0.66 0.16 0.16 0.50
75-69-4 Trichlorofluoromethane 1 0.16 0.13 0.16 0.50 U
96-18-4 1,2,3-Trichloropropane 1 0.33 0.24 0.33 0.50 18]
95-63-6 1,2,4-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 1 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 1 24 0.12 0.16 0.50
67-64-1 Acetone 1 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 1 0.30 0.25 0.30 0.50 U
75-65-0 t-Butyl alcohol 1 10 9.4 10 15 18]
75-15-0 Carbon disulfide 1 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 1 0.30 0.23 0.30 0.50 18]
637-92-3 Ethyl t-butyl ether 1 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 1 3.0 2.5 3.0 10 U
179601-23-1 | p- & m-Xylenes 1 0.30 0.28 0.30 0.50 U
95-47-6 o-Xylene 1 0.16 0.082 0.16 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET MW-02_170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-18 File ID: 08FEB49.D

Sampled: 02/01/17 14:05 Prepared: 02/08/17 07:15 Analyzed: 02/09/17 00:12

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011 Instrument: MS-V5
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 11.140 111 81-118
Toluene-d8 (Surrogate) 10.000 9.8800 98.8 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.6900 96.9 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 192364 6.58 176929 6.58
Chlorobenzene-d5 (IS) 69484 9.63 60035 9.62
1,4-Difluorobenzene (IS) 263196 7.39 251715 7.39

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ORGANIC ANALYSIS DATA SHEET MW-02 170201
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-18RE1L File ID: 10FEB10.D

Sampled: 02/01/17 14:05 Prepared: 02/08/17 07:15 Analyzed: 02/10/17 09:34

Solids: Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Batch: B[B0714 Sequence: 1702340 Calibration: 1702011 Instrument: MS-V5

CASNO. | COMPOUND DILUTION | CONC. (ug/L) DL LOD LOQ Q
79-01-6 Trichloroethene 50 2000 4.2 8.0 25 D

SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.550 106 81-118
Toluene-d8 (Surrogate) 10.000 10.000 100 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.4400 94.4 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 167262 6.58 187920 6.58
Chlorobenzene-d5 (IS) 59257 9.62 66125 9.62
1,4-Difluorobenzene (IS) 232084 7.39 261715 7.39

* Values outside of QC limits
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AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

PREPARATION BATCH SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Batch: B[B0714 Batch Matrix: Water Preparation: EPA 5030 Water MS
SAMPLE NAME LAB SAMPLE ID LAB FILE ID DATE PREPARED OBSERVATIONS
D03-03 170201 1702918-01 08FEB35.D 02/08/17 07:15 Full SAP LIST
DUPI15 170201 1702918-02 08FEB36.D 02/08/17 07:15 Full SAP LIST
DUP16 170201 1702918-03 08FEB37.D 02/08/17 07:15 Full SAP LIST
DUP16 170201 1702918-03RE1 09FEB52.D 02/08/17 07:15 Full SAP LIST
DUP16 170201 1702918-03RE2 10FEB08.D 02/08/17 07:15 Full SAP LIST
MO03-06_170201 1702918-04 09FEB40.D 02/08/17 07:15 Full SAP LIST
MO03-10_170201 1702918-05 08FEB39.D 02/08/17 07:15 Full SAP LIST
MO03-18 170201 1702918-06 08FEB59.D 02/08/17 07:15 Full SAP LIST
MO03-19_170201 1702918-07 09FEB41.D 02/08/17 07:15 Full SAP LIST
MW360-1 170201 1702918-08 08FEB41.D 02/08/17 07:15 Full SAP LIST
MW360-1 170201 1702918-08RE1 09FEB53.D 02/08/17 07:15 Full SAP LIST
MW360-1 170201 1702918-08RE2 10FEB09.D 02/08/17 07:15 Full SAP LIST
MW630-4 170201 1702918-09 08FEB42.D 02/08/17 07:15 Full SAP LIST
MW630-4 170201 1702918-09RE1 09FEB54.D 02/08/17 07:15 Full SAP LIST
P4-1-MWIB2 170201 1702918-10 08FEB26.D 02/08/17 07:15 Full SAP LIST
P4-1-MWIB2 170201 1702918-10RE1 10FEB11.D 02/08/17 07:15 Full SAP LIST
P-4-1-MWS6_170201 1702918-11 08FEB43.D 02/08/17 07:15 Full SAP LIST
S4-TT-MWO01 170201 1702918-12 08FEB44.D 02/08/17 07:15 Full SAP LIST
372-MW1 _170201 1702918-13 08FEB45.D 02/08/17 07:15 Full SAP LIST
EB15 170201 1702918-14 08FEB46.D 02/08/17 07:15 Full SAP LIST
EB16 170201 1702918-15 08FEB47.D 02/08/17 07:15 Full SAP LIST
MO03-05_170201 1702918-16 08FEB48.D 02/08/17 07:15 Full SAP LIST
MO03-17_170201 1702918-17 08FEB60.D 02/08/17 07:15 Full SAP LIST
MW-02 170201 1702918-18 08FEB49.D 02/08/17 07:15 Full SAP LIST
MW-02 170201 1702918-18RE1 10FEB10.D 02/08/17 07:15 Full SAP LIST
Blank B[B0714-BLK1 08FEB16.D 02/08/17 07:15
LCS B[B0714-BS1 08FEB27.D 02/08/17 07:15
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported
9210 Sky Park Court #200
San Diego, CA 92123

Project:
Project Number:
Project Manager:

Alameda
5023146096
Kelli Miller

1 3/6/2017 4:25:23PM

PREPARATION BATCH SUMMARY

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Batch: B[B0714 Batch Matrix: Water Preparation: EPA 5030 Water MS
SAMPLE NAME LAB SAMPLE ID LAB FILE ID DATE PREPARED OBSERVATIONS
P4-1-MWIB2 170201 B[B0714-MS1 08FEB28.D 02/08/17 07:15
P4-1-MWIB2 170201 B[B0714-MSD1 08FEB29.D 02/08/17 07:15
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

METHOD BLANK DATA SHEET

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: B[B0714-BLK1 File ID: 08FEB16.D

Prepared: 02/08/17 07:15 Preparation: EPA 5030 Water MS Initial/Final: 25ml/25ml

Analyzed: 02/08/17 11:25 Instrument: MS-V5

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011

CAS NO. COMPOUND CONC. (ug/L) DL LOD LOQ Q

71-43-2 Benzene 0.16 0.083 0.16 0.50 U
108-86-1 Bromobenzene 0.16 0.13 0.16 0.50 U
74-97-5 Bromochloromethane 0.30 0.24 0.30 1.0 U
75-27-4 Bromodichloromethane 0.30 0.14 0.30 0.50 U
75-25-2 Bromoform 0.30 0.27 0.30 0.60 U
74-83-9 Bromomethane 0.25 0.25 0.25 0.60 U
104-51-8 n-Butylbenzene 0.16 0.11 0.16 0.50 U
135-98-8 sec-Butylbenzene 0.16 0.15 0.16 0.50 U
98-06-6 tert-Butylbenzene 0.16 0.13 0.16 0.50 U
56-23-5 Carbon tetrachloride 0.20 0.18 0.20 0.50 U
108-90-7 Chlorobenzene 0.16 0.093 0.16 0.50 U
75-00-3 Chloroethane 0.16 0.14 0.16 0.50 U
67-66-3 Chloroform 0.16 0.12 0.16 0.50 U
74-87-3 Chloromethane 0.16 0.14 0.16 0.50 U
95-49-8 2-Chlorotoluene 0.20 0.20 0.20 0.50 U
106-43-4 4-Chlorotoluene 0.16 0.15 0.16 0.50 6]
124-48-1 Dibromochloromethane 0.16 0.13 0.16 0.50 U
96-12-8 1,2-Dibromo-3-chloropropane 0.50 0.44 0.50 1.0 U
106-93-4 1,2-Dibromoethane 0.16 0.16 0.16 0.50 6]
74-95-3 Dibromomethane 0.30 0.24 0.30 1.0 U
95-50-1 1,2-Dichlorobenzene 0.16 0.072 0.16 0.50 U
541-73-1 1,3-Dichlorobenzene 0.16 0.15 0.16 0.50 U
106-46-7 1,4-Dichlorobenzene 0.16 0.062 0.16 0.50 U
75-71-8 Dichlorodifluoromethane 0.16 0.099 0.16 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

METHOD BLANK DATA SHEET

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: B[B0714-BLK1 File ID: 08FEB16.D

Prepared: 02/08/17 07:15 Preparation: EPA 5030 Water MS Initial/Final: 25ml/25ml

Analyzed: 02/08/17 11:25 Instrument: MS-V5

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011

CAS NO. COMPOUND CONC. (ug/L) DL LOD LOQ Q

75-34-3 1,1-Dichloroethane 0.16 0.11 0.16 0.50 U
107-06-2 1,2-Dichloroethane 0.20 0.17 0.20 0.50 U
75-35-4 1,1-Dichloroethene 0.20 0.18 0.20 0.50 U
156-59-2 cis-1,2-Dichloroethene 0.16 0.085 0.16 0.50 U
156-60-5 trans-1,2-Dichloroethene 0.16 0.15 0.16 0.50 U
78-87-5 1,2-Dichloropropane 0.16 0.13 0.16 0.50 U
142-28-9 1,3-Dichloropropane 0.16 0.086 0.16 0.50 U
594-20-7 2,2-Dichloropropane 0.16 0.13 0.16 0.50 U
563-58-6 1,1-Dichloropropene 0.16 0.085 0.16 0.50 U
100-41-4 Ethylbenzene 0.16 0.098 0.16 0.50 U
87-68-3 Hexachlorobutadiene 0.20 0.17 0.20 0.50 U
98-82-8 Isopropylbenzene 0.16 0.14 0.16 0.50 U
99-87-6 p-Isopropyltoluene 0.16 0.12 0.16 0.50 U
75-09-2 Methylene chloride 0.50 0.48 0.50 1.0 U
1634-04-4 Methyl t-butyl ether 0.16 0.11 0.16 0.50 6]
91-20-3 Naphthalene 0.40 0.36 0.40 0.50 6]
103-65-1 n-Propylbenzene 0.16 0.11 0.16 0.50 U
100-42-5 Styrene 0.16 0.068 0.16 0.50 6]
630-20-6 1,1,1,2-Tetrachloroethane 0.20 0.18 0.20 0.50 U
79-34-5 1,1,2,2-Tetrachloroethane 0.20 0.17 0.20 0.50 U
127-18-4 Tetrachloroethene 0.16 0.13 0.16 0.50 U
108-88-3 Toluene 0.16 0.093 0.16 0.50 6]
87-61-6 1,2,3-Trichlorobenzene 0.16 0.16 0.16 0.50 U
120-82-1 1,2,4-Trichlorobenzene 0.20 0.19 0.20 0.50 U
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

METHOD BLANK DATA SHEET

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: B[B0714-BLK1 File ID: 08FEB16.D
Prepared: 02/08/17 07:15 Preparation: EPA 5030 Water MS Initial/Final: 25ml/25ml
Analyzed: 02/08/17 11:25 Instrument: MS-V5
Batch: B[B0714 Sequence: 1702156 Calibration: 1702011
CAS NO. COMPOUND CONC. (ug/L) DL LOD LOQ Q
71-55-6 1,1,1-Trichloroethane 0.16 0.11 0.16 0.50 U
79-00-5 1,1,2-Trichloroethane 0.16 0.16 0.16 0.50 U
79-01-6 Trichloroethene 0.16 0.085 0.16 0.50 U
75-69-4 Trichlorofluoromethane 0.16 0.13 0.16 0.50 U
96-18-4 1,2,3-Trichloropropane 0.33 0.24 0.33 0.50 U
95-63-6 1,2,4-Trimethylbenzene 0.16 0.12 0.16 0.50 U
108-67-8 1,3,5-Trimethylbenzene 0.16 0.12 0.16 0.50 U
75-01-4 Vinyl chloride 0.16 0.12 0.16 0.50 U
67-64-1 Acetone 5.0 4.6 5.0 10 U
994-05-8 t-Amyl Methyl ether 0.30 0.25 0.30 0.50 U
75-65-0 t-Butyl alcohol 10 9.4 10 15 U
75-15-0 Carbon disulfide 0.40 0.38 0.40 1.0 U
108-20-3 Diisopropyl ether 0.30 0.23 0.30 0.50 U
637-92-3 Ethyl t-butyl ether 0.20 0.18 0.20 0.50 U
78-93-3 Methyl ethyl ketone 3.0 2.5 3.0 10 U
179601-23-1 p- & m-Xylenes 0.30 0.28 0.30 0.50 U
95-47-6 o-Xylene 0.16 0.082 0.16 0.50 U
SYSTEM MONITORING COMPOUND ADDED (ug/L) CONC (ug/L) % REC QC LIMITS Q
1,2-Dichloroethane-d4 (Surrogate) 10.000 10.350 104 81-118
Toluene-d8 (Surrogate) 10.000 9.9600 99.6 89-112
4-Bromofluorobenzene (Surrogate) 10.000 9.4100 94.1 85-114
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Pentafluorobenzene (IS) 197055 6.58 190650 6.58
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

METHOD BLANK DATA SHEET

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: B[B0714-BLK1 File ID: 08FEB16.D

Prepared: 02/08/17 07:15 Preparation: EPA 5030 Water MS Initial/Final: 25ml/25ml

Analyzed: 02/08/17 11:25 Instrument: MS-V5

Batch: B[B0714 Sequence: 1702156 Calibration: 1702011
INTERNAL STANDARD AREA RT REF AREA REF RT Q
Chlorobenzene-d5 (IS) 67275 9.63 66125 9.63
1,4-Difluorobenzene (IS) 268062 7.39 266176 7.39
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MATRIX SPIKE / MATRIX SPIKE DUPLICATE RECOVERY
P4-1-MWIB2 170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water

Batch: B[B0714 Laboratory ID: B[B0714-MS1

Preparation: EPA 5030 Water MS Initial/Final: 25ml /25 ml

Source Sample Number: 1702918-10

SPIKE SAMPLE MS MS QC
ADDED CONCENTRATION CONCENTRATION % LIMITS
COMPOUND (ug/L) (ug/L) (ug/L) REC. # REC.

Benzene 25.000 0.16000 23.780 94.5 79 - 120
Bromobenzene 25.000 ND 25.460 102 80-120
Bromochloromethane 25.000 ND 23.520 94.1 78-123
Bromodichloromethane 25.000 ND 25.850 103 79 - 125
Bromoform 25.000 ND 23.200 92.8 66 - 130
Bromomethane 25.000 ND 17.830 71.3 53-141
n-Butylbenzene 25.000 ND 25.470 102 75-128
sec-Butylbenzene 25.000 ND 24.110 96.4 77-126
tert-Butylbenzene 25.000 ND 24.460 97.8 78 - 124
Carbon tetrachloride 25.000 ND 26.760 107 72 -136
Chlorobenzene 25.000 1.3800 26.020 98.6 82-118
Chloroethane 25.000 ND 24.980 99.9 60 - 138
Chloroform 25.000 ND 24.520 98.1 79 - 124
Chloromethane 25.000 ND 26.680 107 50-139
2-Chlorotoluene 25.000 ND 24.920 99.7 79 -122
4-Chlorotoluene 25.000 ND 24.130 96.5 78 - 122
Dibromochloromethane 25.000 ND 25.680 103 74 - 126
1,2-Dibromo-3-chloropropane 25.000 ND 23.510 94.0 62 - 128
1,2-Dibromoethane 25.000 ND 26.160 105 77 -121
Dibromomethane 25.000 ND 23.590 94.4 79 -123
1,2-Dichlorobenzene 25.000 23.510 44.230 82.9 80-119
1,3-Dichlorobenzene 25.000 0.73000 23.070 89.4 80-119
1,4-Dichlorobenzene 25.000 6.0900 29.080 92.0 79-118
Dichlorodifluoromethane 25.000 ND 22.710 90.8 32-152
1,1-Dichloroethane 25.000 2.2500 25.770 94.1 77 - 125
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:25:23PM
Project: Alameda
Project Number: 5023146096
Project Manager: Kelli Miller

MATRIX SPIKE / MATRIX SPIKE DUPLICATE RECOVERY
P4-1-MWIB2 170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water

Batch: B[B0714 Laboratory ID: B[B0714-MS1

Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Source Sample Number: 1702918-10

SPIKE SAMPLE MS MS QC
ADDED CONCENTRATION CONCENTRATION % LIMITS
COMPOUND (ug/L) (ug/L) (ug/L) REC. # REC.

1,2-Dichloroethane 25.000 0.38000 24.370 96.0 73-128
1,1-Dichloroethene 25.000 10.010 34.220 96.8 71-131
cis-1,2-Dichloroethene 25.000 485.38 489.41 16.1 * 78 - 123
trans-1,2-Dichloroethene 25.000 42.450 64.410 87.8 75 -124
1,2-Dichloropropane 25.000 ND 23.250 93.0 78 -122
1,3-Dichloropropane 25.000 ND 24.430 97.7 80-119
2,2-Dichloropropane 25.000 ND 19.470 77.9 60 -139
1,1-Dichloropropene 25.000 ND 25.570 102 79 -125
cis-1,3-Dichloropropene 25.000 ND 24.160 96.6 75-124
trans-1,3-Dichloropropene 25.000 ND 24.610 98.4 73-127
Ethylbenzene 25.000 ND 25.880 104 79 - 121
Hexachlorobutadiene 25.000 ND 26.390 106 66 - 134
Isopropylbenzene 25.000 ND 24.360 97.4 72-131
p-Isopropyltoluene 25.000 ND 24.530 98.1 77-127
Methylene chloride 25.000 ND 23.800 95.2 74 - 124
Methyl t-butyl ether 25.000 ND 23.220 92.9 71-124
Naphthalene 25.000 ND 27.420 110 61-128
n-Propylbenzene 25.000 ND 24.050 96.2 76 - 126
Styrene 25.000 ND 25.180 101 78 - 123
1,1,1,2-Tetrachloroethane 25.000 ND 23.900 95.6 78 - 124
1,1,2,2-Tetrachloroethane 25.000 ND 24.500 98.0 71 -121
Tetrachloroethene 25.000 0.24000 30.090 119 74 - 129
Toluene 25.000 0.11000 25.700 102 80 - 121
1,2,3-Trichlorobenzene 25.000 ND 27.610 110 69 - 129
1,2,4-Trichlorobenzene 25.000 ND 27.300 109 69 - 130
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MATRIX SPIKE / MATRIX SPIKE DUPLICATE RECOVERY
P4-1-MWIB2 170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water

Batch: B[B0714 Laboratory ID: B[B0714-MS1

Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Source Sample Number: 1702918-10

SPIKE SAMPLE MS MS QC
ADDED CONCENTRATION CONCENTRATION % LIMITS
COMPOUND (ug/L) (ug/L) (ug/L) REC. # REC.

1,1,1-Trichloroethane 25.000 ND 26.950 108 74 - 131
1,1,2-Trichloroethane 25.000 ND 24.780 99.1 80-119
Trichloroethene 25.000 397.52 391.20 -25.3 * 79 - 123
Trichlorofluoromethane 25.000 ND 27.200 109 65 - 141
1,2,3-Trichloropropane 25.000 ND 23.840 95.4 73-122
1,1,2-Trichloro-1,2,2-trifluoroecthane 25.000 ND 25.260 101 70 - 136
1,2,4-Trimethylbenzene 25.000 ND 24.470 97.9 76 - 124
1,3,5-Trimethylbenzene 25.000 ND 23.830 95.3 75-124
Vinyl chloride 25.000 166.26 185.56 77.2 58 - 137
Total Xylenes 75.000 ND 75.920 101 79 -121
Acetone 320.00 ND 288.69 90.2 39-160
Acetonitrile 160.00 ND 200.66 125 50- 142
Allyl chloride 32.000 ND 31.430 98.2 68 - 130
t-Amyl Methyl ether 16.000 ND 15.320 95.8 68 - 128
Benzyl chloride 32.000 ND 30.170 94.3 42 - 138
t-Butyl alcohol 800.00 ND 844.36 106 68 - 129
Carbon disulfide 32.000 ND 32.890 103 64 - 133
Chloroprene 32.000 ND 33.460 105 65-135
Diisopropyl ether 16.000 0.42000 18.130 111 67-128
Ethyl t-butyl ether 16.000 ND 15.690 98.1 70 - 127
2-Hexanone 320.00 ND 306.86 95.9 57-139
Methyl ethyl ketone 160.00 ND 97.290 60.8 56 - 143
Methyl isobutyl ketone 160.00 ND 151.18 94.5 67 - 130
Vinyl acetate 160.00 ND 149.19 93.2 54 - 146
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MATRIX SPIKE / MATRIX SPIKE DUPLICATE RECOVERY
P4-1-MWIB2 170201

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water

Batch: B[B0714 Laboratory ID: B[B0714-MSD1

Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml

Source Sample Number: 1702918-10

SPIKE MSD MSD QC LIMITS
ADDED CONCENTRATION % %
COMPOUND (ug/L) (ug/L) REC. # RPD # RPD REC.

Benzene 25.000 24.690 98.1 3.75 30 79 - 120
Bromobenzene 25.000 25.550 102 0.353 30 80-120
Bromochloromethane 25.000 22.050 88.2 6.45 30 78 - 123
Bromodichloromethane 25.000 25.120 100 2.86 30 79 - 125
Bromoform 25.000 21.870 87.5 5.90 30 66 - 130
Bromomethane 25.000 17.160 68.6 3.83 30 53-141
n-Butylbenzene 25.000 24.940 99.8 2.10 30 75-128
sec-Butylbenzene 25.000 23.250 93.0 3.63 30 77 - 126
tert-Butylbenzene 25.000 23.020 92.1 6.07 30 78 - 124
Carbon tetrachloride 25.000 25.930 104 3.15 30 72 - 136
Chlorobenzene 25.000 26.100 98.9 0.307 30 82-118
Chloroethane 25.000 25.660 103 2.69 30 60 - 138
Chloroform 25.000 25.060 100 2.18 30 79 - 124
Chloromethane 25.000 24.820 99.3 7.22 30 50-139
2-Chlorotoluene 25.000 24.050 96.2 3.55 30 79-122
4-Chlorotoluene 25.000 23.740 95.0 1.63 30 78 - 122
Dibromochloromethane 25.000 25.290 101 1.53 30 74 - 126
1,2-Dibromo-3-chloropropane 25.000 23.140 92.6 1.59 30 62 - 128
1,2-Dibromoethane 25.000 26.240 105 0.305 30 77-121
Dibromomethane 25.000 22.960 91.8 2.71 30 79 -123
1,2-Dichlorobenzene 25.000 43.400 79.6 * 1.89 30 80-119
1,3-Dichlorobenzene 25.000 22.190 85.8 3.89 30 80-119
1,4-Dichlorobenzene 25.000 28.450 89.4 2.19 30 79-118
Dichlorodifluoromethane 25.000 21.940 87.8 3.45 30 32-152
1,1-Dichloroethane 25.000 25.010 91.0 2.99 30 77-125
1,2-Dichloroethane 25.000 23.680 93.2 2.87 30 73-128
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MATRIX SPIKE / MATRIX SPIKE DUPLICATE RECOVERY
P4-1-MWIB2 170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water
Batch: B[B0714 Laboratory ID: B[B0714-MSD1
Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Source Sample Number: 1702918-10
SPIKE MSD MSD QC LIMITS

ADDED CONCENTRATION % %

COMPOUND (ug/L) (ug/L) REC. # RPD # RPD REC.
1,1-Dichloroethene 25.000 33.470 93.8 222 30 71-131
cis-1,2-Dichloroethene 25.000 470.25 -60.5 * 3.99 30 78 - 123
trans-1,2-Dichloroethene 25.000 64.480 88.1 0.109 30 75-124
1,2-Dichloropropane 25.000 24.370 97.5 4.70 30 78 -122
1,3-Dichloropropane 25.000 24.930 99.7 2.03 30 80-119
2,2-Dichloropropane 25.000 18.570 74.3 4.73 30 60 - 139
1,1-Dichloropropene 25.000 25.440 102 0.510 30 79 -125
cis-1,3-Dichloropropene 25.000 24.580 98.3 1.72 30 75-124
trans-1,3-Dichloropropene 25.000 24.100 96.4 2.09 30 73 -127
Ethylbenzene 25.000 25.080 100 3.14 30 79 - 121
Hexachlorobutadiene 25.000 26.360 105 0.114 30 66 - 134
Isopropylbenzene 25.000 24.080 96.3 1.16 30 72 - 131
p-Isopropyltoluene 25.000 23.520 94.1 4.20 30 77-127
Methylene chloride 25.000 23.220 92.9 2.47 30 74 - 124
Methyl t-butyl ether 25.000 23.880 95.5 2.80 30 71-124
Naphthalene 25.000 28.130 113 2.56 30 61-128
n-Propylbenzene 25.000 22910 91.6 4.86 30 76 - 126
Styrene 25.000 24.790 99.2 1.56 30 78 - 123
1,1,1,2-Tetrachloroethane 25.000 23910 95.6 0.0418 30 78 - 124
1,1,2,2-Tetrachloroethane 25.000 24.370 97.5 0.532 30 71 -121
Tetrachloroethene 25.000 30.890 123 2.62 30 74 - 129
Toluene 25.000 26.490 106 3.03 30 80- 121
1,2,3-Trichlorobenzene 25.000 27.330 109 1.02 30 69 - 129
1,2,4-Trichlorobenzene 25.000 27.340 109 0.146 30 69 - 130
1,1,1-Trichloroethane 25.000 26.090 104 3.24 30 74 - 131
1,1,2-Trichloroethane 25.000 25.890 104 438 30 80-119
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

MATRIX SPIKE / MATRIX SPIKE DUPLICATE RECOVERY

P4-1-MWIB2 170201

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water
Batch: B[B0714 Laboratory ID: B[B0714-MSD1
Preparation: EPA 5030 Water MS Initial/Final: 25ml/25 ml
Source Sample Number: 1702918-10
SPIKE MSD MSD QC LIMITS

ADDED CONCENTRATION % %

COMPOUND (ug/L) (ug/L) REC. # RPD # RPD REC.
Trichloroethene 25.000 379.67 -71.4 * 2.99 30 79-123
Trichlorofluoromethane 25.000 26.560 106 2.38 30 65 - 141
1,2,3-Trichloropropane 25.000 25.770 103 7.78 30 73 -122
1,1,2-Trichloro-1,2,2-trifluoroethane 25.000 25.170 101 0.357 30 70 - 136
1,2,4-Trimethylbenzene 25.000 22.980 91.9 6.28 30 76 - 124
1,3,5-Trimethylbenzene 25.000 22.440 89.8 6.01 30 75-124
Vinyl chloride 25.000 177.19 43.7 * 4.61 30 58 - 137
Total Xylenes 75.000 74.980 100 1.25 30 79 - 121
Acetone 320.00 296.41 92.6 2.64 30 39 - 160
Acetonitrile 160.00 221.71 139 9.97 30 50 - 142
Allyl chloride 32.000 31.540 98.6 0.349 30 68 - 130
t-Amyl Methyl ether 16.000 16.040 100 4.59 30 68 -128
Benzyl chloride 32.000 30.960 96.8 2.58 30 42 -138
t-Butyl alcohol 800.00 885.20 111 4.72 30 68 -129
Carbon disulfide 32.000 32.820 103 0.213 30 64 - 133
Chloroprene 32.000 32.870 103 1.78 30 65 - 135
Diisopropyl ether 16.000 17.340 106 4.45 30 67-128
Ethyl t-butyl ether 16.000 15.790 98.7 0.635 30 70 - 127
2-Hexanone 320.00 323.05 101 5.14 30 57-139
Methyl ethyl ketone 160.00 93.100 58.2 4.40 30 56 - 143
Methyl isobutyl ketone 160.00 153.91 96.2 1.79 30 67 -130
Vinyl acetate 160.00 145.99 91.2 2.17 30 54 - 146

# Column to be used to flag recovery and RPD values with an asterisk

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

LCS RECOVERY
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water

Batch: B[B0714 Laboratory ID: B[B0714-BS1

Preparation: EPA 5030 Water MS Initial/Final: 25ml/25ml

SPIKE LCS LCS QC
ADDED CONCENTRATION % LIMITS
COMPOUND (ug/L) (ug/L) REC. # REC.

Benzene 25.000 25.410 102 79 - 120
Bromobenzene 25.000 25.550 102 80-120
Bromochloromethane 25.000 24.090 96.4 78 - 123
Bromodichloromethane 25.000 24.920 99.7 79 - 125
Bromoform 25.000 22.650 90.6 66 - 130
Bromomethane 25.000 18.960 75.8 53-141
n-Butylbenzene 25.000 26.250 105 75-128
sec-Butylbenzene 25.000 24.820 99.3 77-126
tert-Butylbenzene 25.000 25.410 102 78 - 124
Carbon tetrachloride 25.000 28.820 115 72 - 136
Chlorobenzene 25.000 24.790 99.2 82-118
Chloroethane 25.000 25.510 102 60 - 138
Chloroform 25.000 24.980 99.9 79 - 124
Chloromethane 25.000 26.340 105 50-139
2-Chlorotoluene 25.000 25.930 104 79 -122
4-Chlorotoluene 25.000 24910 99.6 78 - 122
Dibromochloromethane 25.000 24.720 98.9 74 - 126
1,2-Dibromo-3-chloropropane 25.000 23.030 92.1 62 - 128
1,2-Dibromoethane 25.000 23.530 94.1 77 - 121
Dibromomethane 25.000 20.810 83.2 79 -123
1,2-Dichlorobenzene 25.000 22.890 91.6 80-119
1,3-Dichlorobenzene 25.000 22.540 90.2 80-119
1,4-Dichlorobenzene 25.000 24.580 98.3 79 -118
Dichlorodifluoromethane 25.000 25.970 104 32-152
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

LCS RECOVERY
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water

Batch: B[B0714 Laboratory ID: B[B0714-BS1

Preparation: EPA 5030 Water MS Initial/Final: 25ml/25ml

SPIKE LCS LCS QC
ADDED CONCENTRATION % LIMITS
COMPOUND (ug/L) (ug/L) REC. # REC.

1,1-Dichloroethane 25.000 23.480 93.9 77 - 125
1,2-Dichloroethane 25.000 24.530 98.1 73 -128
1,1-Dichloroethene 25.000 26.870 107 71-131
cis-1,2-Dichloroethene 25.000 27.270 109 78 - 123
trans-1,2-Dichloroethene 25.000 25.700 103 75-124
1,2-Dichloropropane 25.000 23.930 95.7 78 -122
1,3-Dichloropropane 25.000 23.110 92.4 80-119
2,2-Dichloropropane 25.000 28.530 114 60 -139
1,1-Dichloropropene 25.000 27.500 110 79 -125
cis-1,3-Dichloropropene 25.000 24.030 96.1 75-124
trans-1,3-Dichloropropene 25.000 24.240 97.0 73-127
Ethylbenzene 25.000 26.060 104 79 - 121
Hexachlorobutadiene 25.000 29.220 117 66 - 134
Isopropylbenzene 25.000 25.390 102 72-131
p-Isopropyltoluene 25.000 25.140 101 77-127
Methylene chloride 25.000 24.030 96.1 74 - 124
Methyl t-butyl ether 25.000 22.690 90.8 71-124
Naphthalene 25.000 24.710 98.8 61-128
n-Propylbenzene 25.000 25.040 100 76 - 126
Styrene 25.000 25.720 103 78 - 123
1,1,1,2-Tetrachloroethane 25.000 24.450 97.8 78 - 124
1,1,2,2-Tetrachloroethane 25.000 23.210 92.8 71-121
Tetrachloroethene 25.000 32.780 131 * 74 -129
Toluene 25.000 25.650 103 80 - 121
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

LCS RECOVERY
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water

Batch: B[B0714 Laboratory ID: B[B0714-BS1

Preparation: EPA 5030 Water MS Initial/Final: 25ml/25ml

SPIKE LCS LCS QC
ADDED CONCENTRATION % LIMITS
COMPOUND (ug/L) (ug/L) REC. # REC.

1,2,3-Trichlorobenzene 25.000 26.300 105 69 - 129
1,2,4-Trichlorobenzene 25.000 26.880 108 69 - 130
1,1,1-Trichloroethane 25.000 27.310 109 74 - 131
1,1,2-Trichloroethane 25.000 23.460 93.8 80-119
Trichloroethene 25.000 29.250 117 79-123
Trichlorofluoromethane 25.000 28.120 112 65 - 141
1,2,3-Trichloropropane 25.000 25.250 101 73-122
1,1,2-Trichloro-1,2,2-trifluoroethane 25.000 26.600 106 70 - 136
1,2,4-Trimethylbenzene 25.000 25.760 103 76 - 124
1,3,5-Trimethylbenzene 25.000 24.290 97.2 75-124
Vinyl chloride 25.000 27.910 112 58 -137
Total Xylenes 75.000 78.740 105 79 - 121
Acetone 320.00 267.25 83.5 39-160
Acetonitrile 160.00 183.91 115 50-142
Allyl chloride 32.000 33.390 104 68 - 130
t-Amyl Methyl ether 16.000 15.120 94.5 68 - 128
Benzyl chloride 32.000 29.180 91.2 42 -138
t-Butyl alcohol 800.00 719.71 90.0 68 - 129
Carbon disulfide 32.000 35.440 111 64 - 133
Chloroprene 32.000 33.700 105 65-135
Diisopropyl ether 16.000 17.030 106 67-128
Ethyl t-butyl ether 16.000 14.890 93.1 70 - 127
2-Hexanone 320.00 262.36 82.0 57-139
Methyl ethyl ketone 160.00 130.76 81.7 56 - 143
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

LCS RECOVERY
EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water
Batch: B[B0714 Laboratory ID: B[B0714-BS1
Preparation: EPA 5030 Water MS Initial/Final: 25ml/25ml
SPIKE LCS LCS QC
ADDED CONCENTRATION % LIMITS
COMPOUND (ug/L) (ug/L) REC. # REC.
Methyl isobutyl ketone 160.00 135.03 84.4 67 - 130
Vinyl acetate 160.00 133.33 83.3 54 - 146

# Column to be used to flag recovery and RPD values with an asterisk

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ANALYSIS BATCH (SEQUENCE) SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702048 Instrument: MS-V5

Matrix: Water Calibration: 1702011
Sample Name Lab Sample ID Lab File ID Analysis Date/Time
MS Tune 1702048-TUN1 26JAN03.D 01/26/17 12:01
Cal Standard 1702048-CALL1 26JAN06.D 01/26/17 16:07
Cal Standard 1702048-CAL2 26JAN07.D 01/26/17 16:30
Cal Standard 1702048-CAL3 26JAN08.D 01/26/17 16:53
Cal Standard 1702048-CALS5 26JAN10.D 01/26/17 17:39
Cal Standard 1702048-CAL6 26JAN11.D 01/26/17 18:02
Cal Standard 1702048-CAL4 26JAN14.D 01/26/17 19:12
MS Tune 1702048-TUN2 07FEB05.D 02/07/17 08:42
Cal Standard 1702048-CAL7 07FEB07.D 02/07/17 09:30
Cal Standard 1702048-CALS8 07FEB08.D 02/07/17 09:53
Cal Standard 1702048-CAL9 07FEB09.D 02/07/17 10:17
Cal Standard 1702048-CALA 07FEB10.D 02/07/17 10:40
Cal Standard 1702048-CALB 07FEBI11.D 02/07/17 11:03
Cal Standard 1702048-CALC 07FEB12.D 02/07/17 11:27
MS Tune 1702048-TUN3 13DECO05.D 12/13/16 09:45
Cal Standard 1702048-CALD 13DEC06.D 12/13/16 10:10
Cal Standard 1702048-CALE 13DECO07.D 12/13/16 10:32
Cal Standard 1702048-CALF 13DEC08.D 12/13/16 10:55
Cal Standard 1702048-CALG 13DEC09.D 12/13/16 11:18
Cal Standard 1702048-CALH 13DEC10.D 12/13/16 11:41
Cal Standard 1702048-CALI 13DEC11.D 12/13/16 12:04
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

ANALYSIS BATCH (SEQUENCE) SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702156 Instrument: MS-V5

Matrix: Water Calibration: 1702011
Sample Name Lab Sample ID Lab File ID Analysis Date/Time
Initial Cal Check 1702156-ICV1 26JAN15.D 01/26/17 19:35
Initial Cal Blank 1702156-1CB1 26JAN17.D 01/26/17 20:23
Initial Cal Check 1702156-1CV2 07FEB15.D 02/07/17 12:46
Initial Cal Blank 1702156-1CB2 07FEB17.D 02/07/17 13:33
MS Tune 1702156-TUN1 08FEBO1.D 02/08/17 05:22
Calibration Check 1702156-CCV1 08FEB02.D 02/08/17 05:47
Calibration Check 1702156-CCV2 08FEB03.D 02/08/17 06:11
Calibration Blank 1702156-CCBI1 08FEB05.D 02/08/17 06:58
Blank B[B0714-BLK1 08FEB16.D 02/08/17 11:25
P4-1-MWIB2 170201 1702918-10 08FEB26.D 02/08/17 15:17
LCS B[B0714-BS1 08FEB27.D 02/08/17 15:40
P4-1-MWIB2_170201 B[B0714-MS1 08FEB28.D 02/08/17 16:03
P4-1-MWIB2_170201 B[B0714-MSD1 08FEB29.D 02/08/17 16:26
MS Tune 1702156-TUN2 08FEB31.D 02/08/17 17:13
Calibration Check 1702156-CCV3 08FEB32.D 02/08/17 17:36
Calibration Check 1702156-CCV4 08FEB33.D 02/08/17 17:59
Calibration Blank 1702156-CCB2 08FEB34.D 02/08/17 18:22
D03-03_170201 1702918-01 08FEB35.D 02/08/17 18:45
DUPI15 170201 1702918-02 08FEB36.D 02/08/17 19:08
DUPI16_170201 1702918-03 08FEB37.D 02/08/17 19:31
MO03-10_170201 1702918-05 08FEB39.D 02/08/17 20:18
MW360-1_170201 1702918-08 08FEB41.D 02/08/17 21:05
MW630-4_ 170201 1702918-09 08FEB42.D 02/08/17 21:28
P-4-1-MWS6_170201 1702918-11 08FEB43.D 02/08/17 21:52
S4-TT-MWO01_170201 1702918-12 08FEB44.D 02/08/17 22:15
372-MW1_170201 1702918-13 08FEB45.D 02/08/17 22:38
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

ANALYSIS BATCH (SEQUENCE) SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702156 Instrument: MS-V5

Matrix: Water Calibration: 1702011
Sample Name Lab Sample ID Lab File ID Analysis Date/Time
EB15_170201 1702918-14 08FEB46.D 02/08/17 23:02
EB16_170201 1702918-15 08FEB47.D 02/08/17 23:25
M03-05_170201 1702918-16 08FEB48.D 02/08/17 23:49
MW-02_170201 1702918-18 08FEB49.D 02/09/17 00:12
MO03-18_170201 1702918-06 08FEB59.D 02/09/17 04:04
MO03-17_170201 1702918-17 08FEB60.D 02/09/17 04:27
MS Tune 1702156-TUN3 09FEBO1.D 02/09/17 04:51
Calibration Check 1702156-CCV5 09FEB02.D 02/09/17 05:14
Calibration Check 1702156-CCV6 09FEB03.D 02/09/17 05:37
Calibration Blank 1702156-CCB3 09FEB04.D 02/09/17 06:12

BC Laboratories, Inc,

Page 93 of 198



BC Laboratories, Inc,    Page 93 of 198


Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ANALYSIS BATCH (SEQUENCE) SUMMARY
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702254 Instrument: MS-V5

Matrix: Water Calibration: 1702011
Sample Name Lab Sample ID Lab File ID Analysis Date/Time
Initial Cal Check 1702254-1CV1 26JAN15.D 01/26/17 19:35
Initial Cal Check 1702254-1CV2 07FEB15.D 02/07/17 12:46
Initial Cal Blank 1702254-1CB2 07FEB17.D 02/07/17 13:33
Calibration Blank 1702254-CCB1 09FEB08.D 02/09/17 07:51
MS Tune 1702254-TUN2 09FEB35.D 02/09/17 18:28
Calibration Check 1702254-CCV3 09FEB36.D 02/09/17 18:51
Calibration Check 1702254-CCV4 09FEB37.D 02/09/17 19:14
Calibration Blank 1702254-CCB2 09FEB38.D 02/09/17 19:37
MO03-06_170201 1702918-04 09FEB40.D 02/09/17 20:23
MO03-19_170201 1702918-07 09FEB41.D 02/09/17 20:47
DUP16_170201 1702918-03REI 09FEB52.D 02/10/17 01:02
MW360-1_170201 1702918-08REI 09FEB53.D 02/10/17 01:25
MW630-4_170201 1702918-09REI 09FEB54.D 02/10/17 01:48
MS Tune 1702254-TUN3 10FEBO1.D 02/10/17 06:04
Calibration Check 1702254-CCV5 10FEB02.D 02/10/17 06:27
Calibration Check 1702254-CCV6 10FEB03.D 02/10/17 06:50
Calibration Blank 1702254-CCB3 10FEB04.D 02/10/17 07:14
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

ANALYSIS BATCH (SEQUENCE) SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702340 Instrument: MS-V5

Matrix: Water Calibration: 1702011
Sample Name Lab Sample ID Lab File ID Analysis Date/Time
Initial Cal Check 1702340-ICV1 26JAN15.D 01/26/17 19:35
Initial Cal Blank 1702340-1CB1 26JAN17.D 01/26/17 20:23
Initial Cal Check 1702340-1CV2 07FEB15.D 02/07/17 12:46
Initial Cal Blank 1702340-1CB2 07FEB17.D 02/07/17 13:33
MS Tune 1702340-TUN1 10FEBO1.D 02/10/17 06:04
Calibration Check 1702340-CCV1 10FEB02.D 02/10/17 06:27
Calibration Check 1702340-CCV2 10FEB03.D 02/10/17 06:50
Calibration Blank 1702340-CCBI1 10FEB04.D 02/10/17 07:14
DUPI16_170201 1702918-03RE2 10FEB08.D 02/10/17 08:47
MW360-1_170201 1702918-08RE2 10FEB09.D 02/10/17 09:10
MW-02_170201 1702918-18RE1 10FEB10.D 02/10/17 09:34
P4-1-MWIB2 170201 1702918-10RE1 10FEB11.D 02/10/17 09:57
MS Tune 1702340-TUN2 10FEB31.D 02/10/17 17:58
Calibration Check 1702340-CCV3 10FEB32.D 02/10/17 18:22
Calibration Check 1702340-CCV4 10FEB33.D 02/10/17 18:45
Calibration Blank 1702340-CCB2 10FEB34.D 02/10/17 19:08
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MASS SPECTROMETER INSTRUMENT PERFORMANCE CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Lab File ID: 26JAN03.D Injection Date: 01/26/17

Instrument ID: MS-V5 Injection Time: 12:01

Sequence: 1702048 Lab Sample ID: 1702048-TUN1

m/z ION ABUNDANCE CRITERIA % RELATIVE ABUNDANCE

Mass 50 15 - 40% of Mass 95 322 PASS
Mass 75 30 - 60% of Mass 95 50.9 PASS
Mass 95 Base peak, 100% relative abundance 100 PASS
Mass 96 5 - 9% of Mass 95 6.86 PASS
Mass 173 Less than 2% of Mass 174 0 PASS
Mass 174 50 - 100% of Mass 95 64.3 PASS
Mass 175 5-9% of Mass 174 7.93 PASS
Mass 176 95 - 101% of Mass 174 98.5 PASS
Mass 177 5-9% of Mass 176 5.13 PASS
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MASS SPECTROMETER INSTRUMENT PERFORMANCE CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Lab File ID: 07FEB05.D Injection Date: 02/07/17

Instrument ID: MS-V5 Injection Time: 08:42

Sequence: 1702048 Lab Sample ID: 1702048-TUN2

m/z ION ABUNDANCE CRITERIA % RELATIVE ABUNDANCE

Mass 50 15 - 40% of Mass 95 25.6 PASS
Mass 75 30 - 60% of Mass 95 46.1 PASS
Mass 95 Base peak, 100% relative abundance 100 PASS
Mass 96 5-9% of Mass 95 6.48 PASS
Mass 173 Less than 2% of Mass 174 0.982 PASS
Mass 174 50 - 100% of Mass 95 89.9 PASS
Mass 175 5-9% of Mass 174 8.56 PASS
Mass 176 95 - 101% of Mass 174 101 PASS
Mass 177 5-9% of Mass 176 5.99 PASS
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MASS SPECTROMETER INSTRUMENT PERFORMANCE CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Lab File ID: 13DEC05.D Injection Date: 12/13/16

Instrument ID: MS-V5 Injection Time: 09:45

Sequence: 1702048 Lab Sample ID: 1702048-TUN3

m/z ION ABUNDANCE CRITERIA % RELATIVE ABUNDANCE

Mass 50 15 - 40% of Mass 95 259 PASS
Mass 75 30 - 60% of Mass 95 54.3 PASS
Mass 95 Base peak, 100% relative abundance 100 PASS
Mass 96 5-9% of Mass 95 6.64 PASS
Mass 173 Less than 2% of Mass 174 1.48 PASS
Mass 174 50 - 100% of Mass 95 75.1 PASS
Mass 175 5-9% of Mass 174 7.62 PASS
Mass 176 95 - 101% of Mass 174 98 PASS
Mass 177 5-9% of Mass 176 6.02 PASS
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MASS SPECTROMETER INSTRUMENT PERFORMANCE CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Lab File ID: 08FEBO1.D Injection Date: 02/08/17

Instrument ID: MS-V5 Injection Time: 05:22

Sequence: 1702156 Lab Sample ID: ~ 1702156-TUN1

m/z ION ABUNDANCE CRITERIA % RELATIVE ABUNDANCE

Mass 50 15 - 40% of Mass 95 25.5 PASS
Mass 75 30 - 60% of Mass 95 49.8 PASS
Mass 95 Base peak, 100% relative abundance 100 PASS
Mass 96 5 - 9% of Mass 95 6.83 PASS
Mass 173 Less than 2% of Mass 174 0 PASS
Mass 174 50 - 100% of Mass 95 98.2 PASS
Mass 175 5-9% of Mass 174 6.62 PASS
Mass 176 95 - 101% of Mass 174 96.8 PASS
Mass 177 5-9% of Mass 176 7.16 PASS
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MASS SPECTROMETER INSTRUMENT PERFORMANCE CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Lab File ID: 08FEB31.D Injection Date: 02/08/17

Instrument ID: MS-V5 Injection Time: 17:13

Sequence: 1702156 Lab Sample ID: 1702156-TUN2

m/z ION ABUNDANCE CRITERIA % RELATIVE ABUNDANCE

Mass 50 15 - 40% of Mass 95 242 PASS
Mass 75 30 - 60% of Mass 95 443 PASS
Mass 95 Base peak, 100% relative abundance 100 PASS
Mass 96 5-9% of Mass 95 5.99 PASS
Mass 173 Less than 2% of Mass 174 0 PASS
Mass 174 50 - 100% of Mass 95 72.8 PASS
Mass 175 5-9% of Mass 174 8.27 PASS
Mass 176 95 - 101% of Mass 174 101 PASS
Mass 177 5-9% of Mass 176 6.61 PASS
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MASS SPECTROMETER INSTRUMENT PERFORMANCE CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Lab File ID: 09FEBO1.D Injection Date: 02/09/17

Instrument ID: MS-V5 Injection Time: 04:51

Sequence: 1702156 Lab Sample ID: 1702156-TUN3

m/z ION ABUNDANCE CRITERIA % RELATIVE ABUNDANCE

Mass 50 15 - 40% of Mass 95 30 PASS
Mass 75 30 - 60% of Mass 95 43.6 PASS
Mass 95 Base peak, 100% relative abundance 100 PASS
Mass 96 5-9% of Mass 95 7.99 PASS
Mass 173 Less than 2% of Mass 174 1.03 PASS
Mass 174 50 - 100% of Mass 95 94.6 PASS
Mass 175 5-9% of Mass 174 5.62 PASS
Mass 176 95 - 101% of Mass 174 100 PASS
Mass 177 5-9% of Mass 176 8.81 PASS
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MASS SPECTROMETER INSTRUMENT PERFORMANCE CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Lab File ID: 09FEB35.D Injection Date: 02/09/17

Instrument ID: MS-V5 Injection Time: 18:28

Sequence: 1702254 Lab Sample ID: 1702254-TUN2

m/z ION ABUNDANCE CRITERIA % RELATIVE ABUNDANCE

Mass 50 15 - 40% of Mass 95 249 PASS
Mass 75 30 - 60% of Mass 95 47.5 PASS
Mass 95 Base peak, 100% relative abundance 100 PASS
Mass 96 5 - 9% of Mass 95 6.46 PASS
Mass 173 Less than 2% of Mass 174 0.861 PASS
Mass 174 50 - 100% of Mass 95 78.5 PASS
Mass 175 5-9% of Mass 174 5.85 PASS
Mass 176 95 - 101% of Mass 174 97.1 PASS
Mass 177 5-9% of Mass 176 8.24 PASS
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MASS SPECTROMETER INSTRUMENT PERFORMANCE CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Lab File ID: 10FEBO1.D Injection Date: 02/10/17

Instrument ID: MS-V5 Injection Time: 06:04

Sequence: 1702254 Lab Sample ID: 1702254-TUN3

m/z ION ABUNDANCE CRITERIA % RELATIVE ABUNDANCE

Mass 50 15 - 40% of Mass 95 22.8 PASS
Mass 75 30 - 60% of Mass 95 472 PASS
Mass 95 Base peak, 100% relative abundance 100 PASS
Mass 96 5-9% of Mass 95 5.03 PASS
Mass 173 Less than 2% of Mass 174 0 PASS
Mass 174 50 - 100% of Mass 95 99.5 PASS
Mass 175 5-9% of Mass 174 8.63 PASS
Mass 176 95 - 101% of Mass 174 99 PASS
Mass 177 5-9% of Mass 176 6.11 PASS
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MASS SPECTROMETER INSTRUMENT PERFORMANCE CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Lab File ID: 10FEBO1.D Injection Date: 02/10/17

Instrument ID: MS-V5 Injection Time: 06:04

Sequence: 1702340 Lab Sample ID: 1702340-TUN1

m/z ION ABUNDANCE CRITERIA % RELATIVE ABUNDANCE

Mass 50 15 - 40% of Mass 95 22.8 PASS
Mass 75 30 - 60% of Mass 95 472 PASS
Mass 95 Base peak, 100% relative abundance 100 PASS
Mass 96 5 - 9% of Mass 95 5.03 PASS
Mass 173 Less than 2% of Mass 174 0 PASS
Mass 174 50 - 100% of Mass 95 99.5 PASS
Mass 175 5-9% of Mass 174 8.63 PASS
Mass 176 95 - 101% of Mass 174 99 PASS
Mass 177 5-9% of Mass 176 6.11 PASS
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MASS SPECTROMETER INSTRUMENT PERFORMANCE CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Lab File ID: 10FEB31.D Injection Date: 02/10/17

Instrument ID: MS-V5 Injection Time: 17:58

Sequence: 1702340 Lab Sample ID: 1702340-TUN2

m/z ION ABUNDANCE CRITERIA % RELATIVE ABUNDANCE

Mass 50 15 - 40% of Mass 95 243 PASS
Mass 75 30 - 60% of Mass 95 39.9 PASS
Mass 95 Base peak, 100% relative abundance 100 PASS
Mass 96 5-9% of Mass 95 6.17 PASS
Mass 173 Less than 2% of Mass 174 1.89 PASS
Mass 174 50 - 100% of Mass 95 78.1 PASS
Mass 175 5-9% of Mass 174 8.75 PASS
Mass 176 95 - 101% of Mass 174 96.7 PASS
Mass 177 5-9% of Mass 176 6.05 PASS
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 26JAN15.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 01/26/17

Lab Sample ID: 1702156-1CV1 Injection Time: 19:35

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Benzene A 25.000 24.520 1.889545 1.853263 -1.9 20
Bromobenzene A 25.000 26.750 1.179324 1.261962 7.0 20
Bromochloromethane A 25.000 27.870 0.1547174 0.1724858 11.5 20
Bromodichloromethane A 25.000 26.320 0.3292103 0.3466539 53 20
Bromoform A 25.000 29.540 0.3506939 | 0.4143899 0.1 18.2 20
Bromomethane A 25.000 25.400 0.3180084 0.323081 1.6 20
n-Butylbenzene A 25.000 24.450 3.493597 3.416282 -2.2 20
sec-Butylbenzene A 25.000 22.320 5.379312 4.803427 -10.7 20
tert-Butylbenzene A 25.000 24.540 3.852201 3.780801 -1.9 20
Carbon tetrachloride A 25.000 24.550 0.4688551 0.4604308 -1.8 20
Chlorobenzene A 25.000 25.550 2.978027 3.04388 0.3 22 20
Chloroethane A 25.000 25.010 0.3902835 0.3904325 0.04 20
Chloroform A 25.000 25.080 0.7548469 | 0.7572197 0.3 20
Chloromethane L 25.000 21.450 0.6989857 | 0.5449247 0.1 -14.2 20
2-Chlorotoluene A 25.000 25.230 3.666018 3.699401 0.9 20
4-Chlorotoluene A 25.000 25.250 3.285453 3.318671 1.0 20
Dibromochloromethane A 25.000 28.210 0.1708407 0.1927603 12.8 20
1,2-Dibromo-3-chloropropane L 25.000 26.780 0.0666406 0.0808198 7.1 20
1,2-Dibromoethane A 25.000 28.160 0.1390115 0.1565905 12.6 20
Dibromomethane A 25.000 25.600 0.1132441 0.1159592 24 20
1,2-Dichlorobenzene A 25.000 25.120 1.693334 1.701651 0.5 20
1,3-Dichlorobenzene A 25.000 23.440 2.068389 1.939285 -6.2 20
1,4-Dichlorobenzene A 25.000 25.950 1.916207 1.989058 3.8 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 26JAN15.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 01/26/17

Lab Sample ID: 1702156-1CV1 Injection Time: 19:35

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Dichlorodifluoromethane A 25.000 23.190 0.4765408 0.4420548 =72 20
1,1-Dichloroethane A 25.000 25.000 1.030991 1.031141 0.1 0.01 20
1,2-Dichloroethane A 25.000 26.060 0.438219 0.4568204 42 20
1,1-Dichloroethene A 25.000 24.850 0.7766588 0.7719666 -0.6 20
cis-1,2-Dichloroethene A 25.000 25.440 0.46668 0.474977 1.8 20
trans-1,2-Dichloroethene A 25.000 23910 0.4502706 | 0.4305847 -4.4 20
1,2-Dichloropropane A 25.000 25.240 0.3723232 0.3758662 1.0 20
1,3-Dichloropropane A 25.000 27.900 0.2667047 | 0.2976682 11.6 20
2,2-Dichloropropane A 25.000 23.050 0.6461859 0.595668 7.8 20
1,1-Dichloropropene A 25.000 24.340 0.61317 0.5969539 -2.6 20
cis-1,3-Dichloropropene A 25.000 25.890 0.436368 0.4519754 3.6 20
trans-1,3-Dichloropropene A 25.000 27.510 0.3001727 0.3303126 10.0 20
Ethylbenzene A 25.000 24.810 1.699115 1.686003 -0.8 20
Hexachlorobutadiene A 25.000 22.520 0.8012975 0.7218586 -9.9 20
Isopropylbenzene A 25.000 23.670 5.188549 4.913541 -5.3 20
p-Isopropyltoluene A 25.000 22.960 4.064913 3.733001 -8.2 20
Methylene chloride L 25.000 27.090 0.601454 0.4144394 8.4 20
Methyl t-butyl ether A 25.000 29.040 0.6285989 | 0.7300879 16.1 20
Naphthalene A 25.000 28.850 1.162765 1.341925 15.4 20
n-Propylbenzene A 25.000 23.210 5.959786 5.533521 =72 20
Styrene A 25.000 26.030 2.90027 3.020175 4.1 20
1,1,1,2-Tetrachloroethane A 25.000 25.800 0.9261768 0.9556971 32 20
1,1,2,2-Tetrachloroethane A 25.000 28.950 0.555952 0.6436956 0.3 15.8 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 26JAN15.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 01/26/17

Lab Sample ID: 1702156-1CV1 Injection Time: 19:35

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Tetrachloroethene A 25.000 23.430 0.3412463 0.3197576 -6.3 20
Toluene A 25.000 24.190 0.7797766 | 0.7546079 -3.2 20
1,2,3-Trichlorobenzene A 25.000 26.710 1.02527 1.095334 6.8 20
1,2,4-Trichlorobenzene A 25.000 26.280 1.194842 1.256226 5.1 20
1,1,1-Trichloroethane A 25.000 24.320 0.6397625 | 0.6223499 -2.7 20
1,1,2-Trichloroethane A 25.000 28.140 0.1533095 | 0.1725615 12.6 20
Trichloroethene A 25.000 25.380 0.3255704 | 0.3305227 1.5 20
Trichlorofluoromethane A 25.000 23.360 0.5867905 0.5482351 -6.6 20
1,2,3-Trichloropropane L 25.000 29.760 0.105337 0.1291837 19.0 20
1,1,2-Trichloro-1,2,2-trifluoroethane A 25.000 22.390 0.4183029 | 0.3745928 -10.4 20
1,2,4-Trimethylbenzene A 25.000 24.970 3.597754 3.593467 -0.1 20
1,3,5-Trimethylbenzene A 25.000 23.180 3.970515 3.680896 -7.3 20
Vinyl chloride A 25.000 20.170 0.5958562 | 0.4807637 -19.3 20
Total Xylenes A 75.000 74.270 1.988127 1.96886 -1.0 20
Hexachloroethane A 25.000 25.960 0.7041294 | 0.7312332 3.8 20
p- & m-Xylenes A 50.000 49.530 2.011739 1.992895 -0.9 20
0-Xylene A 25.000 24.740 1.940902 1.920791 -1.0 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 07FEB15.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 02/07/17

Lab Sample ID: 1702156-1CV2 Injection Time: 12:46

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Acetone A 320.00 315.03 0.044841 4.414517E-02 -1.6 20
Acetonitrile L 160.00 201.66 1.965066E-02 | 2.067974E-02 26.0 20 *
Acrylonitrile A 80.000 81.340 6.371868E-02 | 6.478198E-02 1.7 20
Allyl chloride A 32.000 31.180 1.114402 1.08574 -2.6 20
t-Amyl Methyl ether A 16.000 15.090 0.7281162 | 0.6866905 -5.7 20
Benzyl chloride A 32.000 31.760 0.8656921 0.8592213 -0.7 20
t-Butyl alcohol A 800.00 811.29 1.280474E-02 | 1.298544E-02 1.4 20
Carbon disulfide A 32.000 32.220 1.344744 1.354047 0.7 20
Chloroprene A 32.000 31.360 1.000946 0.9807911 -2.0 20
trans-1,4-Dichloro-2-butene A 80.000 76.690 0.1551532 | 0.1487324 -4.1 20
Diethyl ether A 25.000 24.130 0.2602638 | 0.2512119 -3.5 20
Diisopropyl ether A 16.000 15.550 0.3174881 0.3085884 -2.8 20
Ethyl methacrylate A 80.000 77.570 0.1775957 | 0.1721904 -3.0 20
Ethyl t-butyl ether A 16.000 15.050 1.311089 1.233435 -5.9 20
2-Hexanone Q 320.00 312.86 0.0923643 | 8.615645E-02 2.2 20
Methacrylonitrile A 160.00 158.40 6.173201E-02 | 6.111602E-02 -1.0 20
Methyl ethyl ketone A 160.00 154.88 0.0879739 | 0.0851614 32 20
Methyl iodide A 32.000 32.140 0.5848188 | 0.5874023 0.4 20
Methyl isobutyl ketone A 160.00 147.91 0.1389299 0.12843 -7.6 20
Methyl methacrylate A 80.000 76.700 8.339718E-02 | 7.995216E-02 -4.1 20
Pentachloroethane A 16.000 15.870 0.5366092 | 0.5321011 -0.8 20
Propionitrile A 400.00 409.66 2.300947E-02 | 2.356491E-02 2.4 20
Tetrahydrofuran A 320.00 306.99 5.139228E-02 | 4.930284E-02 -4.1 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:25:23PM
Project: Alameda
Project Number: 5023146096
Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Instrument ID: MS-V5 Calibration: 1702011
Lab File ID: 07FEB15.D Calibration Date: ~ 01/26/17 17:00
Sequence: 1702156 Injection Date: 02/07/17
Lab Sample ID: 1702156-1CV2 Injection Time: 12:46
Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)
COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Vinyl acetate A 160.00 147.71 0.6344058 0.5856918 -7.7 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk
* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.
(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 08FEB02.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 02/08/17

Lab Sample ID: 1702156-CCV1 Injection Time: 05:47

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Benzene A 25.000 26.170 1.889545 1.977895 4.7 20
Bromobenzene A 25.000 25.980 1.179324 1.225374 3.9 20
Bromochloromethane A 25.000 28.430 0.1547174 0.1759729 13.7 20
Bromodichloromethane A 25.000 27.040 0.3292103 0.3560816 8.2 20
Bromoform A 25.000 26.190 0.3506939 | 0.3673789 0.1 4.8 20
Bromomethane A 25.000 17.380 0.3180084 | 0.2210915 -30.5 20 ¥
n-Butylbenzene A 25.000 25.520 3.493597 3.566178 2.1 20
sec-Butylbenzene A 25.000 23.620 5.379312 5.082763 -5.5 20
tert-Butylbenzene A 25.000 25.920 3.852201 3.993717 3.7 20
Carbon tetrachloride A 25.000 28.110 0.4688551 0.5271228 12.4 20
Chlorobenzene A 25.000 24.750 2.978027 2.947924 0.3 -1.0 20
Chloroethane A 25.000 26.730 0.3902835 | 0.4172427 6.9 20
Chloroform A 25.000 27.270 0.7548469 | 0.8234639 9.1 20
Chloromethane L 25.000 29.500 0.6989857 | 0.7423963 0.1 18.0 20
2-Chlorotoluene A 25.000 22.990 3.666018 3.370803 -8.1 20
4-Chlorotoluene A 25.000 25.020 3.285453 3.288064 0.08 20
Dibromochloromethane A 25.000 27.390 0.1708407 0.1871549 9.5 20
1,2-Dibromo-3-chloropropane L 25.000 25.640 0.0666406 | 7.739216E-02 2.6 20
1,2-Dibromoethane A 25.000 27.770 0.1390115 | 0.1544111 11.1 20
Dibromomethane A 25.000 25.490 0.1132441 0.1154718 2.0 20
1,2-Dichlorobenzene A 25.000 24.490 1.693334 1.659104 -2.0 20
1,3-Dichlorobenzene A 25.000 22.220 2.068389 1.838708 -11.1 20
1,4-Dichlorobenzene A 25.000 24.690 1.916207 1.892123 -1.3 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 08FEB02.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 02/08/17

Lab Sample ID: 1702156-CCV1 Injection Time: 05:47

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Dichlorodifluoromethane A 25.000 26.840 0.4765408 0.5116786 7.4 20
1,1-Dichloroethane A 25.000 26.230 1.030991 1.081569 0.1 4.9 20
1,2-Dichloroethane A 25.000 28.180 0.438219 0.4940306 12.7 20
1,1-Dichloroethene A 25.000 26.650 0.7766588 0.8279463 6.6 20
cis-1,2-Dichloroethene A 25.000 27.020 0.46668 0.5043139 8.1 20
trans-1,2-Dichloroethene A 25.000 25.950 0.4502706 0.4673558 3.8 20
1,2-Dichloropropane A 25.000 24.800 0.3723232 0.3692835 -0.8 20
1,3-Dichloropropane A 25.000 26.450 0.2667047 | 0.2822134 5.8 20
2,2-Dichloropropane A 25.000 29.220 0.6461859 | 0.7553785 16.9 20
1,1-Dichloropropene A 25.000 27.580 0.61317 0.6765638 10.3 20
cis-1,3-Dichloropropene A 25.000 25.530 0.436368 0.4456228 2.1 20
trans-1,3-Dichloropropene A 25.000 25.850 0.3001727 0.3103747 34 20
Ethylbenzene A 25.000 25.500 1.699115 1.733135 2.0 20
Hexachlorobutadiene A 25.000 26.430 0.8012975 0.8470116 5.7 20
Isopropylbenzene A 25.000 24.900 5.188549 5.166842 -0.4 20
p-Isopropyltoluene A 25.000 23.390 4.064913 3.803447 -6.4 20
Methylene chloride L 25.000 27.090 0.601454 0.4144756 8.4 20
Methyl t-butyl ether A 25.000 28.650 0.6285989 0.720428 14.6 20
Naphthalene A 25.000 29.610 1.162765 1.37715 18.4 20
n-Propylbenzene A 25.000 23.580 5.959786 5.62009 -5.7 20
Styrene A 25.000 26.190 2.90027 3.038101 4.8 20
1,1,1,2-Tetrachloroethane A 25.000 25.970 0.9261768 0.9620258 3.9 20
1,1,2,2-Tetrachloroethane A 25.000 26.270 0.555952 0.5842813 0.3 5.1 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 08FEB02.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 02/08/17

Lab Sample ID: 1702156-CCV1 Injection Time: 05:47

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Tetrachloroethene A 25.000 27.780 0.3412463 0.3792314 11.1 20
Toluene A 25.000 26.310 0.7797766 | 0.8207332 53 20
1,2,3-Trichlorobenzene A 25.000 30.390 1.02527 1.246388 21.6 20 ¥
1,2,4-Trichlorobenzene A 25.000 29.180 1.194842 1.394566 16.7 20
1,1,1-Trichloroethane A 25.000 27.960 0.6397625 | 0.7154229 11.8 20
1,1,2-Trichloroethane A 25.000 27.120 0.1533095 | 0.1662993 8.5 20
Trichloroethene A 25.000 27.150 0.3255704 | 0.3536296 8.6 20
Trichlorofluoromethane A 25.000 28.950 0.5867905 0.679491 15.8 20
1,2,3-Trichloropropane L 25.000 26.940 0.105337 0.1176647 7.8 20
1,1,2-Trichloro-1,2,2-trifluoroethane A 25.000 26.660 0.4183029 | 0.4461576 6.7 20
1,2,4-Trimethylbenzene A 25.000 25.230 3.597754 3.631125 0.9 20
1,3,5-Trimethylbenzene A 25.000 23.120 3.970515 3.672645 -7.5 20
Vinyl chloride A 25.000 27.190 0.5958562 0.648114 8.8 20
Total Xylenes A 75.000 76.280 1.988127 2.022082 1.7 20
Hexachloroethane A 25.000 22910 0.7041294 | 0.6452215 -8.4 20
p- & m-Xylenes A 50.000 50.880 2.011739 2.047162 1.8 20
0-Xylene A 25.000 25.400 1.940902 1.971924 1.6 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 08FEB03.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 02/08/17

Lab Sample ID: 1702156-CCV2 Injection Time: 06:11

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Acetone A 320.00 351.51 0.044841 4.925633E-02 9.8 20
Acetonitrile L 160.00 224.77 1.965066E-02 | 2.287569E-02 40.5 20 *
Acrylonitrile A 80.000 86.240 6.371868E-02 | 6.868542E-02 7.8 20
Allyl chloride A 32.000 31.970 1.114402 1.113408 -0.09 20
t-Amyl Methyl ether A 16.000 15.870 0.7281162 | 0.7221184 -0.8 20
Benzyl chloride A 32.000 34.770 0.8656921 0.9407231 8.7 20
t-Butyl alcohol A 800.00 915.14 1.280474E-02 | 1.464765E-02 14.4 20
Carbon disulfide A 32.000 31.490 1.344744 1.323477 -1.6 20
Chloroprene A 32.000 32.630 1.000946 1.020514 2.0 20
trans-1,4-Dichloro-2-butene A 80.000 77.300 0.1551532 0.149913 -34 20
Diethyl ether A 25.000 26.370 0.2602638 | 0.2745156 5.5 20
Diisopropyl ether A 16.000 16.840 0.3174881 0.3341267 5.2 20
Ethyl methacrylate A 80.000 79.530 0.1775957 | 0.1765481 -0.6 20
Ethyl t-butyl ether A 16.000 16.060 1.311089 1.315968 0.4 20
2-Hexanone Q 320.00 334.85 0.0923643 | 9.116137E-02 4.6 20
Methacrylonitrile A 160.00 163.55 6.173201E-02 | 6.310123E-02 2.2 20
Methyl ethyl ketone A 160.00 170.94 0.0879739 | 9.398735E-02 6.8 20
Methyl iodide A 32.000 13.310 0.5848188 | 0.2431894 -58.4 20 *
Methyl isobutyl ketone A 160.00 158.55 0.1389299 | 0.1376671 -0.9 20
Methyl methacrylate A 80.000 79.980 8.339718E-02 | 8.337669E-02 -0.02 20
Pentachloroethane A 16.000 18.060 0.5366092 | 0.6055388 12.8 20
Propionitrile A 400.00 433.47 2.300947E-02 | 2.493457E-02 8.4 20
Tetrahydrofuran A 320.00 320.07 5.139228E-02 | 5.140293E-02 0.02 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:25:23PM
Project: Alameda
Project Number: 5023146096
Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Instrument ID: MS-V5 Calibration: 1702011
Lab File ID: 08FEB03.D Calibration Date: ~ 01/26/17 17:00
Sequence: 1702156 Injection Date: 02/08/17
Lab Sample ID: 1702156-CCV2 Injection Time: 06:11
Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)
COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Vinyl acetate A 160.00 158.75 0.6344058 0.6294348 -0.8 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk
* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.
(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q

BC Laboratories, Inc, Page 115 of 198


BC Laboratories, Inc,    Page 115 of 198


Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 08FEB32.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 02/08/17

Lab Sample ID: 1702156-CCV3 Injection Time: 17:36

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Benzene A 25.000 24.440 1.889545 1.84713 -2.2 20
Bromobenzene A 25.000 24.270 1.179324 1.144769 -2.9 20
Bromochloromethane A 25.000 26.810 0.1547174 0.1659388 7.3 20
Bromodichloromethane A 25.000 25.090 0.3292103 0.3303975 0.4 20
Bromoform A 25.000 22.600 0.3506939 | 0.3170247 0.1 -9.6 20
Bromomethane A 25.000 13.420 0.3180084 | 0.1707542 -46.3 20 ¥
n-Butylbenzene A 25.000 23.920 3.493597 3.342363 -4.3 20
sec-Butylbenzene A 25.000 22.600 5.379312 4.862085 -9.6 20
tert-Butylbenzene A 25.000 22.230 3.852201 3.424796 -11.1 20
Carbon tetrachloride A 25.000 25.600 0.4688551 0.4801255 24 20
Chlorobenzene A 25.000 23.860 2.978027 2.842179 0.3 -4.6 20
Chloroethane A 25.000 25.310 0.3902835 | 0.3951485 1.2 20
Chloroform A 25.000 24.750 0.7548469 | 0.7472747 -1.0 20
Chloromethane L 25.000 25.460 0.6989857 0.643157 0.1 1.8 20
2-Chlorotoluene A 25.000 21.110 3.666018 3.094864 -15.6 20
4-Chlorotoluene A 25.000 22910 3.285453 3.010759 -8.4 20
Dibromochloromethane A 25.000 26.030 0.1708407 0.1778654 4.1 20
1,2-Dibromo-3-chloropropane L 25.000 23.020 0.0666406 | 6.953676E-02 -7.9 20
1,2-Dibromoethane A 25.000 25.180 0.1390115 | 0.1400308 0.7 20
Dibromomethane A 25.000 23.860 0.1132441 0.1080611 -4.6 20
1,2-Dichlorobenzene A 25.000 22.260 1.693334 1.507844 -11.0 20
1,3-Dichlorobenzene A 25.000 21.130 2.068389 1.747896 -15.5 20
1,4-Dichlorobenzene A 25.000 23.090 1.916207 1.769621 -7.6 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 08FEB32.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 02/08/17

Lab Sample ID: 1702156-CCV3 Injection Time: 17:36

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Dichlorodifluoromethane A 25.000 24.180 0.4765408 | 0.4609064 -33 20
1,1-Dichloroethane A 25.000 24.050 1.030991 0.9917687 0.1 -3.8 20
1,2-Dichloroethane A 25.000 24.750 0.438219 0.4339063 -1.0 20
1,1-Dichloroethene A 25.000 25.710 0.7766588 0.798673 2.8 20
cis-1,2-Dichloroethene A 25.000 25.240 0.46668 0.4711643 1.0 20
trans-1,2-Dichloroethene A 25.000 24.660 0.4502706 | 0.4441965 -1.3 20
1,2-Dichloropropane A 25.000 23.740 0.3723232 | 0.3535067 -5.1 20
1,3-Dichloropropane A 25.000 24.850 0.2667047 | 0.2651573 -0.6 20
2,2-Dichloropropane A 25.000 25.040 0.6461859 | 0.6472968 0.2 20
1,1-Dichloropropene A 25.000 25.060 0.61317 0.614639 0.2 20
cis-1,3-Dichloropropene A 25.000 23.610 0.436368 0.4121106 -5.6 20
trans-1,3-Dichloropropene A 25.000 24.690 0.3001727 0.2965086 -1.2 20
Ethylbenzene A 25.000 24.050 1.699115 1.634307 -3.8 20
Hexachlorobutadiene A 25.000 25.770 0.8012975 | 0.8260266 3.1 20
Isopropylbenzene A 25.000 23.470 5.188549 4.871825 -6.1 20
p-Isopropyltoluene A 25.000 22.650 4.064913 3.682724 -9.4 20
Methylene chloride L 25.000 26.440 0.601454 0.405324 5.8 20
Methyl t-butyl ether A 25.000 26.180 0.6285989 | 0.6583851 4.7 20
Naphthalene A 25.000 26.800 1.162765 1.246537 7.2 20
n-Propylbenzene A 25.000 22.050 5.959786 5.255908 -11.8 20
Styrene A 25.000 24.700 2.90027 2.865598 -1.2 20
1,1,1,2-Tetrachloroethane A 25.000 23.560 0.9261768 | 0.8727537 -5.8 20
1,1,2,2-Tetrachloroethane A 25.000 23.310 0.555952 0.5183954 0.3 -6.8 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 08FEB32.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 02/08/17

Lab Sample ID: 1702156-CCV3 Injection Time: 17:36

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Tetrachloroethene A 25.000 28.180 0.3412463 0.3846134 12.7 20
Toluene A 25.000 25.070 0.7797766 | 0.7819629 0.3 20
1,2,3-Trichlorobenzene A 25.000 27.860 1.02527 1.142509 11.4 20
1,2,4-Trichlorobenzene A 25.000 26.360 1.194842 1.25964 5.4 20
1,1,1-Trichloroethane A 25.000 26.300 0.6397625 | 0.6729738 52 20
1,1,2-Trichloroethane A 25.000 25.290 0.1533095 | 0.1551068 1.2 20
Trichloroethene A 25.000 26.710 0.3255704 | 0.3478765 6.9 20
Trichlorofluoromethane A 25.000 25.800 0.5867905 0.6054788 32 20
1,2,3-Trichloropropane L 25.000 27.360 0.105337 0.1193801 9.4 20
1,1,2-Trichloro-1,2,2-trifluoroethane A 25.000 25.630 0.4183029 | 0.4287975 2.5 20
1,2,4-Trimethylbenzene A 25.000 23.770 3.597754 3.420963 -4.9 20
1,3,5-Trimethylbenzene A 25.000 22.050 3.970515 3.501701 -11.8 20
Vinyl chloride A 25.000 26.850 0.5958562 | 0.6400084 7.4 20
Total Xylenes A 75.000 71.830 1.988127 1.90406 -4.2 20
Hexachloroethane A 25.000 17.750 0.7041294 | 0.4999608 -29.0 20 ¥
p- & m-Xylenes A 50.000 47.990 2.011739 1.930835 -4.0 20
0-Xylene A 25.000 23.840 1.940902 1.850509 -4.7 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 08FEB33.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 02/08/17

Lab Sample ID: 1702156-CCV4 Injection Time: 17:59

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Acetone A 320.00 357.87 0.044841 5.014776E-02 11.8 20
Acetonitrile L 160.00 237.06 1.965066E-02 | 2.404354E-02 48.2 20 *
Acrylonitrile A 80.000 89.050 6.371868E-02 | 7.092464E-02 11.3 20
Allyl chloride A 32.000 30.690 1.114402 1.06869 -4.1 20
t-Amyl Methyl ether A 16.000 17.090 0.7281162 0.7778579 6.8 20
Benzyl chloride A 32.000 30.450 0.8656921 0.8237278 -4.8 20
t-Butyl alcohol A 800.00 876.68 1.280474E-02 | 1.403211E-02 9.6 20
Carbon disulfide A 32.000 34.130 1.344744 1.434264 6.7 20
Chloroprene A 32.000 32.540 1.000946 1.017829 1.7 20
trans-1,4-Dichloro-2-butene A 80.000 54.440 0.1551532 0.1055863 -31.9 20 *
Diethyl ether A 25.000 28.010 0.2602638 0.2916469 12.1 20
Diisopropyl ether A 16.000 17.220 0.3174881 0.3417013 7.6 20
Ethyl methacrylate A 80.000 80.020 0.1775957 0.1776493 0.03 20
Ethyl t-butyl ether A 16.000 16.480 1.311089 1.3508 3.0 20
2-Hexanone Q 320.00 323.99 0.0923643 8.870374E-02 1.2 20
Methacrylonitrile A 160.00 174.06 6.173201E-02 | 6.715547E-02 8.8 20
Methyl ethyl ketone A 160.00 168.85 0.0879739 | 9.283844E-02 5.5 20
Methyl iodide A 32.000 9.2700 0.5848188 0.1693405 -71.0 20 *
Methyl isobutyl ketone A 160.00 161.69 0.1389299 0.1403974 1.1 20
Methyl methacrylate A 80.000 80.780 8.339718E-02 | (.0842133 1.0 20
Pentachloroethane A 16.000 5.6500 0.5366092 0.1893583 -64.7 20 *
Propionitrile A 400.00 460.14 2.300947E-02 | 2.646895E-02 15.0 20
Tetrahydrofuran A 320.00 351.62 5.139228E-02 | 5.647057E-02 9.9 20

BC Laboratories, Inc, Page 119 of 198


BC Laboratories, Inc,    Page 119 of 198


Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Instrument ID: MS-V5 Calibration: 1702011
Lab File ID: 08FEB33.D Calibration Date: ~ 01/26/17 17:00
Sequence: 1702156 Injection Date: 02/08/17
Lab Sample ID: 1702156-CCV4 Injection Time: 17:59
Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)
COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Vinyl acetate A 160.00 134.80 0.6344058 0.5345057 -15.7 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 09FEB02.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 02/09/17

Lab Sample ID: 1702156-CCV5 Injection Time: 05:14

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Benzene A 25.000 25.420 1.889545 1.921225 1.7 20
Bromobenzene A 25.000 26.230 1.179324 1.237465 4.9 20
Bromochloromethane A 25.000 25.920 0.1547174 0.1604067 3.7 20
Bromodichloromethane A 25.000 25.910 0.3292103 0.3411718 3.6 20
Bromoform A 25.000 21.600 0.3506939 | 0.3029556 0.1 -13.6 20
Bromomethane A 25.000 12.310 0.3180084 | 0.1566069 -50.8 20 ¥
n-Butylbenzene A 25.000 27.130 3.493597 3.79133 8.5 20
sec-Butylbenzene A 25.000 24.790 5.379312 5.333477 -0.9 20
tert-Butylbenzene A 25.000 24.950 3.852201 3.844924 -0.2 20
Carbon tetrachloride A 25.000 27.580 0.4688551 0.5173009 10.3 20
Chlorobenzene A 25.000 25.450 2.978027 3.031768 0.3 1.8 20
Chloroethane A 25.000 25.380 0.3902835 | 0.3961557 1.5 20
Chloroform A 25.000 25.550 0.7548469 | 0.7716014 22 20
Chloromethane L 25.000 27.600 0.6989857 | 0.6956548 0.1 10.4 20
2-Chlorotoluene A 25.000 25.770 3.666018 3.779452 3.1 20
4-Chlorotoluene A 25.000 25.590 3.285453 3.362646 2.3 20
Dibromochloromethane A 25.000 25.910 0.1708407 0.1770835 3.7 20
1,2-Dibromo-3-chloropropane L 25.000 23.940 0.0666406 | 7.229323E-02 -4.2 20
1,2-Dibromoethane A 25.000 26.390 0.1390115 | 0.1467655 5.6 20
Dibromomethane A 25.000 24.180 0.1132441 0.1095429 -33 20
1,2-Dichlorobenzene A 25.000 24.470 1.693334 1.657318 -2.1 20
1,3-Dichlorobenzene A 25.000 23.690 2.068389 1.960206 -5.2 20
1,4-Dichlorobenzene A 25.000 25.350 1.916207 1.942712 1.4 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 09FEB02.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 02/09/17

Lab Sample ID: 1702156-CCV5 Injection Time: 05:14

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Dichlorodifluoromethane A 25.000 27.080 0.4765408 0.5160987 83 20
1,1-Dichloroethane A 25.000 25.010 1.030991 1.031336 0.1 0.03 20
1,2-Dichloroethane A 25.000 25.000 0.438219 0.4382373 0.004 20
1,1-Dichloroethene A 25.000 26.920 0.7766588 0.8362908 7.7 20
cis-1,2-Dichloroethene A 25.000 25.650 0.46668 0.4787816 2.6 20
trans-1,2-Dichloroethene A 25.000 25.820 0.4502706 0.4650477 33 20
1,2-Dichloropropane A 25.000 23.990 0.3723232 0.3572301 -4.1 20
1,3-Dichloropropane A 25.000 25.130 0.2667047 | 0.2681412 0.5 20
2,2-Dichloropropane A 25.000 29.110 0.6461859 | 0.7523905 16.4 20
1,1-Dichloropropene A 25.000 26.670 0.61317 0.6540863 6.7 20
cis-1,3-Dichloropropene A 25.000 24.710 0.436368 0.4313101 -1.2 20
trans-1,3-Dichloropropene A 25.000 25.560 0.3001727 0.3068931 2.2 20
Ethylbenzene A 25.000 25.690 1.699115 1.746178 2.8 20
Hexachlorobutadiene A 25.000 29.900 0.8012975 0.9582893 19.6 20
Isopropylbenzene A 25.000 25.300 5.188549 5.251143 1.2 20
p-Isopropyltoluene A 25.000 26.230 4.064913 4265313 4.9 20
Methylene chloride L 25.000 27.430 0.601454 0.4192321 9.7 20
Methyl t-butyl ether A 25.000 24.810 0.6285989 | 0.6238917 -0.7 20
Naphthalene A 25.000 28.200 1.162765 1.311773 12.8 20
n-Propylbenzene A 25.000 25.060 5.959786 5.973393 0.2 20
Styrene A 25.000 25.920 2.90027 3.006876 3.7 20
1,1,1,2-Tetrachloroethane A 25.000 25.220 0.9261768 0.9343984 0.9 20
1,1,2,2-Tetrachloroethane A 25.000 24.120 0.555952 0.5364815 0.3 -3.5 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 09FEB02.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 02/09/17

Lab Sample ID: 1702156-CCV5 Injection Time: 05:14

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Tetrachloroethene A 25.000 32.190 0.3412463 0.4393493 28.7 20 *
Toluene A 25.000 26.320 0.7797766 | 0.8209694 53 20
1,2,3-Trichlorobenzene A 25.000 29.670 1.02527 1.216634 18.7 20
1,2,4-Trichlorobenzene A 25.000 28.660 1.194842 1.36954 14.6 20
1,1,1-Trichloroethane A 25.000 27.670 0.6397625 0.70811 10.7 20
1,1,2-Trichloroethane A 25.000 26.240 0.1533095 | 0.1609123 5.0 20
Trichloroethene A 25.000 27.450 0.3255704 | 0.3574979 9.8 20
Trichlorofluoromethane A 25.000 28.770 0.5867905 0.6752755 15.1 20
1,2,3-Trichloropropane L 25.000 26.530 0.105337 0.1159764 6.1 20
1,1,2-Trichloro-1,2,2-trifluoroethane A 25.000 26.740 0.4183029 | 0.4474696 7.0 20
1,2,4-Trimethylbenzene A 25.000 25.940 3.597754 3.732911 3.8 20
1,3,5-Trimethylbenzene A 25.000 24.870 3.970515 3.949822 -0.5 20
Vinyl chloride A 25.000 28.500 0.5958562 | 0.6792619 14.0 20
Total Xylenes A 75.000 78.940 1.988127 2.092567 53 20
Hexachloroethane A 25.000 17.450 0.7041294 | 0.4915632 -30.2 20 ¥
p- & m-Xylenes A 50.000 52.610 2.011739 2.116665 52 20
0-Xylene A 25.000 26.330 1.940902 2.044371 53 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 09FEB03.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702156 Injection Date: 02/09/17

Lab Sample ID: 1702156-CCV6 Injection Time: 05:37

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Acetone A 320.00 333.14 0.044841 4.668183E-02 4.1 20
Acetonitrile L 160.00 215.99 1.965066E-02 | 0.0220413 35.0 20 *
Acrylonitrile A 80.000 78.540 6.371868E-02 | 6.255687E-02 -1.8 20
Allyl chloride A 32.000 28.660 1.114402 0.9981634 -10.4 20
t-Amyl Methyl ether A 16.000 15.120 0.7281162 | 0.6881143 -5.5 20
Benzyl chloride A 32.000 30.370 0.8656921 0.8214662 -5.1 20
t-Butyl alcohol A 800.00 805.42 1.280474E-02 | 1.289152E-02 0.7 20
Carbon disulfide A 32.000 32.420 1.344744 1.362327 1.3 20
Chloroprene A 32.000 31.670 1.000946 0.9907588 -1.0 20
trans-1,4-Dichloro-2-butene A 80.000 39.060 0.1551532 7.574548E-02 -51.2 20 *
Diethyl ether A 25.000 25.930 0.2602638 | 0.2699681 3.7 20
Diisopropyl ether A 16.000 15.750 0.3174881 0.3125173 -1.6 20
Ethyl methacrylate A 80.000 77.360 0.1775957 | 0.1717243 -3.3 20
Ethyl t-butyl ether A 16.000 14.890 1.311089 1.220187 -6.9 20
2-Hexanone Q 320.00 307.79 0.0923643 | 8.498327E-02 -3.8 20
Methacrylonitrile A 160.00 154.18 6.173201E-02 | 5.948537E-02 -3.6 20
Methyl ethyl ketone A 160.00 152.86 0.0879739 | 8.404798E-02 -4.5 20
Methyl iodide A 32.000 11.970 0.5848188 | 0.2187304 -62.6 20 *
Methyl isobutyl ketone A 160.00 148.88 0.1389299 | 0.1292719 -7.0 20
Methyl methacrylate A 80.000 76.700 8.339718E-02 | 0.0799549 -4.1 20
Pentachloroethane A 16.000 16.770 0.5366092 | 0.5625019 4.8 20
Propionitrile A 400.00 402.60 2.300947E-02 | 2.315892E-02 0.6 20
Tetrahydrofuran A 320.00 301.97 5.139228E-02 | 4.849724E-02 -5.6 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:25:23PM
Project: Alameda
Project Number: 5023146096
Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Instrument ID: MS-V5 Calibration: 1702011
Lab File ID: 09FEB03.D Calibration Date: ~ 01/26/17 17:00
Sequence: 1702156 Injection Date: 02/09/17
Lab Sample ID: 1702156-CCV6 Injection Time: 05:37
Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)
COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Vinyl acetate A 160.00 150.11 0.6344058 0.5951861 -6.2 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk
* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.
(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 26JAN15.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702254 Injection Date: 01/26/17

Lab Sample ID: 1702254-1CV1 Injection Time: 19:35

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Benzene A 25.000 24.520 1.889545 1.853263 -1.9 20
Bromobenzene A 25.000 26.750 1.179324 1.261962 7.0 20
Bromochloromethane A 25.000 27.870 0.1547174 0.1724858 11.5 20
Bromodichloromethane A 25.000 26.320 0.3292103 0.3466539 53 20
Bromoform A 25.000 29.540 0.3506939 | 0.4143899 0.1 18.2 20
Bromomethane A 25.000 25.400 0.3180084 0.323081 1.6 20
n-Butylbenzene A 25.000 24.450 3.493597 3.416282 -2.2 20
sec-Butylbenzene A 25.000 22.320 5.379312 4.803427 -10.7 20
tert-Butylbenzene A 25.000 24.540 3.852201 3.780801 -1.9 20
Carbon tetrachloride A 25.000 24.550 0.4688551 0.4604308 -1.8 20
Chlorobenzene A 25.000 25.550 2.978027 3.04388 0.3 22 20
Chloroethane A 25.000 25.010 0.3902835 0.3904325 0.04 20
Chloroform A 25.000 25.080 0.7548469 | 0.7572197 0.3 20
Chloromethane L 25.000 21.450 0.6989857 | 0.5449247 0.1 -14.2 20
2-Chlorotoluene A 25.000 25.230 3.666018 3.699401 0.9 20
4-Chlorotoluene A 25.000 25.250 3.285453 3.318671 1.0 20
Dibromochloromethane A 25.000 28.210 0.1708407 0.1927603 12.8 20
1,2-Dibromo-3-chloropropane L 25.000 26.780 0.0666406 0.0808198 7.1 20
1,2-Dibromoethane A 25.000 28.160 0.1390115 0.1565905 12.6 20
Dibromomethane A 25.000 25.600 0.1132441 0.1159592 24 20
1,2-Dichlorobenzene A 25.000 25.120 1.693334 1.701651 0.5 20
1,3-Dichlorobenzene A 25.000 23.440 2.068389 1.939285 -6.2 20
1,4-Dichlorobenzene A 25.000 25.950 1.916207 1.989058 3.8 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 26JAN15.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702254 Injection Date: 01/26/17

Lab Sample ID: 1702254-1CV1 Injection Time: 19:35

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Dichlorodifluoromethane A 25.000 23.190 0.4765408 0.4420548 =72 20
1,1-Dichloroethane A 25.000 25.000 1.030991 1.031141 0.1 0.01 20
1,2-Dichloroethane A 25.000 26.060 0.438219 0.4568204 42 20
1,1-Dichloroethene A 25.000 24.850 0.7766588 0.7719666 -0.6 20
cis-1,2-Dichloroethene A 25.000 25.440 0.46668 0.474977 1.8 20
trans-1,2-Dichloroethene A 25.000 23910 0.4502706 | 0.4305847 -4.4 20
1,2-Dichloropropane A 25.000 25.240 0.3723232 0.3758662 1.0 20
1,3-Dichloropropane A 25.000 27.900 0.2667047 | 0.2976682 11.6 20
2,2-Dichloropropane A 25.000 23.050 0.6461859 0.595668 7.8 20
1,1-Dichloropropene A 25.000 24.340 0.61317 0.5969539 -2.6 20
cis-1,3-Dichloropropene A 25.000 25.890 0.436368 0.4519754 3.6 20
trans-1,3-Dichloropropene A 25.000 27.510 0.3001727 0.3303126 10.0 20
Ethylbenzene A 25.000 24.810 1.699115 1.686003 -0.8 20
Hexachlorobutadiene A 25.000 22.520 0.8012975 0.7218586 -9.9 20
Isopropylbenzene A 25.000 23.670 5.188549 4.913541 -5.3 20
p-Isopropyltoluene A 25.000 22.960 4.064913 3.733001 -8.2 20
Methylene chloride L 25.000 27.090 0.601454 0.4144394 8.4 20
Methyl t-butyl ether A 25.000 29.040 0.6285989 | 0.7300879 16.1 20
Naphthalene A 25.000 28.850 1.162765 1.341925 15.4 20
n-Propylbenzene A 25.000 23.210 5.959786 5.533521 =72 20
Styrene A 25.000 26.030 2.90027 3.020175 4.1 20
1,1,1,2-Tetrachloroethane A 25.000 25.800 0.9261768 0.9556971 32 20
1,1,2,2-Tetrachloroethane A 25.000 28.950 0.555952 0.6436956 0.3 15.8 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 26JAN15.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702254 Injection Date: 01/26/17

Lab Sample ID: 1702254-1CV1 Injection Time: 19:35

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Tetrachloroethene A 25.000 23.430 0.3412463 0.3197576 -6.3 20
Toluene A 25.000 24.190 0.7797766 | 0.7546079 -3.2 20
1,2,3-Trichlorobenzene A 25.000 26.710 1.02527 1.095334 6.8 20
1,2,4-Trichlorobenzene A 25.000 26.280 1.194842 1.256226 5.1 20
1,1,1-Trichloroethane A 25.000 24.320 0.6397625 | 0.6223499 -2.7 20
1,1,2-Trichloroethane A 25.000 28.140 0.1533095 | 0.1725615 12.6 20
Trichloroethene A 25.000 25.380 0.3255704 | 0.3305227 1.5 20
Trichlorofluoromethane A 25.000 23.360 0.5867905 0.5482351 -6.6 20
1,2,3-Trichloropropane L 25.000 29.760 0.105337 0.1291837 19.0 20
1,1,2-Trichloro-1,2,2-trifluoroethane A 25.000 22.390 0.4183029 | 0.3745928 -10.4 20
1,2,4-Trimethylbenzene A 25.000 24.970 3.597754 3.593467 -0.1 20
1,3,5-Trimethylbenzene A 25.000 23.180 3.970515 3.680896 -7.3 20
Vinyl chloride A 25.000 20.170 0.5958562 | 0.4807637 -19.3 20
Total Xylenes A 75.000 74.270 1.988127 1.96886 -1.0 20
p- & m-Xylenes A 50.000 49.530 2.011739 1.992895 -0.9 20
0-Xylene A 25.000 24.740 1.940902 1.920791 -1.0 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 07FEB15.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702254 Injection Date: 02/07/17

Lab Sample ID: 1702254-1CV2 Injection Time: 12:46

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Acetone A 320.00 315.03 0.044841 4.414517E-02 -1.6 20
Acetonitrile L 160.00 201.66 1.965066E-02 | 2.067974E-02 26.0 20 *
Allyl chloride A 32.000 31.180 1.114402 1.08574 -2.6 20
t-Amyl Methyl ether A 16.000 15.090 0.7281162 0.6866905 -5.7 20
Benzyl chloride A 32.000 31.760 0.8656921 0.8592213 -0.7 20
t-Butyl alcohol A 800.00 811.29 1.280474E-02 | 1.298544E-02 1.4 20
Carbon disulfide A 32.000 32.220 1.344744 1.354047 0.7 20
Chloroprene A 32.000 31.360 1.000946 0.9807911 -2.0 20
Diisopropyl ether A 16.000 15.550 0.3174881 0.3085884 -2.8 20
Ethyl t-butyl ether A 16.000 15.050 1.311089 1.233435 -5.9 20
2-Hexanone Q 320.00 312.86 0.0923643 8.615645E-02 -2.2 20
Methyl ethyl ketone A 160.00 154.88 0.0879739 0.0851614 -3.2 20
Methyl isobutyl ketone A 160.00 147.91 0.1389299 0.12843 -7.6 20
Vinyl acetate A 160.00 147.71 0.6344058 0.5856918 -7.7 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 09FEB36.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702254 Injection Date: 02/09/17

Lab Sample ID: 1702254-CCV3 Injection Time: 18:51

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Benzene A 25.000 24.890 1.889545 1.880904 -0.5 20
Bromobenzene A 25.000 25.410 1.179324 1.198471 1.6 20
Bromochloromethane A 25.000 27.140 0.1547174 0.1679844 8.6 20
Bromodichloromethane A 25.000 25.350 0.3292103 0.3337671 1.4 20
Bromoform A 25.000 25.470 0.3506939 | 0.3572578 0.1 1.9 20
Bromomethane A 25.000 18.160 0.3180084 | 0.2310224 -27.4 20 ¥
n-Butylbenzene A 25.000 25.690 3.493597 3.590694 2.8 20
sec-Butylbenzene A 25.000 23.490 5.379312 5.05481 -6.0 20
tert-Butylbenzene A 25.000 23.530 3.852201 3.626184 -5.9 20
Carbon tetrachloride A 25.000 25.160 0.4688551 0.4719078 0.7 20
Chlorobenzene A 25.000 24.490 2.978027 2917112 0.3 -2.0 20
Chloroethane A 25.000 25.380 0.3902835 0.3962819 1.5 20
Chloroform A 25.000 25.320 0.7548469 | 0.7645921 1.3 20
Chloromethane L 25.000 25.100 0.6989857 | 0.6345273 0.1 0.4 20
2-Chlorotoluene A 25.000 24.390 3.666018 3.57684 2.4 20
4-Chlorotoluene A 25.000 23.920 3.285453 3.143769 -4.3 20
Dibromochloromethane A 25.000 25.710 0.1708407 0.1756974 2.8 20
1,2-Dibromo-3-chloropropane L 25.000 24.730 0.0666406 0.0746605 -1.1 20
1,2-Dibromoethane A 25.000 26.180 0.1390115 0.1455764 4.7 20
Dibromomethane A 25.000 23.870 0.1132441 0.1081351 -4.5 20
1,2-Dichlorobenzene A 25.000 23.920 1.693334 1.620404 -4.3 20
1,3-Dichlorobenzene A 25.000 22.340 2.068389 1.848157 -10.6 20
1,4-Dichlorobenzene A 25.000 24.060 1.916207 1.843792 -3.8 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 09FEB36.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702254 Injection Date: 02/09/17

Lab Sample ID: 1702254-CCV3 Injection Time: 18:51

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Dichlorodifluoromethane A 25.000 23.400 0.4765408 0.44596 -6.4 20
1,1-Dichloroethane A 25.000 24.650 1.030991 1.016432 0.1 -1.4 20
1,2-Dichloroethane A 25.000 24.990 0.438219 0.4379591 -0.06 20
1,1-Dichloroethene A 25.000 25.210 0.7766588 | 0.7833189 0.9 20
cis-1,2-Dichloroethene A 25.000 25.300 0.46668 0.4722396 1.2 20
trans-1,2-Dichloroethene A 25.000 24.730 0.4502706 | 0.4454289 -1.1 20
1,2-Dichloropropane A 25.000 24.690 0.3723232 | 0.3677565 -1.2 20
1,3-Dichloropropane A 25.000 25.460 0.2667047 | 0.2716389 1.9 20
2,2-Dichloropropane A 25.000 24.210 0.6461859 | 0.6257306 -3.2 20
1,1-Dichloropropene A 25.000 25.220 0.61317 0.6185372 0.9 20
cis-1,3-Dichloropropene A 25.000 23.840 0.436368 0.4161348 -4.6 20
trans-1,3-Dichloropropene A 25.000 24.830 0.3001727 0.2980978 -0.7 20
Ethylbenzene A 25.000 24.750 1.699115 1.682198 -1.0 20
Hexachlorobutadiene A 25.000 25.510 0.8012975 | 0.8177451 2.1 20
Isopropylbenzene A 25.000 24.010 5.188549 4.982249 -4.0 20
p-Isopropyltoluene A 25.000 24.050 4.064913 3.91075 -3.8 20
Methylene chloride L 25.000 26.180 0.601454 0.4018048 4.7 20
Methyl t-butyl ether A 25.000 26.480 0.6285989 | 0.6658044 59 20
Naphthalene A 25.000 28.170 1.162765 1.310242 12.7 20
n-Propylbenzene A 25.000 23.760 5.959786 5.664384 -5.0 20
Styrene A 25.000 26.010 2.90027 3.017717 4.0 20
1,1,1,2-Tetrachloroethane A 25.000 24.380 0.9261768 | 0.9031667 -2.5 20
1,1,2,2-Tetrachloroethane A 25.000 25.300 0.555952 0.562684 0.3 1.2 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 09FEB36.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702254 Injection Date: 02/09/17

Lab Sample ID: 1702254-CCV3 Injection Time: 18:51

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Tetrachloroethene A 25.000 25.550 0.3412463 0.3487952 22 20
Toluene A 25.000 24.340 0.7797766 0.759221 -2.6 20
1,2,3-Trichlorobenzene A 25.000 28.000 1.02527 1.1483 12.0 20
1,2,4-Trichlorobenzene A 25.000 27.840 1.194842 1.330606 11.4 20
1,1,1-Trichloroethane A 25.000 25.550 0.6397625 | 0.6537181 22 20
1,1,2-Trichloroethane A 25.000 25.520 0.1533095 | 0.1564777 2.1 20
Trichloroethene A 25.000 26.240 0.3255704 | 0.3416784 4.9 20
Trichlorofluoromethane A 25.000 25.470 0.5867905 0.5977766 1.9 20
1,2,3-Trichloropropane L 25.000 26.740 0.105337 0.116855 7.0 20
1,1,2-Trichloro-1,2,2-trifluoroethane A 25.000 24.920 0.4183029 | 0.4169003 -0.3 20
1,2,4-Trimethylbenzene A 25.000 24.110 3.597754 3.469029 -3.6 20
1,3,5-Trimethylbenzene A 25.000 23.100 3.970515 3.669017 -7.6 20
Vinyl chloride A 25.000 26.460 0.5958562 | 0.6305861 5.8 20
Total Xylenes A 75.000 75.170 1.988127 1.992757 0.2 20
p- & m-Xylenes A 50.000 50.140 2.011739 2.017465 0.3 20
0-Xylene A 25.000 25.030 1.940902 1.943341 0.1 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 09FEB37.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702254 Injection Date: 02/09/17

Lab Sample ID: 1702254-CCV4 Injection Time: 19:14

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Acetone A 320.00 361.94 0.044841 5.071756E-02 13.1 20
Acetonitrile L 160.00 238.04 1.965066E-02 | 2.413655E-02 48.8 20 *
Allyl chloride A 32.000 31.350 1.114402 1.091767 -2.0 20
t-Amyl Methyl ether A 16.000 15.830 0.7281162 0.7202977 -1.1 20
Benzyl chloride A 32.000 26.040 0.8656921 0.7044824 -18.6 20
t-Butyl alcohol A 800.00 833.82 1.280474E-02 | 1.334613E-02 4.2 20
Carbon disulfide A 32.000 33.200 1.344744 1.395019 3.7 20
Chloroprene A 32.000 32.080 1.000946 1.003377 0.2 20
Diisopropyl ether A 16.000 16.750 0.3174881 0.3323942 4.7 20
Ethyl t-butyl ether A 16.000 15.240 1.311089 1.249001 -4.7 20
2-Hexanone Q 320.00 311.65 0.0923643 8.587705E-02 -2.6 20
Methyl ethyl ketone A 160.00 179.65 0.0879739 9.877907E-02 12.3 20
Methyl isobutyl ketone A 160.00 152.73 0.1389299 0.1326189 -4.5 20
Vinyl acetate A 160.00 117.82 0.6344058 0.4671516 -26.4 20 *

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB02.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702254 Injection Date: 02/10/17

Lab Sample ID: 1702254-CCV5 Injection Time: 06:27

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Benzene A 25.000 25.100 1.889545 1.897065 0.4 20
Bromobenzene A 25.000 25.940 1.179324 1.223891 3.8 20
Bromochloromethane A 25.000 26.450 0.1547174 0.1637197 5.8 20
Bromodichloromethane A 25.000 25.790 0.3292103 0.3396615 32 20
Bromoform A 25.000 25910 0.3506939 | 0.3634786 0.1 3.6 20
Bromomethane A 25.000 16.480 0.3180084 | 0.2096832 -34.1 20 ¥
n-Butylbenzene A 25.000 26.550 3.493597 3.710435 6.2 20
sec-Butylbenzene A 25.000 25.000 5.379312 5.379252 -0.001 20
tert-Butylbenzene A 25.000 24.820 3.852201 3.825212 -0.7 20
Carbon tetrachloride A 25.000 28.020 0.4688551 0.5255107 12.1 20
Chlorobenzene A 25.000 25.700 2.978027 3.061192 0.3 2.8 20
Chloroethane A 25.000 26.540 0.3902835 | 0.4142865 6.2 20
Chloroform A 25.000 25.840 0.7548469 | 0.7802905 3.4 20
Chloromethane L 25.000 28.650 0.6989857 | 0.7214061 0.1 14.6 20
2-Chlorotoluene A 25.000 25.790 3.666018 3.782278 32 20
4-Chlorotoluene A 25.000 25.180 3.285453 3.309467 0.7 20
Dibromochloromethane A 25.000 26.420 0.1708407 0.1805393 5.7 20
1,2-Dibromo-3-chloropropane L 25.000 22.430 0.0666406 | 6.776286E-02 -10.3 20
1,2-Dibromoethane A 25.000 25.440 0.1390115 | 0.1414471 1.8 20
Dibromomethane A 25.000 24.320 0.1132441 0.1101824 -2.7 20
1,2-Dichlorobenzene A 25.000 23.980 1.693334 1.62436 -4.1 20
1,3-Dichlorobenzene A 25.000 23.930 2.068389 1.979812 -4.3 20
1,4-Dichlorobenzene A 25.000 25.420 1.916207 1.948193 1.7 20
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB02.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702254 Injection Date: 02/10/17

Lab Sample ID: 1702254-CCV5 Injection Time: 06:27

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Dichlorodifluoromethane A 25.000 27.180 0.4765408 0.518137 8.7 20
1,1-Dichloroethane A 25.000 24.930 1.030991 1.028065 0.1 -0.3 20
1,2-Dichloroethane A 25.000 25.770 0.438219 0.4518011 3.1 20
1,1-Dichloroethene A 25.000 27.220 0.7766588 0.8455953 8.9 20
cis-1,2-Dichloroethene A 25.000 26.050 0.46668 0.4863274 42 20
trans-1,2-Dichloroethene A 25.000 26.210 0.4502706 | 0.4720388 4.8 20
1,2-Dichloropropane A 25.000 24.090 0.3723232 0.3587426 -3.6 20
1,3-Dichloropropane A 25.000 24.990 0.2667047 | 0.2666359 -0.03 20
2,2-Dichloropropane A 25.000 28.420 0.6461859 | 0.7344553 13.7 20
1,1-Dichloropropene A 25.000 26.930 0.61317 0.66039 7.7 20
cis-1,3-Dichloropropene A 25.000 24.760 0.436368 0.4321719 -1.0 20
trans-1,3-Dichloropropene A 25.000 26.020 0.3001727 0.3124111 4.1 20
Ethylbenzene A 25.000 26.140 1.699115 1.776889 4.6 20
Hexachlorobutadiene A 25.000 29.420 0.8012975 0.9431199 17.7 20
Isopropylbenzene A 25.000 25.210 5.188549 5.231826 0.8 20
p-Isopropyltoluene A 25.000 25.640 4.064913 4.168734 2.6 20
Methylene chloride L 25.000 25.800 0.601454 0.3965025 32 20
Methyl t-butyl ether A 25.000 26.140 0.6285989 | 0.6572272 4.6 20
Naphthalene A 25.000 26.970 1.162765 1.254176 7.9 20
n-Propylbenzene A 25.000 24.660 5.959786 5.877738 -1.4 20
Styrene A 25.000 26.360 2.90027 3.05833 5.4 20
1,1,1,2-Tetrachloroethane A 25.000 25.050 0.9261768 0.9281508 0.2 20
1,1,2,2-Tetrachloroethane A 25.000 25.260 0.555952 0.5616699 0.3 1.0 20
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB02.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702254 Injection Date: 02/10/17

Lab Sample ID: 1702254-CCV5 Injection Time: 06:27

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCv ICAL CCV MIN (#) CCV LIMIT (#)
Tetrachloroethene A 25.000 28.590 0.3412463 0.3902644 14.4 20
Toluene A 25.000 25.460 0.7797766 0.7940035 1.8 20
1,2,3-Trichlorobenzene A 25.000 28.170 1.02527 1.155074 12.7 20
1,2,4-Trichlorobenzene A 25.000 28.560 1.194842 1.364806 14.2 20
1,1,1-Trichloroethane A 25.000 26.980 0.6397625 0.6903773 7.9 20
1,1,2-Trichloroethane A 25.000 25.060 0.1533095 0.153673 0.2 20
Trichloroethene A 25.000 26.970 0.3255704 0.3512447 7.9 20
Trichlorofluoromethane A 25.000 29.370 0.5867905 0.6894156 17.5 20
1,2,3-Trichloropropane L 25.000 28.080 0.105337 0.1223044 12.3 20
1,1,2-Trichloro-1,2,2-trifluoroethane A 25.000 26.630 0.4183029 0.4455427 6.5 20
1,2,4-Trimethylbenzene A 25.000 25.800 3.597754 3.71242 32 20
1,3,5-Trimethylbenzene A 25.000 24.060 3.970515 3.821059 -3.8 20
Vinyl chloride A 25.000 29.470 0.5958562 0.7024753 17.9 20
Total Xylenes A 75.000 77.380 1.988127 2.051539 32 20
p- & m-Xylenes A 50.000 51.950 2.011739 2.090293 3.9 20
0-Xylene A 25.000 25.430 1.940902 1.974032 1.7 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB03.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702254 Injection Date: 02/10/17

Lab Sample ID: 1702254-CCV6 Injection Time: 06:50

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Acetone A 320.00 375.92 0.044841 5.267717E-02 17.5 20
Acetonitrile L 160.00 230.99 1.965066E-02 | 2.346677E-02 44.4 20 *
Allyl chloride A 32.000 32.280 1.114402 1.124265 0.9 20
t-Amyl Methyl ether A 16.000 16.210 0.7281162 0.7375446 1.3 20
Benzyl chloride A 32.000 31.310 0.8656921 0.8471597 -2.1 20
t-Butyl alcohol A 800.00 873.30 1.280474E-02 | 1.397802E-02 9.2 20
Carbon disulfide A 32.000 32.820 1.344744 1.379186 2.6 20
Chloroprene A 32.000 32.610 1.000946 1.019895 1.9 20
Diisopropyl ether A 16.000 16.780 0.3174881 0.3329841 4.9 20
Ethyl t-butyl ether A 16.000 15.230 1.311089 1.247805 -4.8 20
2-Hexanone Q 320.00 312.72 0.0923643 8.612243E-02 -2.3 20
Methyl ethyl ketone A 160.00 171.15 0.0879739 9.410188E-02 7.0 20
Methyl isobutyl ketone A 160.00 156.95 0.1389299 0.136279 -1.9 20
Vinyl acetate A 160.00 144.87 0.6344058 0.574405 -9.5 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 26JAN15.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 01/26/17

Lab Sample ID: 1702340-I1CV1 Injection Time: 19:35

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Benzene A 25.000 24.520 1.889545 1.853263 -1.9 20
Bromobenzene A 25.000 26.750 1.179324 1.261962 7.0 20
Bromochloromethane A 25.000 27.870 0.1547174 0.1724858 11.5 20
Bromodichloromethane A 25.000 26.320 0.3292103 0.3466539 53 20
Bromoform A 25.000 29.540 0.3506939 | 0.4143899 0.1 18.2 20
Bromomethane A 25.000 25.400 0.3180084 0.323081 1.6 20
n-Butylbenzene A 25.000 24.450 3.493597 3.416282 -2.2 20
sec-Butylbenzene A 25.000 22.320 5.379312 4.803427 -10.7 20
tert-Butylbenzene A 25.000 24.540 3.852201 3.780801 -1.9 20
Carbon tetrachloride A 25.000 24.550 0.4688551 0.4604308 -1.8 20
Chlorobenzene A 25.000 25.550 2.978027 3.04388 0.3 22 20
Chloroethane A 25.000 25.010 0.3902835 0.3904325 0.04 20
Chloroform A 25.000 25.080 0.7548469 | 0.7572197 0.3 20
Chloromethane L 25.000 21.450 0.6989857 | 0.5449247 0.1 -14.2 20
2-Chlorotoluene A 25.000 25.230 3.666018 3.699401 0.9 20
4-Chlorotoluene A 25.000 25.250 3.285453 3.318671 1.0 20
Dibromochloromethane A 25.000 28.210 0.1708407 0.1927603 12.8 20
1,2-Dibromo-3-chloropropane L 25.000 26.780 0.0666406 0.0808198 7.1 20
1,2-Dibromoethane A 25.000 28.160 0.1390115 0.1565905 12.6 20
Dibromomethane A 25.000 25.600 0.1132441 0.1159592 24 20
1,2-Dichlorobenzene A 25.000 25.120 1.693334 1.701651 0.5 20
1,3-Dichlorobenzene A 25.000 23.440 2.068389 1.939285 -6.2 20
1,4-Dichlorobenzene A 25.000 25.950 1.916207 1.989058 3.8 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 26JAN15.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 01/26/17

Lab Sample ID: 1702340-I1CV1 Injection Time: 19:35

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Dichlorodifluoromethane A 25.000 23.190 0.4765408 0.4420548 =72 20
1,1-Dichloroethane A 25.000 25.000 1.030991 1.031141 0.1 0.01 20
1,2-Dichloroethane A 25.000 26.060 0.438219 0.4568204 42 20
1,1-Dichloroethene A 25.000 24.850 0.7766588 0.7719666 -0.6 20
cis-1,2-Dichloroethene A 25.000 25.440 0.46668 0.474977 1.8 20
trans-1,2-Dichloroethene A 25.000 23910 0.4502706 | 0.4305847 -4.4 20
1,2-Dichloropropane A 25.000 25.240 0.3723232 0.3758662 1.0 20
1,3-Dichloropropane A 25.000 27.900 0.2667047 | 0.2976682 11.6 20
2,2-Dichloropropane A 25.000 23.050 0.6461859 0.595668 7.8 20
1,1-Dichloropropene A 25.000 24.340 0.61317 0.5969539 -2.6 20
cis-1,3-Dichloropropene A 25.000 25.890 0.436368 0.4519754 3.6 20
trans-1,3-Dichloropropene A 25.000 27.510 0.3001727 0.3303126 10.0 20
Ethylbenzene A 25.000 24.810 1.699115 1.686003 -0.8 20
Hexachlorobutadiene A 25.000 22.520 0.8012975 0.7218586 -9.9 20
Isopropylbenzene A 25.000 23.670 5.188549 4.913541 -5.3 20
p-Isopropyltoluene A 25.000 22.960 4.064913 3.733001 -8.2 20
Methylene chloride L 25.000 27.090 0.601454 0.4144394 8.4 20
Methyl t-butyl ether A 25.000 29.040 0.6285989 | 0.7300879 16.1 20
Naphthalene A 25.000 28.850 1.162765 1.341925 15.4 20
n-Propylbenzene A 25.000 23.210 5.959786 5.533521 =72 20
Styrene A 25.000 26.030 2.90027 3.020175 4.1 20
1,1,1,2-Tetrachloroethane A 25.000 25.800 0.9261768 0.9556971 32 20
1,1,2,2-Tetrachloroethane A 25.000 28.950 0.555952 0.6436956 0.3 15.8 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 26JAN15.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 01/26/17

Lab Sample ID: 1702340-I1CV1 Injection Time: 19:35

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Tetrachloroethene A 25.000 23.430 0.3412463 0.3197576 -6.3 20
Toluene A 25.000 24.190 0.7797766 | 0.7546079 -3.2 20
1,2,3-Trichlorobenzene A 25.000 26.710 1.02527 1.095334 6.8 20
1,2,4-Trichlorobenzene A 25.000 26.280 1.194842 1.256226 5.1 20
1,1,1-Trichloroethane A 25.000 24.320 0.6397625 | 0.6223499 -2.7 20
1,1,2-Trichloroethane A 25.000 28.140 0.1533095 | 0.1725615 12.6 20
Trichloroethene A 25.000 25.380 0.3255704 | 0.3305227 1.5 20
Trichlorofluoromethane A 25.000 23.360 0.5867905 0.5482351 -6.6 20
1,2,3-Trichloropropane L 25.000 29.760 0.105337 0.1291837 19.0 20
1,1,2-Trichloro-1,2,2-trifluoroethane A 25.000 22.390 0.4183029 | 0.3745928 -10.4 20
1,2,4-Trimethylbenzene A 25.000 24.970 3.597754 3.593467 -0.1 20
1,3,5-Trimethylbenzene A 25.000 23.180 3.970515 3.680896 -7.3 20
Vinyl chloride A 25.000 20.170 0.5958562 | 0.4807637 -19.3 20
Total Xylenes A 75.000 74.270 1.988127 1.96886 -1.0 20
p- & m-Xylenes A 50.000 49.530 2.011739 1.992895 -0.9 20
0-Xylene A 25.000 24.740 1.940902 1.920791 -1.0 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 07FEB15.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 02/07/17

Lab Sample ID: 1702340-1CV2 Injection Time: 12:46

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Acetone A 320.00 315.03 0.044841 4.414517E-02 -1.6 20
Acetonitrile L 160.00 201.66 1.965066E-02 | 2.067974E-02 26.0 20 *
Acrolein A 200.00 186.42 0.0199267 1.857332E-02 -6.8 20
Acrylonitrile A 80.000 81.340 6.371868E-02 | 6.478198E-02 1.7 20
Allyl chloride A 32.000 31.180 1.114402 1.08574 -2.6 20
t-Amyl Methyl ether A 16.000 15.090 0.7281162 0.6866905 -5.7 20
Benzyl chloride A 32.000 31.760 0.8656921 0.8592213 -0.7 20
t-Butyl alcohol A 800.00 811.29 1.280474E-02 | 1.298544E-02 1.4 20
Carbon disulfide A 32.000 32.220 1.344744 1.354047 0.7 20
Chloroprene A 32.000 31.360 1.000946 0.9807911 -2.0 20
Cyclohexane A 25.000 25.810 1.086285 1.121441 32 20
Cyclohexanone A 400.00 389.65 4.458125E-02 | 4.342801E-02 -2.6 20
trans-1,4-Dichloro-2-butene A 80.000 76.690 0.1551532 0.1487324 -4.1 20
Diisopropyl ether A 16.000 15.550 0.3174881 0.3085884 -2.8 20
Ethanol A 4000.0 4721.0 1.543484E-03 | 1.821703E-03 18.0 20
Ethyl methacrylate A 80.000 77.570 0.1775957 0.1721904 -3.0 20
Ethyl t-butyl ether A 16.000 15.050 1.311089 1.233435 -5.9 20
2-Hexanone Q 320.00 312.86 0.0923643 8.615645E-02 -2.2 20
Isobutanol A 400.00 428.37 6.527947E-03 | 6.991015E-03 7.1 20
Methacrylonitrile A 160.00 158.40 6.173201E-02 | 6.111602E-02 -1.0 20
Methylcyclohexane A 25.000 24.850 0.617876 0.6141882 -0.6 20
Methyl ethyl ketone A 160.00 154.88 0.0879739 0.0851614 -3.2 20
Methyl iodide A 32.000 32.140 0.5848188 0.5874023 0.4 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 07FEB15.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 02/07/17

Lab Sample ID: 1702340-1CV2 Injection Time: 12:46

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Methyl isobutyl ketone A 160.00 147.91 0.1389299 0.12843 -7.6 20
Methyl methacrylate A 80.000 76.700 8.339718E-02 | 7.995216E-02 -4.1 20
Propionitrile A 400.00 409.66 2.300947E-02 | 2.356491E-02 2.4 20
Vinyl acetate A 160.00 147.71 0.6344058 0.5856918 -7.7 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB02.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 02/10/17

Lab Sample ID: 1702340-CCV1 Injection Time: 06:27

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Benzene A 25.000 25.100 1.889545 1.897065 0.4 20
Bromobenzene A 25.000 25.940 1.179324 1.223891 3.8 20
Bromochloromethane A 25.000 26.450 0.1547174 0.1637197 5.8 20
Bromodichloromethane A 25.000 25.790 0.3292103 0.3396615 32 20
Bromoform A 25.000 25910 0.3506939 | 0.3634786 0.1 3.6 20
Bromomethane A 25.000 16.480 0.3180084 | 0.2096832 -34.1 20 ¥
n-Butylbenzene A 25.000 26.550 3.493597 3.710435 6.2 20
sec-Butylbenzene A 25.000 25.000 5.379312 5.379252 -0.001 20
tert-Butylbenzene A 25.000 24.820 3.852201 3.825212 -0.7 20
Carbon tetrachloride A 25.000 28.020 0.4688551 0.5255107 12.1 20
Chlorobenzene A 25.000 25.700 2.978027 3.061192 0.3 2.8 20
Chloroethane A 25.000 26.540 0.3902835 | 0.4142865 6.2 20
Chloroform A 25.000 25.840 0.7548469 | 0.7802905 3.4 20
Chloromethane L 25.000 28.650 0.6989857 | 0.7214061 0.1 14.6 20
2-Chlorotoluene A 25.000 25.790 3.666018 3.782278 32 20
4-Chlorotoluene A 25.000 25.180 3.285453 3.309467 0.7 20
Dibromochloromethane A 25.000 26.420 0.1708407 0.1805393 5.7 20
1,2-Dibromo-3-chloropropane L 25.000 22.430 0.0666406 | 6.776286E-02 -10.3 20
1,2-Dibromoethane A 25.000 25.440 0.1390115 | 0.1414471 1.8 20
Dibromomethane A 25.000 24.320 0.1132441 0.1101824 -2.7 20
1,2-Dichlorobenzene A 25.000 23.980 1.693334 1.62436 -4.1 20
1,3-Dichlorobenzene A 25.000 23.930 2.068389 1.979812 -4.3 20
1,4-Dichlorobenzene A 25.000 25.420 1.916207 1.948193 1.7 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB02.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 02/10/17

Lab Sample ID: 1702340-CCV1 Injection Time: 06:27

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Dichlorodifluoromethane A 25.000 27.180 0.4765408 0.518137 8.7 20
1,1-Dichloroethane A 25.000 24.930 1.030991 1.028065 0.1 -0.3 20
1,2-Dichloroethane A 25.000 25.770 0.438219 0.4518011 3.1 20
1,1-Dichloroethene A 25.000 27.220 0.7766588 0.8455953 8.9 20
cis-1,2-Dichloroethene A 25.000 26.050 0.46668 0.4863274 42 20
trans-1,2-Dichloroethene A 25.000 26.210 0.4502706 | 0.4720388 4.8 20
1,2-Dichloropropane A 25.000 24.090 0.3723232 0.3587426 -3.6 20
1,3-Dichloropropane A 25.000 24.990 0.2667047 | 0.2666359 -0.03 20
2,2-Dichloropropane A 25.000 28.420 0.6461859 | 0.7344553 13.7 20
1,1-Dichloropropene A 25.000 26.930 0.61317 0.66039 7.7 20
cis-1,3-Dichloropropene A 25.000 24.760 0.436368 0.4321719 -1.0 20
trans-1,3-Dichloropropene A 25.000 26.020 0.3001727 0.3124111 4.1 20
Ethylbenzene A 25.000 26.140 1.699115 1.776889 4.6 20
Hexachlorobutadiene A 25.000 29.420 0.8012975 0.9431199 17.7 20
Isopropylbenzene A 25.000 25.210 5.188549 5.231826 0.8 20
p-Isopropyltoluene A 25.000 25.640 4.064913 4.168734 2.6 20
Methylene chloride L 25.000 25.800 0.601454 0.3965025 32 20
Methyl t-butyl ether A 25.000 26.140 0.6285989 | 0.6572272 4.6 20
Naphthalene A 25.000 26.970 1.162765 1.254176 7.9 20
n-Propylbenzene A 25.000 24.660 5.959786 5.877738 -1.4 20
Styrene A 25.000 26.360 2.90027 3.05833 5.4 20
1,1,1,2-Tetrachloroethane A 25.000 25.050 0.9261768 0.9281508 0.2 20
1,1,2,2-Tetrachloroethane A 25.000 25.260 0.555952 0.5616699 0.3 1.0 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB02.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 02/10/17

Lab Sample ID: 1702340-CCV1 Injection Time: 06:27

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCv ICAL CCV MIN (#) CCV LIMIT (#)
Tetrachloroethene A 25.000 28.590 0.3412463 0.3902644 14.4 20
Toluene A 25.000 25.460 0.7797766 0.7940035 1.8 20
1,2,3-Trichlorobenzene A 25.000 28.170 1.02527 1.155074 12.7 20
1,2,4-Trichlorobenzene A 25.000 28.560 1.194842 1.364806 14.2 20
1,1,1-Trichloroethane A 25.000 26.980 0.6397625 0.6903773 7.9 20
1,1,2-Trichloroethane A 25.000 25.060 0.1533095 0.153673 0.2 20
Trichloroethene A 25.000 26.970 0.3255704 0.3512447 7.9 20
Trichlorofluoromethane A 25.000 29.370 0.5867905 0.6894156 17.5 20
1,2,3-Trichloropropane L 25.000 28.080 0.105337 0.1223044 12.3 20
1,1,2-Trichloro-1,2,2-trifluoroethane A 25.000 26.630 0.4183029 0.4455427 6.5 20
1,2,4-Trimethylbenzene A 25.000 25.800 3.597754 3.71242 32 20
1,3,5-Trimethylbenzene A 25.000 24.060 3.970515 3.821059 -3.8 20
Vinyl chloride A 25.000 29.470 0.5958562 0.7024753 17.9 20
Total Xylenes A 75.000 77.380 1.988127 2.051539 32 20
p- & m-Xylenes A 50.000 51.950 2.011739 2.090293 3.9 20
0-Xylene A 25.000 25.430 1.940902 1.974032 1.7 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB03.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 02/10/17

Lab Sample ID: 1702340-CCV2 Injection Time: 06:50

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Acetone A 320.00 375.92 0.044841 5.267717E-02 17.5 20
Acetonitrile L 160.00 230.99 1.965066E-02 | 2.346677E-02 44.4 20 *
Acrolein A 200.00 315.20 0.0199267 | 3.140485E-02 57.6 20 *
Acrylonitrile A 80.000 89.160 6.371868E-02 | 7.101426E-02 11.4 20
Allyl chloride A 32.000 32.280 1.114402 1.124265 0.9 20
t-Amyl Methyl ether A 16.000 16.210 0.7281162 0.7375446 1.3 20
Benzyl chloride A 32.000 31.310 0.8656921 0.8471597 -2.1 20
t-Butyl alcohol A 800.00 873.30 1.280474E-02 | 1.397802E-02 9.2 20
Carbon disulfide A 32.000 32.820 1.344744 1.379186 2.6 20
Chloroprene A 32.000 32.610 1.000946 1.019895 1.9 20
Cyclohexane A 25.000 27.870 1.086285 1.210956 11.5 20
Cyclohexanone A 400.00 248.65 4.458125E-02 | 2.771304E-02 -37.8 20 %
trans-1,4-Dichloro-2-butene A 80.000 66.650 0.1551532 0.1292609 -16.7 20
Diisopropyl ether A 16.000 16.780 0.3174881 0.3329841 4.9 20
Ethanol A 4000.0 5085.5 1.543484E-03 | 1.962351E-03 27.1 20 *
Ethyl methacrylate A 80.000 80.750 0.1775957 0.179268 0.9 20
Ethyl t-butyl ether A 16.000 15.230 1.311089 1.247805 -4.8 20
2-Hexanone Q 320.00 312.72 0.0923643 8.612243E-02 -2.3 20
Isobutanol A 400.00 443.16 6.527947E-03 | 7.232333E-03 10.8 20
Methacrylonitrile A 160.00 161.19 6.173201E-02 | 6.219169E-02 0.7 20
Methylcyclohexane A 25.000 25910 0.617876 0.6403179 3.6 20
Methyl ethyl ketone A 160.00 171.15 0.0879739 | 9.410188E-02 7.0 20
Methyl iodide A 32.000 12.800 0.5848188 0.2339011 -60.0 20 *
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB03.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 02/10/17

Lab Sample ID: 1702340-CCV2 Injection Time: 06:50

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Methyl isobutyl ketone A 160.00 156.95 0.1389299 0.136279 -1.9 20
Methyl methacrylate A 80.000 80.210 8.339718E-02 | 8.361147E-02 0.3 20
Propionitrile A 400.00 437.53 2300047E-02 | 2.516856E-02 9.4 20
Vinyl acetate A 160.00 144.87 0.6344058 0.574405 -9.5 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB32.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 02/10/17

Lab Sample ID: 1702340-CCV3 Injection Time: 18:22

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Benzene A 25.000 24.170 1.889545 1.827131 -33 20
Bromobenzene A 25.000 24.470 1.179324 1.154539 -2.1 20
Bromochloromethane A 25.000 25.830 0.1547174 0.1598253 33 20
Bromodichloromethane A 25.000 23.640 0.3292103 0.3113372 -5.4 20
Bromoform A 25.000 23.940 0.3506939 | 0.3357587 0.1 -4.3 20
Bromomethane A 25.000 17.710 0.3180084 | 0.2252989 -29.2 20 ¥
n-Butylbenzene A 25.000 25.200 3.493597 3.521644 0.8 20
sec-Butylbenzene A 25.000 23.610 5.379312 5.079755 -5.6 20
tert-Butylbenzene A 25.000 25.510 3.852201 3.930608 2.0 20
Carbon tetrachloride A 25.000 24.570 0.4688551 0.4608237 -1.7 20
Chlorobenzene A 25.000 24.990 2.978027 2.976912 0.3 -0.04 20
Chloroethane A 25.000 25.580 0.3902835 | 0.3993116 2.3 20
Chloroform A 25.000 24.300 0.7548469 | 0.7335762 -2.8 20
Chloromethane L 25.000 25.740 0.6989857 | 0.6501067 0.1 3.0 20
2-Chlorotoluene A 25.000 24.450 3.666018 3.585785 -2.2 20
4-Chlorotoluene A 25.000 24.230 3.285453 3.184224 -3.1 20
Dibromochloromethane A 25.000 24.070 0.1708407 0.1644747 -3.7 20
1,2-Dibromo-3-chloropropane L 25.000 22.520 0.0666406 | 6-801981E-02 9.9 20
1,2-Dibromoethane A 25.000 24.230 0.1390115 | 0.1347349 -3.1 20
Dibromomethane A 25.000 23.140 0.1132441 0.104813 -7.4 20
1,2-Dichlorobenzene A 25.000 23.420 1.693334 1.586417 -6.3 20
1,3-Dichlorobenzene A 25.000 23.010 2.068389 1.903402 -8.0 20
1,4-Dichlorobenzene A 25.000 24.620 1.916207 1.887205 -1.5 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB32.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 02/10/17

Lab Sample ID: 1702340-CCV3 Injection Time: 18:22

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CcCcv ICAL ccv MIN (#) ccv LIMIT (#)
Dichlorodifluoromethane A 25.000 24.710 0.4765408 0.4710395 -1.2 20
1,1-Dichloroethane A 25.000 23.680 1.030991 0.9764141 0.1 -53 20
1,2-Dichloroethane A 25.000 23.770 0.438219 0.4166915 -4.9 20
1,1-Dichloroethene A 25.000 24.980 0.7766588 0.7760055 -0.08 20
cis-1,2-Dichloroethene A 25.000 24.700 0.46668 0.4610572 -1.2 20
trans-1,2-Dichloroethene A 25.000 24.540 0.4502706 | 0.4419421 -1.8 20
1,2-Dichloropropane A 25.000 22.500 0.3723232 0.3351223 -10.0 20
1,3-Dichloropropane A 25.000 23910 0.2667047 | 0.2550583 -4.4 20
2,2-Dichloropropane A 25.000 24.410 0.6461859 | 0.6309453 2.4 20
1,1-Dichloropropene A 25.000 24.850 0.61317 0.6094207 -0.6 20
cis-1,3-Dichloropropene A 25.000 23.590 0.436368 0.4116783 -5.7 20
trans-1,3-Dichloropropene A 25.000 24.270 0.3001727 0.2913744 -2.9 20
Ethylbenzene A 25.000 24.370 1.699115 1.656406 -2.5 20
Hexachlorobutadiene A 25.000 26.900 0.8012975 0.8621775 7.6 20
Isopropylbenzene A 25.000 23.740 5.188549 4.927158 -5.0 20
p-Isopropyltoluene A 25.000 24.240 4.064913 3.940755 -3.1 20
Methylene chloride L 25.000 25.780 0.601454 0.3962237 3.1 20
Methyl t-butyl ether A 25.000 25.740 0.6285989 | 0.6471114 29 20
Naphthalene A 25.000 27.270 1.162765 1.268144 9.1 20
n-Propylbenzene A 25.000 23.260 5.959786 5.544303 -7.0 20
Styrene A 25.000 24.850 2.90027 2.883418 -0.6 20
1,1,1,2-Tetrachloroethane A 25.000 24.340 0.9261768 0.9016897 -2.6 20
1,1,2,2-Tetrachloroethane A 25.000 24.300 0.555952 0.5403563 0.3 -2.8 20
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB32.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 02/10/17

Lab Sample ID: 1702340-CCV3 Injection Time: 18:22

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCv ICAL CCV MIN (#) CCV LIMIT (#)
Tetrachloroethene A 25.000 24.970 0.3412463 0.3407974 -0.1 20
Toluene A 25.000 23.450 0.7797766 0.7314558 -6.2 20
1,2,3-Trichlorobenzene A 25.000 26.960 1.02527 1.105613 7.8 20
1,2,4-Trichlorobenzene A 25.000 26.410 1.194842 1.262077 5.6 20
1,1,1-Trichloroethane A 25.000 24.230 0.6397625 0.6201035 -3.1 20
1,1,2-Trichloroethane A 25.000 24.020 0.1533095 0.1472743 -3.9 20
Trichloroethene A 25.000 25.350 0.3255704 0.3301664 1.4 20
Trichlorofluoromethane A 25.000 25.770 0.5867905 0.6048774 3.1 20
1,2,3-Trichloropropane L 25.000 26.290 0.105337 0.1149826 5.2 20
1,1,2-Trichloro-1,2,2-trifluoroethane A 25.000 24.650 0.4183029 0.4123878 -1.4 20
1,2,4-Trimethylbenzene A 25.000 24.460 3.597754 3.519403 -2.2 20
1,3,5-Trimethylbenzene A 25.000 23.050 3.970515 3.661539 -7.8 20
Vinyl chloride A 25.000 26.370 0.5958562 0.628566 5.5 20
Total Xylenes A 75.000 72.770 1.988127 1.929211 -3.0 20
p- & m-Xylenes A 50.000 48.760 2.011739 1.961786 -2.5 20
0-Xylene A 25.000 24.010 1.940902 1.864061 -4.0 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB33.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 02/10/17

Lab Sample ID: 1702340-CCV4 Injection Time: 18:45

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Acetone A 320.00 331.65 0.044841 4.647299E-02 3.6 20
Acetonitrile L 160.00 201.55 1.965066E-02 | 2.066884E-02 26.0 20 *
Acrolein A 200.00 260.23 0.0199267 | 2.592752E-02 30.1 20 *
Acrylonitrile A 80.000 79.770 6.371868E-02 | 6.353753E-02 -0.3 20
Allyl chloride A 32.000 26.870 1.114402 0.9357201 -16.0 20
t-Amyl Methyl ether A 16.000 14.010 0.7281162 0.6374125 -12.5 20
Benzyl chloride A 32.000 26.710 0.8656921 0.7225308 -16.5 20
t-Butyl alcohol A 800.00 778.22 1.280474E-02 | 1.245619E-02 -2.7 20
Carbon disulfide A 32.000 27.720 1.344744 1.165067 -13.4 20
Chloroprene A 32.000 27.420 1.000946 0.8577787 -14.3 20
Cyclohexane A 25.000 24.260 1.086285 1.054071 -3.0 20
Cyclohexanone A 400.00 237.13 4.458125E-02 | 2.642915E-02 -40.7 20 %
trans-1,4-Dichloro-2-butene A 80.000 70.470 0.1551532 0.1366651 -11.9 20
Diisopropyl ether A 16.000 14.530 0.3174881 0.2882407 9.2 20
Ethanol A 4000.0 4784.7 1.543484E-03 | 1.846293E-03 19.6 20
Ethyl methacrylate A 80.000 74.030 0.1775957 0.1643513 -7.5 20
Ethyl t-butyl ether A 16.000 13.330 1.311089 1.091984 -16.7 20
2-Hexanone Q 320.00 288.94 0.0923643 8.056617E-02 -9.7 20
Isobutanol A 400.00 402.12 6.527947E-03 | 6.562464E-03 0.5 20
Methacrylonitrile A 160.00 150.51 6.173201E-02 | 5.807062E-02 -5.9 20
Methylcyclohexane A 25.000 22.530 0.617876 0.5568278 -9.9 20
Methyl ethyl ketone A 160.00 158.69 0.0879739 | 8725488E-02 -0.8 20
Methyl iodide A 32.000 9.9800 0.5848188 0.1823132 -68.8 20 *
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: MS-V5 Calibration: 1702011

Lab File ID: 10FEB33.D Calibration Date: ~ 01/26/17 17:00

Sequence: 1702340 Injection Date: 02/10/17

Lab Sample ID: 1702340-CCV4 Injection Time: 18:45

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Methyl isobutyl ketone A 160.00 143.50 0.1389299 0.1246013 -10.3 20
Methyl methacrylate A 80.000 73.140 8.339718E-02 | 7.624527E-02 -8.6 20
Propionitrile A 400.00 403.92 2.300947E-02 | 2.323475E-02 1.0 20
Vinyl acetate A 160.00 109.72 0.6344058 0.4350554 -31.4 20

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits  for beginning CCVs. For ending CCVs, limit is 50.

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

SURROGATE STANDARD RECOVERY AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702048 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Surrogate Spike % Recovery Calibration RT Diff
Compound Level ug/L Recovery Limits RT Mean RT RT Diff Limit

Cal Standard (1702048-CAL1) Lab File ID: 26JAN06.D Analyzed: 01/26/17 16:07
1,2-Dichloroethane-d4 (Surrogate) 10.000 98.6 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 95.5 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 88.4 10.35 10.355 -0.0050 +/-1.0
Cal Standard (1702048-CAL2 ) Lab File ID: 26JAN07.D Analyzed: 01/26/17 16:30
1,2-Dichloroethane-d4 (Surrogate) 10.000 99.3 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 97.1 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 90.4 10.36 10.355 0.0050 +/-1.0
Cal Standard (1702048-CAL3) Lab File ID: 26JAN08.D Analyzed: 01/26/17 16:53
1,2-Dichloroethane-d4 (Surrogate) 10.000 103 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 94.8 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 96.0 10.36 10.355 0.0050 +/-1.0
Cal Standard (1702048-CALS5) Lab File ID: 26JAN10.D Analyzed: 01/26/17 17:39
1,2-Dichloroethane-d4 (Surrogate) 10.000 97.1 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 97.2 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 93.3 10.35 10.355 -0.0050 +/-1.0
Cal Standard (1702048-CAL6 ) Lab File ID: 26JAN11.D Analyzed: 01/26/17 18:02
1,2-Dichloroethane-d4 (Surrogate) 10.000 86.6 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 934 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 89.5 10.35 10.355 -0.0050 +/-1.0
Cal Standard (1702048-CAL4 ) Lab File ID: 26JAN14.D Analyzed: 01/26/17 19:12
1,2-Dichloroethane-d4 (Surrogate) 10.000 106 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 102 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 102 10.36 10.355 0.0050 +/-1.0
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

Alameda

Kelli Miller

3/6/2017 4:25:23PM

5023146096

SURROGATE STANDARD RECOVERY AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702156 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Surrogate Spike % Recovery Calibration RT Diff
Compound Level ug/L Recovery Limits RT Mean RT RT Diff Limit

Initial Cal Check (1702156-ICV1) Lab File ID: 26JAN15.D Analyzed: 01/26/17 19:35
1,2-Dichloroethane-d4 (Surrogate) 10.000 104 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.1 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 108 85-114 10.36 10.355 0.0050 +/-1.0
Initial Cal Blank (1702156-ICB1 ) Lab File ID: 26JAN17.D Analyzed: 01/26/17 20:23
1,2-Dichloroethane-d4 (Surrogate) 10.000 113 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 99.3 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 103 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Check (1702156-CCV1) Lab File ID: 08FEB02.D Analyzed: 02/08/17 05:47
1,2-Dichloroethane-d4 (Surrogate) 10.000 112 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.5 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 101 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Blank (1702156-CCB1) Lab File ID: 08FEB05.D Analyzed: 02/08/17 06:58
1,2-Dichloroethane-d4 (Surrogate) 10.000 108 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 102 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 96.6 85-114 10.35 10.355 -0.0050 +/-1.0
Blank (B[B0714-BLK1 ) Lab File ID: 0S8FEB16.D Analyzed: 02/08/17 11:25
1,2-Dichloroethane-d4 (Surrogate) 10.000 104 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 99.6 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 94.1 85-114 10.35 10.355 -0.0050 +/-1.0
P4-1-MWIB2_170201 (1702918-10 ) Lab File ID: 0S8FEB26.D Analyzed: 02/08/17 15:17
1,2-Dichloroethane-d4 (Surrogate) 10.000 103 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 103 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 99.1 85-114 10.35 10.355 -0.0050 +/-1.0
LCS (B[B0714-BS1 ) Lab File ID: 08FEB27.D Analyzed: 02/08/17 15:40
1,2-Dichloroethane-d4 (Surrogate) 10.000 97.9 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 99.0 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 98.5 85-114 10.35 10.355 -0.0050 +/-1.0
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

SURROGATE STANDARD RECOVERY AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702156 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Surrogate Spike % Recovery Calibration RT Diff
Compound Level ug/L Recovery Limits RT Mean RT RT Diff Limit

Matrix Spike (B[B0714-MS1 ) Lab File ID: 0S8FEB28.D Analyzed: 02/08/17 16:03
1,2-Dichloroethane-d4 (Surrogate) 10.000 93.8 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 96.7 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 99.5 85-114 10.35 10.355 -0.0050 +/-1.0
Matrix Spike Dup (B[B0714-MSD1 ) Lab File ID: 08FEB29.D Analyzed: 02/08/17 16:26
1,2-Dichloroethane-d4 (Surrogate) 10.000 93.4 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 99.7 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 95.1 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Check (1702156-CCV3) Lab File ID: 08FEB32.D Analyzed: 02/08/17 17:36
1,2-Dichloroethane-d4 (Surrogate) 10.000 95.7 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 99.2 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 95.8 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Blank (1702156-CCB2 ) Lab File ID: 08FEB34.D Analyzed: 02/08/17 18:22
1,2-Dichloroethane-d4 (Surrogate) 10.000 103 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.0 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 93.3 85-114 10.35 10.355 -0.0050 +/-1.0
D03-03_170201 (1702918-01 ) Lab File ID: 0S8FEB35.D Analyzed: 02/08/17 18:45
1,2-Dichloroethane-d4 (Surrogate) 10.000 105 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 95.3 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 95.7 85-114 10.35 10.355 -0.0050 +/-1.0
DUP15_170201 (1702918-02 ) Lab File ID: 08FEB36.D Analyzed: 02/08/17 19:08
1,2-Dichloroethane-d4 (Surrogate) 10.000 101 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 96.1 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 94.6 85-114 10.35 10.355 -0.0050 +/-1.0
DUP16_170201 (1702918-03 ) Lab File ID: 08FEB37.D Analyzed: 02/08/17 19:31
1,2-Dichloroethane-d4 (Surrogate) 10.000 108 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 99.5 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 97.2 85-114 10.35 10.355 -0.0050 +/-1.0
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

SURROGATE STANDARD RECOVERY AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702156 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Surrogate Spike % Recovery Calibration RT Diff
Compound Level ug/L Recovery Limits RT Mean RT RT Diff Limit

M03-10_170201 (1702918-05) Lab File ID: 0S8FEB39.D Analyzed: 02/08/17 20:18
1,2-Dichloroethane-d4 (Surrogate) 10.000 108 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 95.0 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 96.9 85-114 10.35 10.355 -0.0050 +/-1.0
MW360-1_170201 (1702918-08 ) Lab File ID: 0S8FEB41.D Analyzed: 02/08/17 21:05
1,2-Dichloroethane-d4 (Surrogate) 10.000 105 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 104 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 98.0 85-114 10.35 10.355 -0.0050 +/-1.0
MW630-4_170201 (1702918-09) Lab File ID: 08FEB42.D Analyzed: 02/08/17 21:28
1,2-Dichloroethane-d4 (Surrogate) 10.000 109 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.9 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 97.5 85-114 10.35 10.355 -0.0050 +/-1.0
P-4-1-MWS6_170201 (1702918-11) Lab File ID: 08FEB43.D Analyzed: 02/08/17 21:52
1,2-Dichloroethane-d4 (Surrogate) 10.000 110 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 97.4 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 95.8 85-114 10.35 10.355 -0.0050 +/-1.0
S4-TT-MW01_170201 (1702918-12) Lab File ID: 0S8FEB44.D Analyzed: 02/08/17 22:15
1,2-Dichloroethane-d4 (Surrogate) 10.000 105 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 97.5 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 95.4 85-114 10.35 10.355 -0.0050 +/-1.0
372-MW1_170201 (1702918-13) Lab File ID: 0S8FEB45.D Analyzed: 02/08/17 22:38
1,2-Dichloroethane-d4 (Surrogate) 10.000 103 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 99.7 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 99.1 85-114 10.35 10.355 -0.0050 +/-1.0
EB15_170201 (1702918-14 ) Lab File ID: 08FEB46.D Analyzed: 02/08/17 23:02
1,2-Dichloroethane-d4 (Surrogate) 10.000 107 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 97.8 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 96.0 85-114 10.35 10.355 -0.0050 +/-1.0
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

SURROGATE STANDARD RECOVERY AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702156 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Surrogate Spike % Recovery Calibration RT Diff
Compound Level ug/L Recovery Limits RT Mean RT RT Diff Limit

EB16_170201 (1702918-15) Lab File ID: 0S8FEB47.D Analyzed: 02/08/17 23:25
1,2-Dichloroethane-d4 (Surrogate) 10.000 106 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.3 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 95.4 85-114 10.35 10.355 -0.0050 +/-1.0
M03-05_170201 (1702918-16) Lab File ID: 0S8FEB48.D Analyzed: 02/08/17 23:49
1,2-Dichloroethane-d4 (Surrogate) 10.000 111 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 97.5 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 98.3 85-114 10.35 10.355 -0.0050 +/-1.0
MW-02_170201 (1702918-18) Lab File ID: 08FEB49.D Analyzed: 02/09/17 00:12
1,2-Dichloroethane-d4 (Surrogate) 10.000 111 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.8 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 96.9 85-114 10.35 10.355 -0.0050 +/-1.0
M03-18_170201 (1702918-06 ) Lab File ID: 08FEB59.D Analyzed: 02/09/17 04:04
1,2-Dichloroethane-d4 (Surrogate) 10.000 110 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 99.7 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 100 85-114 10.35 10.355 -0.0050 +/-1.0
M03-17_170201 (1702918-17 ) Lab File ID: 0S8FEB60.D Analyzed: 02/09/17 04:27
1,2-Dichloroethane-d4 (Surrogate) 10.000 103 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 96.3 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 102 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Check (1702156-CCVS5) Lab File ID: 09FEB02.D Analyzed: 02/09/17 05:14
1,2-Dichloroethane-d4 (Surrogate) 10.000 99.1 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 100 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 99.4 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Blank (1702156-CCB3) Lab File ID: 09FEB04.D Analyzed: 02/09/17 06:12
1,2-Dichloroethane-d4 (Surrogate) 10.000 106 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.5 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 92.1 85-114 10.35 10.355 -0.0050 +/-1.0
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

SURROGATE STANDARD RECOVERY AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702254 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Surrogate Spike % Recovery Calibration RT Diff
Compound Level ug/L Recovery Limits RT Mean RT RT Diff Limit

Initial Cal Check (1702254-ICV1) Lab File ID: 26JAN15.D Analyzed: 01/26/17 19:35
1,2-Dichloroethane-d4 (Surrogate) 10.000 104 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.1 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 108 85-114 10.36 10.355 0.0050 +/-1.0
Calibration Blank (1702254-CCB1 ) Lab File ID: 09FEB08.D Analyzed: 02/09/17 07:51
1,2-Dichloroethane-d4 (Surrogate) 10.000 104 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.9 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 96.7 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Check (1702254-CCV3) Lab File ID: 09FEB36.D Analyzed: 02/09/17 18:51
1,2-Dichloroethane-d4 (Surrogate) 10.000 97.9 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 97.9 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 106 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Blank (1702254-CCB2) Lab File ID: 09FEB38.D Analyzed: 02/09/17 19:37
1,2-Dichloroethane-d4 (Surrogate) 10.000 101 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 99.2 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 94.2 85-114 10.35 10.355 -0.0050 +/-1.0
M03-06_170201 (1702918-04 ) Lab File ID: 09FEB40.D Analyzed: 02/09/17 20:23
1,2-Dichloroethane-d4 (Surrogate) 10.000 102 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.6 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 95.9 85-114 10.35 10.355 -0.0050 +/-1.0
M03-19_170201 (1702918-07 ) Lab File ID: 09FEB41.D Analyzed: 02/09/17 20:47
1,2-Dichloroethane-d4 (Surrogate) 10.000 105 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.7 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 98.7 85-114 10.35 10.355 -0.0050 +/-1.0
DUP16_170201 (1702918-03RE1 ) Lab File ID: 09FEB52.D Analyzed: 02/10/17 01:02
1,2-Dichloroethane-d4 (Surrogate) 10.000 104 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.6 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 101 85-114 10.35 10.355 -0.0050 +/-1.0
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:

Project:
Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

SURROGATE STANDARD RECOVERY AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702254 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Surrogate Spike % Recovery Calibration RT Diff
Compound Level ug/L Recovery Limits RT Mean RT RT Diff Limit

MW360-1_170201 (1702918-08RE1 ) Lab File ID: 09FEB53.D Analyzed: 02/10/17 01:25
1,2-Dichloroethane-d4 (Surrogate) 10.000 105 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 95.6 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 99.0 85-114 10.35 10.355 -0.0050 +/-1.0
MW630-4_170201 (1702918-09RE1 ) Lab File ID: 09FEB54.D Analyzed: 02/10/17 01:48
1,2-Dichloroethane-d4 (Surrogate) 10.000 107 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 99.5 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 98.7 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Check (1702254-CCV5) Lab File ID: 10FEB02.D Analyzed: 02/10/17 06:27
1,2-Dichloroethane-d4 (Surrogate) 10.000 100 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 101 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 97.0 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Blank (1702254-CCB3 ) Lab File ID: 10FEB04.D Analyzed: 02/10/17 07:14
1,2-Dichloroethane-d4 (Surrogate) 10.000 105 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.4 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 98.7 85-114 10.35 10.355 -0.0050 +/-1.0
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

Alameda

Kelli Miller

3/6/2017 4:25:23PM

5023146096

SURROGATE STANDARD RECOVERY AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702340 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Surrogate Spike % Recovery Calibration RT Diff
Compound Level ug/L Recovery Limits RT Mean RT RT Diff Limit

Initial Cal Check (1702340-ICV1) Lab File ID: 26JAN15.D Analyzed: 01/26/17 19:35
1,2-Dichloroethane-d4 (Surrogate) 10.000 104 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.1 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 108 85-114 10.36 10.355 0.0050 +/-1.0
Initial Cal Blank (1702340-ICB1) Lab File ID: 26JAN17.D Analyzed: 01/26/17 20:23
1,2-Dichloroethane-d4 (Surrogate) 10.000 113 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 99.3 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 103 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Check (1702340-CCV1) Lab File ID: 10FEB02.D Analyzed: 02/10/17 06:27
1,2-Dichloroethane-d4 (Surrogate) 10.000 100 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 101 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 97.0 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Blank (1702340-CCB1 ) Lab File ID: 10FEB04.D Analyzed: 02/10/17 07:14
1,2-Dichloroethane-d4 (Surrogate) 10.000 105 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 98.4 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 98.7 85-114 10.35 10.355 -0.0050 +/-1.0
DUP16_170201 (1702918-03RE2 ) Lab File ID: 10FEB08.D Analyzed: 02/10/17 08:47
1,2-Dichloroethane-d4 (Surrogate) 10.000 109 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 97.6 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 96.8 85-114 10.35 10.355 -0.0050 +/-1.0
MW360-1_170201 (1702918-08RE2 ) Lab File ID: I0FEB09.D Analyzed: 02/10/17 09:10
1,2-Dichloroethane-d4 (Surrogate) 10.000 110 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 100 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 93.3 85-114 10.35 10.355 -0.0050 +/-1.0
MW-02_170201 (1702918-18RE1 ) Lab File ID: 10FEB10.D Analyzed: 02/10/17 09:34
1,2-Dichloroethane-d4 (Surrogate) 10.000 106 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 100 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 94.4 85-114 10.35 10.355 -0.0050 +/-1.0
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

SURROGATE STANDARD RECOVERY AND RT SUMMARY

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Sequence: 1702340 Instrument: MS-V5
Matrix: Water Calibration: 1702011
Surrogate Spike % Recovery Calibration RT Diff
Compound Level ug/L Recovery Limits RT Mean RT RT Diff Limit
P4-1-MWIB2_170201 (1702918-10RE1 ) Lab File ID: 10FEB11.D Analyzed: 02/10/17 09:57
1,2-Dichloroethane-d4 (Surrogate) 10.000 106 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 99.7 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 99.5 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Check (1702340-CCV3) Lab File ID: I0FEB32.D Analyzed: 02/10/17 18:22
1,2-Dichloroethane-d4 (Surrogate) 10.000 98.4 81-118 6.92 6.921667 -0.0017 +/-1.0
Toluene-d8 (Surrogate) 10.000 95.3 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 99.0 85-114 10.35 10.355 -0.0050 +/-1.0
Calibration Blank (1702340-CCB2 ) Lab File ID: 10FEB34.D Analyzed: 02/10/17 19:08
1,2-Dichloroethane-d4 (Surrogate) 10.000 107 81-118 6.93 6.921667 0.0083 +/-1.0
Toluene-d8 (Surrogate) 10.000 94.0 89-112 8.61 8.61 0.0000 +/-1.0
4-Bromofluorobenzene (Surrogate) 10.000 95.9 85-114 10.35 10.355 -0.0050 +/-1.0
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

INTERNAL STANDARD AREA AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702048 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Reference Reference Area % RT Diff

Internal Standard Response RT Response RT Area % Limits RT Diff Limit
Cal Standard (1702048-CALD ) Lab File ID: 13DEC06.D Analyzed: 12/13/16 10:10
Pentafluorobenzene (IS) | 1968 | 6711 | 210237 | 659 85 | 50-200 | 0.1200 | +-050
Cal Standard (1702048-CALE ) Lab File ID: 13DEC07.D Analyzed: 12/13/16 10:32
Pentafluorobenzene (IS) | 1927 | 67 | 210037 | 659 87 | 50-200 | 01100 | +-050
Cal Standard (1702048-CALF ) Lab File ID: 13DEC08.D Analyzed: 12/13/16 10:55
Pentafluorobenzene (IS) | msass0 | 67 | 210237 | 659 87 | 50-200 | 01100 | +-050
Cal Standard (1702048-CALG) Lab File ID: 13DEC09.D Analyzed: 12/13/16 11:18
Pentafluorobenzene (IS) | 1sase | 67 | 210237 | 659 83 | 50-200 | 01100 | +-050
Cal Standard (1702048-CALH ) Lab File ID: 13DEC10.D Analyzed: 12/13/16 11:41
Pentafluorobenzene (IS) | 1ms03 | 67 | 210237 | 659 85 | 50-200 | 01100 | +-050
Cal Standard (1702048-CALI) Lab File ID: 13DEC11.D Analyzed: 12/13/16 12:04
Pentafluorobenzene (IS) | o2 | emt | 210237 | 659 86 | 50-200 | 0.1200 | +-050
Cal Standard (1702048-CAL1 ) Lab File ID: 26JAN06.D Analyzed: 01/26/17 16:07
Pentafluorobenzene (IS) 220247 6.58 210237 6.59 105 50 - 200 -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 74437 9.62 76990 9.62 97 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 307137 7.39 296345 7.39 104 50 -200 0.0000 +/-0.50
Cal Standard (1702048-CAL2) Lab File ID: 26JAN07.D Analyzed: 01/26/17 16:30
Pentafluorobenzene (IS) 220154 6.58 210237 6.59 105 50 -200 -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 72326 9.62 76990 9.62 94 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 293817 7.39 296345 7.39 99 50 -200 0.0000 +/-0.50
Cal Standard (1702048-CAL3) Lab File ID: 26JAN08.D Analyzed: 01/26/17 16:53
Pentafluorobenzene (IS) 205618 6.58 210237 6.59 98 50 - 200 -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 69095 9.62 76990 9.62 90 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 296048 7.39 296345 7.39 100 50 - 200 0.0000 +/-0.50
Cal Standard (1702048-CALS5) Lab File ID: 26JAN10.D Analyzed: 01/26/17 17:39
Pentafluorobenzene (IS) 205022 6.58 210237 6.59 98 50 -200 -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 71070 9.63 76990 9.62 92 50 - 200 0.0100 +/-0.50
1,4-Difluorobenzene (IS) 294320 7.39 296345 7.39 99 50 - 200 0.0000 +/-0.50
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

INTERNAL STANDARD AREA AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702048 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Reference Reference Area % RT Diff

Internal Standard Response RT Response RT Area % Limits RT Diff Limit
Cal Standard (1702048-CAL6 ) Lab File ID: 26JAN11.D Analyzed: 01/26/17 18:0
Pentafluorobenzene (IS) 209417 6.58 210237 6.59 100 50-200 | -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 67636 9.63 76990 9.62 88 50 - 200 0.0100 +/-0.50
1,4-Difluorobenzene (IS) 306655 7.39 296345 7.39 103 50 -200 0.0000 +/-0.50
Cal Standard (1702048-CAL4 ) Lab File ID: 26JAN14.D Analyzed: 01/26/17 19:1
Pentafluorobenzene (IS) 210237 6.59 210237 6.59 100 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 76990 9.62 76990 9.62 100 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 296345 7.39 296345 7.39 100 50 -200 0.0000 +/-0.50
Cal Standard (1702048-CAL7) Lab File ID: 07FEB07.D Analyzed: 02/07/17 09:3
Pentafluorobenzene (IS) 198502 6.59 210237 6.59 94 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 65644 9.62 76990 9.62 85 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 262651 7.39 296345 7.39 89 50 - 200 0.0000 +/-0.50
Cal Standard (1702048-CALS ) Lab File ID: 07FEB08.D Analyzed: 02/07/17 09:5
Pentafluorobenzene (IS) 197084 6.59 210237 6.59 94 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 66400 9.62 76990 9.62 86 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 256192 7.39 296345 7.39 86 50 - 200 0.0000 +/-0.50
Cal Standard (1702048-CAL9) Lab File ID: 07FEB09.D Analyzed: 02/07/17 10:1
Pentafluorobenzene (IS) 199098 6.58 210237 6.59 95 50-200 | -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 66850 9.62 76990 9.62 87 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 268584 7.39 296345 7.39 91 50 -200 0.0000 +/-0.50
Cal Standard (1702048-CALA ) Lab File ID: 07FEB10.D Analyzed: 02/07/17 10:4
Pentafluorobenzene (IS) 189807 6.59 210237 6.59 90 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 67543 9.63 76990 9.62 88 50 - 200 0.0100 +/-0.50
1,4-Difluorobenzene (IS) 267711 7.39 296345 7.39 90 50 -200 0.0000 +/-0.50
Cal Standard (1702048-CALB ) Lab File ID: 07FEB11.D Analyzed: 02/07/17 11:0
Pentafluorobenzene (IS) 192292 6.58 210237 6.59 91 50-200 | -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 64347 9.62 76990 9.62 84 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 268075 7.39 296345 7.39 90 50 - 200 0.0000 +/-0.50
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

INTERNAL STANDARD AREA AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702048 Instrument: MS-VS5

Matrix: Water Calibration: 1702011

Reference Reference Area % RT Diff

Internal Standard Response RT Response RT Area % Limits RT Diff Limit
Cal Standard (1702048-CALC) Lab File ID: 07FEB12.D Analyzed: 02/07/17 11:27
Pentafluorobenzene (IS) 198987 6.58 210237 6.59 95 50 - 200 -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 68486 9.62 76990 9.62 89 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 272690 7.39 296345 7.39 92 50 - 200 0.0000 +/-0.50
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INTERNAL STANDARD AREA AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702156 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Reference Reference Area % RT Diff

Internal Standard Response RT Response RT Area % Limits RT Diff Limit
Initial Cal Check (1702156-I1CV1) Lab File ID: 26JAN15.D Analyzed: 01/26/17 19:35
Pentafluorobenzene (IS) 213388 6.58 210237 6.59 101 50-200 | -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 73774 9.62 76990 9.62 96 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 304652 7.39 296345 7.39 103 50 - 200 0.0000 +/-0.50
Initial Cal Blank (1702156-ICB1 ) Lab File ID: 26JAN17.D Analyzed: 01/26/17 20:23
Pentafluorobenzene (IS) 218750 6.59 213388 6.58 103 50 - 200 0.0100 +/-0.50
Chlorobenzene-d5 (IS) 72255 9.62 73774 9.62 98 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 295229 7.39 304652 7.39 97 50 -200 0.0000 +/-0.50
Initial Cal Check (1702156-ICV2) Lab File ID: 07FEB15.D Analyzed: 02/07/17 12:46
Pentafluorobenzene (IS) 188542 6.59 210237 6.59 90 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 65064 9.63 76990 9.62 85 50 - 200 0.0100 +/-0.50
1,4-Difluorobenzene (IS) 259624 7.39 296345 7.39 88 50 - 200 0.0000 +/-0.50
Initial Cal Blank (1702156-ICB2 ) Lab File ID: 07FEB17.D Analyzed: 02/07/17 13:33
Pentafluorobenzene (IS) 199643 6.58 188542 6.59 106 50-200 | -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 66387 9.63 65064 9.63 102 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 275356 7.39 259624 7.39 106 50 - 200 0.0000 +/-0.50
Calibration Check (1702156-CCV1) Lab File ID: 08FEB02.D Analyzed: 02/08/17 05:47
Pentafluorobenzene (IS) 187488 6.59 210237 6.59 89 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 69268 9.62 76990 9.62 90 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 271294 7.39 296345 7.39 92 50 - 200 0.0000 +/-0.50
Calibration Check (1702156-CCV2) Lab File ID: 08FEB03.D Analyzed: 02/08/17 06:11
Pentafluorobenzene (IS) 190650 6.58 210237 6.59 91 50-200 | -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 66125 9.63 76990 9.62 86 50 -200 0.0100 +/-0.50
1,4-Difluorobenzene (IS) 266176 7.39 296345 7.39 90 50 -200 0.0000 +/-0.50
Calibration Blank (1702156-CCB1 ) Lab File ID: 08FEB05.D Analyzed: 02/08/17 06:58
Pentafluorobenzene (IS) 187281 6.58 190650 6.58 98 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 65302 9.62 66125 9.63 99 50-200 | -0.0100 +/-0.50
1,4-Difluorobenzene (IS) 254348 7.39 266176 7.39 96 50 - 200 0.0000 +/-0.50
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

INTERNAL STANDARD AREA AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702156 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Reference Reference Area % RT Diff

Internal Standard Response RT Response RT Area % Limits RT Diff Limit
Blank (B[B0714-BLK1 ) Lab File ID: 08FEB16.D Analyzed: 02/08/17 11:2
Pentafluorobenzene (IS) 197055 6.58 190650 6.58 103 50 -200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 67275 9.63 66125 9.63 102 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 268062 7.39 266176 7.39 101 50 -200 0.0000 +/-0.50
P4-1-MWIB2_170201 (1702918-10 ) Lab File ID: 08FEB26.D Analyzed: 02/08/17 15:1
Pentafluorobenzene (IS) 200055 6.58 190650 6.58 105 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 68451 9.62 66125 9.63 104 50-200 | -0.0100 +/-0.50
1,4-Difluorobenzene (IS) 264159 7.39 266176 7.39 99 50 -200 0.0000 +/-0.50
LCS (B[B0714-BS1) Lab File ID: 08FEB27.D Analyzed: 02/08/17 15:4
Pentafluorobenzene (IS) 194083 6.59 190650 6.58 102 50 - 200 0.0100 +/-0.50
Chlorobenzene-d5 (IS) 66248 9.62 66125 9.63 100 50-200 | -0.0100 +/-0.50
1,4-Difluorobenzene (IS) 275638 7.39 266176 7.39 104 50 - 200 0.0000 +/-0.50
Matrix Spike (B[B0714-MS1 ) Lab File ID: 08FEB28.D Analyzed: 02/08/17 16:0
Pentafluorobenzene (IS) 196825 6.58 190650 6.58 103 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 67427 9.62 66125 9.63 102 50-200 | -0.0100 +/-0.50
1,4-Difluorobenzene (IS) 270231 7.39 266176 7.39 102 50 - 200 0.0000 +/-0.50
Matrix Spike Dup (B[B0714-MSD1 ) Lab File ID: 08FEB29.D Analyzed: 02/08/17 16:2
Pentafluorobenzene (IS) 204071 6.59 190650 6.58 107 50 -200 0.0100 +/-0.50
Chlorobenzene-d5 (IS) 71370 9.62 66125 9.63 108 50-200 | -0.0100 +/-0.50
1,4-Difluorobenzene (IS) 280015 7.39 266176 7.39 105 50 -200 0.0000 +/-0.50
Calibration Check (1702156-CCV3) Lab File ID: 08FEB32.D Analyzed: 02/08/17 17:3
Pentafluorobenzene (IS) 198948 6.58 210237 6.59 95 50 - 200 -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 71496 9.62 76990 9.62 93 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 279490 7.39 296345 7.39 94 50 -200 0.0000 +/-0.50
Calibration Check (1702156-CCV4) Lab File ID: 08FEB33.D Analyzed: 02/08/17 17:5
Pentafluorobenzene (IS) 176929 6.58 210237 6.59 84 50 - 200 -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 60035 9.62 76990 9.62 78 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 251715 7.39 296345 7.39 85 50 - 200 0.0000 +/-0.50
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INTERNAL STANDARD AREA AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702156 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Reference Reference Area % RT Diff

Internal Standard Response RT Response RT Area % Limits RT Diff Limit
Calibration Blank (1702156-CCB2 ) Lab File ID: 08FEB34.D Analyzed: 02/08/17 18:22
Pentafluorobenzene (IS) 211141 6.58 176929 6.58 119 50 -200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 72302 9.62 60035 9.62 120 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 287228 7.39 251715 7.39 114 50 -200 0.0000 +/-0.50
D03-03_170201 (1702918-01 ) Lab File ID: 08FEB35.D Analyzed: 02/08/17 18:45
Pentafluorobenzene (IS) 207264 6.58 176929 6.58 117 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 70383 9.62 60035 9.62 117 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 287720 7.39 251715 7.39 114 50 -200 0.0000 +/-0.50
DUP15_170201 (1702918-02 ) Lab File ID: 08FEB36.D Analyzed: 02/08/17 19:08
Pentafluorobenzene (IS) 197172 6.58 176929 6.58 111 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 68622 9.62 60035 9.62 114 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 270687 7.39 251715 7.39 108 50 - 200 0.0000 +/-0.50
DUP16_170201 (1702918-03 ) Lab File ID: 08FEB37.D Analyzed: 02/08/17 19:31
Pentafluorobenzene (IS) 195708 6.58 176929 6.58 111 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 66814 9.62 60035 9.62 111 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 257899 7.39 251715 7.39 102 50 - 200 0.0000 +/-0.50
M03-10_170201 (1702918-05) Lab File ID: 08FEB39.D Analyzed: 02/08/17 20:18
Pentafluorobenzene (IS) 195214 6.58 176929 6.58 110 50 -200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 65649 9.62 60035 9.62 109 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 269274 7.39 251715 7.39 107 50 -200 0.0000 +/-0.50
MW360-1_170201 (1702918-08 ) Lab File ID: 08FEB41.D Analyzed: 02/08/17 21:05
Pentafluorobenzene (IS) 192686 6.58 176929 6.58 109 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 66734 9.62 60035 9.62 111 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 253480 7.39 251715 7.39 101 50 -200 0.0000 +/-0.50
MW630-4_170201 (1702918-09) Lab File ID: 08FEB42.D Analyzed: 02/08/17 21:28
Pentafluorobenzene (IS) 193869 6.58 176929 6.58 110 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 66113 9.62 60035 9.62 110 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 267900 7.39 251715 7.39 106 50 - 200 0.0000 +/-0.50
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

INTERNAL STANDARD AREA AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702156 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Reference Reference Area % RT Diff

Internal Standard Response RT Response RT Area % Limits RT Diff Limit
P-4-1-MWS6_170201 (1702918-11 ) Lab File ID: 08FEB43.D Analyzed: 02/08/17 21:5
Pentafluorobenzene (IS) 186186 6.58 176929 6.58 105 50 -200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 66134 9.62 60035 9.62 110 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 258052 7.39 251715 7.39 103 50 -200 0.0000 +/-0.50
S4-TT-MW01_170201 (1702918-12) Lab File ID: 08FEB44.D Analyzed: 02/08/17 22:1
Pentafluorobenzene (IS) 192057 6.58 176929 6.58 109 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 67667 9.62 60035 9.62 113 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 267111 7.39 251715 7.39 106 50 -200 0.0000 +/-0.50
372-MW1_170201 (1702918-13) Lab File ID: 08FEB45.D Analyzed: 02/08/17 22:3
Pentafluorobenzene (IS) 207906 6.58 176929 6.58 118 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 67646 9.62 60035 9.62 113 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 275287 7.39 251715 7.39 109 50 - 200 0.0000 +/-0.50
EB15_170201 (1702918-14 ) Lab File ID: 08FEB46.D Analyzed: 02/08/17 23:0
Pentafluorobenzene (IS) 199977 6.59 176929 6.58 113 50 - 200 0.0100 +/-0.50
Chlorobenzene-d5 (IS) 65882 9.62 60035 9.62 110 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 271038 7.39 251715 7.39 108 50 - 200 0.0000 +/-0.50
EB16_170201 (1702918-15 ) Lab File ID: 08FEB47.D Analyzed: 02/08/17 23:2
Pentafluorobenzene (IS) 193125 6.59 176929 6.58 109 50 -200 0.0100 +/-0.50
Chlorobenzene-d5 (IS) 62304 9.63 60035 9.62 104 50 - 200 0.0100 +/-0.50
1,4-Difluorobenzene (IS) 259812 7.39 251715 7.39 103 50 -200 0.0000 +/-0.50
M03-05_170201 (1702918-16) Lab File ID: 0S8FEB48.D Analyzed: 02/08/17 23:4
Pentafluorobenzene (IS) 192623 6.59 176929 6.58 109 50 - 200 0.0100 +/-0.50
Chlorobenzene-d5 (IS) 61853 9.62 60035 9.62 103 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 258725 7.39 251715 7.39 103 50 -200 0.0000 +/-0.50
MW-02_170201 (1702918-18) Lab File ID: 08FEB49.D Analyzed: 02/09/17 00:1
Pentafluorobenzene (IS) 192364 6.58 176929 6.58 109 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 69484 9.63 60035 9.62 116 50 -200 0.0100 +/-0.50
1,4-Difluorobenzene (IS) 263196 7.39 251715 7.39 105 50 - 200 0.0000 +/-0.50
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INTERNAL STANDARD AREA AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702156 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Reference Reference Area % RT Diff

Internal Standard Response RT Response RT Area % Limits RT Diff Limit
M03-18 170201 (1702918-06) Lab File ID: 08FEB59.D Analyzed: 02/09/17 04:04
Pentafluorobenzene (IS) 175139 6.58 176929 6.58 99 50 -200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 60560 9.62 60035 9.62 101 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 237097 7.39 251715 7.39 94 50 -200 0.0000 +/-0.50
M03-17_170201 (1702918-17) Lab File ID: 08FEB60.D Analyzed: 02/09/17 04:27
Pentafluorobenzene (IS) 192251 6.58 176929 6.58 109 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 63045 9.62 60035 9.62 105 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 262128 7.39 251715 7.39 104 50 -200 0.0000 +/-0.50
Calibration Check (1702156-CCV5) Lab File ID: 09FEB02.D Analyzed: 02/09/17 05:14
Pentafluorobenzene (IS) 188643 6.59 210237 6.59 90 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 65096 9.62 76990 9.62 85 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 258434 7.39 296345 7.39 87 50 - 200 0.0000 +/-0.50
Calibration Check (1702156-CCV6) Lab File ID: 09FEB03.D Analyzed: 02/09/17 05:37
Pentafluorobenzene (IS) 198905 6.58 210237 6.59 95 50-200 | -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 66702 9.62 76990 9.62 87 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 271267 7.39 296345 7.39 92 50 - 200 0.0000 +/-0.50
Calibration Blank (1702156-CCB3) Lab File ID: 09FEB04.D Analyzed: 02/09/17 06:12
Pentafluorobenzene (IS) 194916 6.59 198905 6.58 98 50 -200 0.0100 +/-0.50
Chlorobenzene-d5 (IS) 66253 9.63 66702 9.62 99 50 - 200 0.0100 +/-0.50
1,4-Difluorobenzene (IS) 261420 7.39 271267 7.39 96 50 -200 0.0000 +/-0.50
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

INTERNAL STANDARD AREA AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702254 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Reference Reference Area % RT Diff

Internal Standard Response RT Response RT Area % Limits RT Diff Limit
Initial Cal Check (1702254-I1CV1) Lab File ID: 26JAN15.D Analyzed: 01/26/17 19:3
Pentafluorobenzene (IS) 213388 6.58 210237 6.59 101 50-200 | -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 73774 9.62 76990 9.62 96 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 304652 7.39 296345 7.39 103 50 - 200 0.0000 +/-0.50
Initial Cal Check (1702254-ICV2) Lab File ID: 07FEB15.D Analyzed: 02/07/17 12:4
Pentafluorobenzene (IS) 188542 6.59 210237 6.59 90 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 65064 9.63 76990 9.62 85 50 -200 0.0100 +/-0.50
1,4-Difluorobenzene (IS) 259624 7.39 296345 7.39 88 50 -200 0.0000 +/-0.50
Initial Cal Blank (1702254-ICB2) Lab File ID: 07FEB17.D Analyzed: 02/07/17 13:3
Pentafluorobenzene (IS) 199643 6.58 188542 6.59 106 50 - 200 -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 66387 9.63 65064 9.63 102 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 275356 7.39 259624 7.39 106 50 - 200 0.0000 +/-0.50
Calibration Blank (1702254-CCB1) Lab File ID: 09FEB0S.D Analyzed: 02/09/17 07:5
Pentafluorobenzene (IS) 202332 6.58 188542 6.59 107 50 -200 -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 67208 9.62 65064 9.63 103 50-200 | -0.0100 +/-0.50
1,4-Difluorobenzene (IS) 272258 7.39 259624 7.39 105 50 - 200 0.0000 +/-0.50
Calibration Check (1702254-CCV3) Lab File ID: 09FEB36.D Analyzed: 02/09/17 18:5
Pentafluorobenzene (IS) 202576 6.59 210237 6.59 96 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 70104 9.62 76990 9.62 91 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 290973 7.39 296345 7.39 98 50 - 200 0.0000 +/-0.50
Calibration Check (1702254-CCV4) Lab File ID: 09FEB37.D Analyzed: 02/09/17 19:1
Pentafluorobenzene (IS) 202038 6.58 210237 6.59 96 50-200 | -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 73786 9.62 76990 9.62 96 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 288051 7.39 296345 7.39 97 50 -200 0.0000 +/-0.50
Calibration Blank (1702254-CCB2) Lab File ID: 09FEB38.D Analyzed: 02/09/17 19:3
Pentafluorobenzene (IS) 215460 6.58 202038 6.58 107 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 72313 9.62 73786 9.62 98 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 282843 7.39 288051 7.39 98 50 - 200 0.0000 +/-0.50
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INTERNAL STANDARD AREA AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702254 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Reference Reference Area % RT Diff

Internal Standard Response RT Response RT Area % Limits RT Diff Limit
M03-06_170201 (1702918-04 ) Lab File ID: 09FEB40.D Analyzed: 02/09/17 20:23
Pentafluorobenzene (IS) 206816 6.58 202038 6.58 102 50 -200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 66074 9.62 73786 9.62 90 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 280500 7.39 288051 7.39 97 50 -200 0.0000 +/-0.50
M03-19_170201 (1702918-07 ) Lab File ID: 09FEB41.D Analyzed: 02/09/17 20:47
Pentafluorobenzene (IS) 202904 6.58 202038 6.58 100 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 69650 9.62 73786 9.62 94 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 277906 7.39 288051 7.39 96 50 -200 0.0000 +/-0.50
DUP16_170201 (1702918-03RE1 ) Lab File ID: 09FEB52.D Analyzed: 02/10/17 01:02
Pentafluorobenzene (IS) 200767 6.58 202038 6.58 99 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 65828 9.62 73786 9.62 89 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 269326 7.39 288051 7.39 93 50 - 200 0.0000 +/-0.50
MW360-1_170201 (1702918-08RE1 ) Lab File ID: 09FEB53.D Analyzed: 02/10/17 01:25
Pentafluorobenzene (IS) 199742 6.58 202038 6.58 99 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 69189 9.62 73786 9.62 94 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 272474 7.39 288051 7.39 95 50 - 200 0.0000 +/-0.50
MW630-4_170201 (1702918-09RE1 ) Lab File ID: 09FEB54.D Analyzed: 02/10/17 01:48
Pentafluorobenzene (IS) 200360 6.58 202038 6.58 99 50 -200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 68541 9.62 73786 9.62 93 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 275849 7.39 288051 7.39 96 50 -200 0.0000 +/-0.50
Calibration Check (1702254-CCVS) Lab File ID: 10FEB02.D Analyzed: 02/10/17 06:27
Pentafluorobenzene (IS) 190081 6.59 210237 6.59 90 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 65682 9.63 76990 9.62 85 50 - 200 0.0100 +/-0.50
1,4-Difluorobenzene (IS) 264554 7.39 296345 7.39 89 50 -200 0.0000 +/-0.50
Calibration Check (1702254-CCV6) Lab File ID: 10FEB03.D Analyzed: 02/10/17 06:50
Pentafluorobenzene (IS) 187920 6.58 210237 6.59 89 50 - 200 -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 66125 9.62 76990 9.62 86 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 261715 7.39 296345 7.39 88 50 - 200 0.0000 +/-0.50
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

INTERNAL STANDARD AREA AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702254 Instrument: MS-VS5

Matrix: Water Calibration: 1702011

Reference Reference Area % RT Diff

Internal Standard Response RT Response RT Area % Limits RT Diff Limit
Calibration Blank (1702254-CCB3) Lab File ID: 10FEB04.D Analyzed: 02/10/17 07:14
Pentafluorobenzene (IS) 195851 6.58 187920 6.58 104 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 63968 9.62 66125 9.62 97 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 268151 7.39 261715 7.39 102 50 - 200 0.0000 +/-0.50
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

INTERNAL STANDARD AREA AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702340 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Reference Reference Area % RT Diff

Internal Standard Response RT Response RT Area % Limits RT Diff Limit
Initial Cal Check (1702340-ICV1) Lab File ID: 26JAN15.D Analyzed: 01/26/17 19:3
Pentafluorobenzene (IS) 213388 6.58 210237 6.59 101 50-200 | -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 73774 9.62 76990 9.62 96 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 304652 7.39 296345 7.39 103 50 - 200 0.0000 +/-0.50
Initial Cal Blank (1702340-ICB1 ) Lab File ID: 26JAN17.D Analyzed: 01/26/17 20:2
Pentafluorobenzene (IS) 218750 6.59 213388 6.58 103 50 - 200 0.0100 +/-0.50
Chlorobenzene-d5 (IS) 72255 9.62 73774 9.62 98 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 295229 7.39 304652 7.39 97 50 -200 0.0000 +/-0.50
Initial Cal Check (1702340-ICV2) Lab File ID: 07FEB15.D Analyzed: 02/07/17 12:4
Pentafluorobenzene (IS) 188542 6.59 210237 6.59 90 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 65064 9.63 76990 9.62 85 50 - 200 0.0100 +/-0.50
1,4-Difluorobenzene (IS) 259624 7.39 296345 7.39 88 50 - 200 0.0000 +/-0.50
Initial Cal Blank (1702340-ICB2) Lab File ID: 07FEB17.D Analyzed: 02/07/17 13:3
Pentafluorobenzene (IS) 199643 6.58 188542 6.59 106 50-200 | -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 66387 9.63 65064 9.63 102 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 275356 7.39 259624 7.39 106 50 - 200 0.0000 +/-0.50
Calibration Check (1702340-CCV1) Lab File ID: 10FEB02.D Analyzed: 02/10/17 06:2
Pentafluorobenzene (IS) 190081 6.59 210237 6.59 90 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 65682 9.63 76990 9.62 85 50 -200 0.0100 +/-0.50
1,4-Difluorobenzene (IS) 264554 7.39 296345 7.39 89 50 - 200 0.0000 +/-0.50
Calibration Check (1702340-CCV2) Lab File ID: 10FEB03.D Analyzed: 02/10/17 06:5
Pentafluorobenzene (IS) 187920 6.58 210237 6.59 89 50-200 | -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 66125 9.62 76990 9.62 86 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 261715 7.39 296345 7.39 88 50 -200 0.0000 +/-0.50
Calibration Blank (1702340-CCB1 ) Lab File ID: 10FEB04.D Analyzed: 02/10/17 07:1
Pentafluorobenzene (IS) 195851 6.58 187920 6.58 104 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 63968 9.62 66125 9.62 97 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 268151 7.39 261715 7.39 102 50 - 200 0.0000 +/-0.50
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INTERNAL STANDARD AREA AND RT SUMMARY

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702340 Instrument: MS-V5

Matrix: Water Calibration: 1702011

Reference Reference Area % RT Diff

Internal Standard Response RT Response RT Area % Limits RT Diff Limit
DUP16_170201 (1702918-03RE2 ) Lab File ID: 10FEB08.D Analyzed: 02/10/17 08:47
Pentafluorobenzene (IS) 190314 6.58 187920 6.58 101 50 -200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 63683 9.62 66125 9.62 96 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 262338 7.39 261715 7.39 100 50 -200 0.0000 +/-0.50
MW360-1_170201 (1702918-08RE2 ) Lab File ID: 10FEB09.D Analyzed: 02/10/17 09:10
Pentafluorobenzene (IS) 186607 6.58 187920 6.58 99 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 63736 9.62 66125 9.62 96 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 252668 7.39 261715 7.39 97 50 -200 0.0000 +/-0.50
MW-02_170201 (1702918-18RE1) Lab File ID: 10FEB10.D Analyzed: 02/10/17 09:34
Pentafluorobenzene (IS) 167262 6.58 187920 6.58 89 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 59257 9.62 66125 9.62 90 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 232084 7.39 261715 7.39 89 50 - 200 0.0000 +/-0.50
P4-1-MWIB2_170201 (1702918-10RE1 ) Lab File ID: 10FEB11.D Analyzed: 02/10/17 09:57
Pentafluorobenzene (IS) 189794 6.58 187920 6.58 101 50 -200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 64331 9.62 66125 9.62 97 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 260220 7.39 261715 7.39 99 50 - 200 0.0000 +/-0.50
Calibration Check (1702340-CCV3) Lab File ID: 10FEB32.D Analyzed: 02/10/17 18:22
Pentafluorobenzene (IS) 198712 6.58 210237 6.59 95 50-200 | -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 67645 9.62 76990 9.62 88 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 287575 7.39 296345 7.39 97 50 -200 0.0000 +/-0.50
Calibration Check (1702340-CCV4) Lab File ID: 10FEB33.D Analyzed: 02/10/17 18:45
Pentafluorobenzene (IS) 207704 6.58 210237 6.59 99 50 - 200 -0.0100 +/-0.50
Chlorobenzene-d5 (IS) 70199 9.62 76990 9.62 91 50 - 200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 285480 7.39 296345 7.39 96 50 -200 0.0000 +/-0.50
Calibration Blank (1702340-CCB2 ) Lab File ID: 10FEB34.D Analyzed: 02/10/17 19:08
Pentafluorobenzene (IS) 216504 6.58 207704 6.58 104 50 - 200 0.0000 +/-0.50
Chlorobenzene-d5 (IS) 70519 9.62 70199 9.62 100 50 -200 0.0000 +/-0.50
1,4-Difluorobenzene (IS) 302926 7.39 285480 7.39 106 50 - 200 0.0000 +/-0.50
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

San Diego, CA 92123

Reported:
9210 Sky Park Court #200 Project:
Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

INITIAL CALIBRATION STANDARDS

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702048 Instrument: MS-V5

Calibration: 1702011
Standard ID Description Lab Sample ID Lab File ID Analysis Date/Time
6J06023 8260 V5 BFB 50NG 1702048-TUN3 13DEC05.D 12/13/16 09:45
6L13070 8260 V5 1621865 TPPH IC1 1702048-CALD 13DEC06.D 12/13/16 10:10
6L13071 8260 V5 1621865 TPPH IC2 1702048-CALE 13DEC07.D 12/13/16 10:32
6L13072 8260 V5 1621865 TPPH IC3 1702048-CALF 13DEC08.D 12/13/16 10:55
6L13073 8260 V5 1621865 TPPH IC4 1702048-CALG 13DEC09.D 12/13/16 11:18
6L13074 8260 V5 1621865 TPPH IC5 1702048-CALH 13DEC10.D 12/13/16 11:41
6L13075 8260 V5 1621865 TPPH IC6 1702048-CALI 13DEC11.D 12/13/16 12:04
7A05057 8260 V5 BFB 25NG 1702048-TUN1 26JAN03.D 01/26/17 12:01
7A26048 8260 V51701474 IC1 1702048-CAL1 26JAN06.D 01/26/17 16:07
7A26049 8260 V51701474 1C2 1702048-CAL2 26JAN07.D 01/26/17 16:30
7A26050 8260 V51701474 IC3 1702048-CAL3 26JAN08.D 01/26/17 16:53
7A26052 8260 V5 1701474 ICS 1702048-CALS5 26JAN10.D 01/26/17 17:39
7A26053 8260 V51701474 1C6 1702048-CAL6 26JAN11.D 01/26/17 18:02
7A26051 8260 V51701474 1C4 1702048-CAL4 26JAN14.D 01/26/17 19:12
7A05057 8260 V5 BFB 25NG 1702048-TUN2 07FEB05.D 02/07/17 08:42
7B08028 8260 V5 1702048 XIC1 1702048-CAL7 07FEB07.D 02/07/17 09:30
7B08029 8260 V5 1702048 XIC2 1702048-CALS 07FEB08.D 02/07/17 09:53
7B08030 8260 V5 1702048 XIC3 1702048-CAL9 07FEB09.D 02/07/17 10:17
7B08031 8260 V5 1702048 XIC4 1702048-CALA 07FEB10.D 02/07/17 10:40
7B08032 8260 V5 1702048 XIC5 1702048-CALB 07FEB11.D 02/07/17 11:03
7B08033 8260 V5 1702048 XIC6 1702048-CALC 07FEB12.D 02/07/17 11:27
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITIAL CALIBRATION DATA

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702011 Instrument: MS-V5

Matrix: Water Calibration Date: 01/26/17 17:00

Level 01 Level 02 Level 03 Level 04 Level 05 Level 06

Compound ug/lL RF ug/lL RF ug/lL RF ug/lL RF ug/lL RF ug/L RF
Benzene 0.5 2.001299 1 2.095124 10 1.998001 25 1.814919 50 1.805429 100 1.622498
Bromobenzene 0.5 1.235138 1 1.233305 10 1.314683 25 1.165975 50 1.096814 100 1.03003
Bromochloromethane 0.5 0.1425672 1 0.1325436 10 0.1711621 25 0.1646656 50 0.1627728 100 0.154593
Bromodichloromethane 0.5 0.3039686 1 0.3564123 10 0.3451298 25 0.3564332 50 0.3208134 100 0.2925043
Bromoform 0.5 0.2880288 1 0.2935321 10 0.3894204 25 0.3803455 50 0.3835852 100 0.3692516
Bromomethane 0.5 0.3263609 1 0.2894338 10 0.3174722 25 0.3148428 50 0.3352665 100 0.3246742
n—Butylbenzene 0.5 3.799186 1 3.935929 10 3.945626 25 3.241273 50 3.207154 100 2.832412
sec-Butylbenzene 0.5 6.128404 1 5.946271 10 5.702019 25 4.595516 50 4.524348 100 3.86744
tert—Butylbenzene 0.5 4.422263 1 4.154523 10 4.063275 25 3.618345 50 3.62728 100 3.227521
Carbon tetrachloride 0.5 0.5077027 1 0.4617677 10 0.4844907 25 0.4578262 50 0.4643785 100 0.4369645
Chlorobenzene 0.5 3.403415 1 3.032519 10 3.204125 25 2.822528 50 2.805949 100 2.599626
Chloroethane 0.5 0.3998238 1 0.4016734 10 0.4094729 25 0.3785956 50 0.3854055 100 0.3667295
Chloroform 0.5 0.7843921 1 0.7785005 10 0.807726 25 0.7485419 50 0.7363083 100 0.6736125
Chloromethane 0.5 0.8379683 1 0.7822706 10 0.7263955 25 0.5612485 50 0.6787272 100 0.6073041
2-Chlorotoluene 0.5 3.913108 1 4.135581 10 4.180331 25 3.40969 50 3.352137 100 3.005263
4-Chlorotoluene 0.5 3.679622 1 3.680004 10 3.650988 25 3.096584 50 3.016066 100 2.589454
Dibromochloromethane 0.5 0.1342072 1 0.1716034 10 0.182467 25 0.1914998 50 0.1804288 100 0.1648377
1 ,2—Dibrom0—3 —chloropropane 0.5 3.895912E-02 1 5.295468E-02 10 8.012157E-02 25 0.0787323 50 7.379204E-02 100 7.528387E-02
1 ’2_Dibr0m0ethane 0.5 0.1336863 1 0.1367178 10 0.1480571 25 0.1507689 50 0.1407957 100 0.1240433
Dibromomethane 0.5 0.1271745 1 0.1174541 10 0.1114515 25 0.1179693 50 0.1072479 100 9.816732E-02
1,2-Dichlorobenzene 0.5 2.013515 1 1.889639 10 1.776988 25 1.627884 50 1.504987 100 1.346993
1,3-Dichlorobenzene 0.5 2.385104 1 2233775 10 2.130371 25 1.857124 50 1.735571 100 1494212
1,4-Dichlorobenzene 0.5 1.946344 1 2.30263 10 2.087517 25 1.848552 50 1.760416 100 1.551786
Dichlorodifluoromethane 0.5 0.5168742 1 0.5226796 10 0.485405 25 0.4207518 50 0.4655754 100 0.4479589
1,1-Dichloroethane 0.5 1.107756 1 1.088874 10 1.102973 25 0.9868425 50 0.9803533 100 0.9191498
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTIAL CALIBRATION DATA

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702011 Instrument: MS-V5

Matrix: Water Calibration Date: 01/26/17 17:00

Level 01 Level 02 Level 03 Level 04 Level 05 Level 06

Compound ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF
1,2-Dichloroethane 0.5 0.4109931 1 0.4806181 10 0.4661897 25 0.4574951 50 0.4285013 100 0.3855169
1,1-Dichloroethene 0.5 0.822077 1 0.8447269 10 0.830404 25 0.7319283 50 0.7397421 100 0.6910743
cis-1,2-Dichloroethene 0.5 0.4787352 1 0.465674 10 0.49377 25 0.4738671 50 0.4573558 100 0.430678
trans-1,2-Dichloroethene 0.5 0.5134236 1 0.4547271 10 0.4717729 25 0.4184687 50 0.4370799 100 0.4061514
Total 1,2-Dichloroethene 1 0.4960794 2 0.4602006 20 0.4827714 50 0.4461679 100 0.4472179 200 0.4184147
1,2-Dichloropropane 0.5 0.3695419 1 0.4161093 10 0.3856841 25 0.3855479 50 0.3571677 100 0.3198885
1,3-Dichloropropane 0.5 0.2666562 1 0.2813996 10 0.2688449 25 0.2920285 50 0.2572662 100 0.234033
2,2-Dichloropropane 0.5 0.6856847 1 0.694105 10 0.685368 25 0.5958894 50 0.6303353 100 0.5857332
1,1-Dichloropropene 0.5 0.6661612 1 0.6603559 10 0.6514751 25 0.5887013 50 0.577937 100 0.5343898
cis-1,3-Dichloropropene 0.5 0.4324455 1 0.4859147 10 0.4515889 25 0.4616187 50 0417184 100 0.3694562
trans-1,3-Dichloropropene 0.5 0.2934847 1 0.3018546 10 0.3177998 25 0.3282147 50 0.2922465 100 0.267436
Total 1,3-Dichloropropene 1 0.3629651 2 0.3938846 20 0.3846944 50 0.3949167 100 0.3547153 200 0.3184461
Ethylbenzene 0.5 1.998469 1 1.919642 10 1.822346 25 1.555085 50 1.559384 100 1.339764
Hexachlorobutadiene 0.5 0.8608622 1 0.9649365 10 0.8274984 25 0.6743993 50 0.7067595 100 0.7733293
Isopropylbenzene 0.5 5.541599 1 5.735282 10 5.562761 25 4.617893 50 4.485209 100 3.88485
p-Isopropyltoluene 0.5 4370139 1 4.541797 10 4.403227 25 3.50592 50 3.503481 100 2.972745
Methylene chloride 0.5 1.380813 1 0.6020785 10 0.4907061 25 0.4037044 50 0.3786286 100 0.3527932
Methyl t-butyl ether 0.5 0.620576 1 0.5944021 10 0.6643339 25 0.6932177 50 0.6343534 100 0.5647101
Naphthalene 0.5 0.995204 1 0.996737 10 1.150575 25 1.26631 50 1.223878 100 1.343888
n-Propylbenzene 0.5 6.643739 1 6.607306 10 634069 25 5.187874 50 5.019322 100 4296814
Styrene 0.5 2.962237 1 3.059481 10 3.303756 25 2.912087 50 2.761897 100 2.402163
1,1,1,2-Tetrachloroethane 0.5 1.045717 1 0.9335509 10 1.031739 25 0.8899909 50 0.8747263 100 0.7813369
1,1,2,2-Tetrachloroethane 0.5 0.4779881 1 0.5739292 10 0.6053115 25 0.5986648 50 0.5656142 100 0.514204
Tetrachloroethene 0.5 0.406138 1 0.3933741 10 0.3359388 25 0.3169185 50 0.3112157 100 0.283893
Toluene 0.5 0.8762214 1 0.8889887 10 0.7874331 25 0.7579031 50 0.7340921 100 0.6340213
1,2,3-Trichlorobenzene 0.5 1.0124 1 0.9600973 10 1.063608 25 1.029141 50 1.01769 100 1.068681
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AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTIAL CALIBRATION DATA

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702011 Instrument: MS-V5

Matrix: Water Calibration Date: 01/26/17 17:00

Level 01 Level 02 Level 03 Level 04 Level 05 Level 06

Compound ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF
1,2,4-Trichlorobenzene 0.5 1.113693 1 1202472 10 1312367 25 1.172028 50 1.14853 100 1219963
1,1,1-Trichloroethane 0.5 0.6923136 1 0.6673965 10 0.6767841 25 0.6119399 50 0.6120982 100 0.5780424
1,1,2-Trichloroethane 0.5 0.1807662 1 0.141823 10 0.1556943 25 0.1617588 50 0.1464725 100 0.1333424
Trichloroethene 0.5 03552161 1 03431728 10 0.3314023 25 0325283 50 03122907 100 0.2860576
Trichlorofluoromethane 0.5 0.6536298 1 0.6396432 10 0.5947437 25 0.5430728 50 0.5589381 100 0.5307153
1,2,3-Trichloropropane 0.5 6.824563E-02 1 9.885795E-02 10 0.1319488 25 0.1216781 50 0.1086731 100 0.1026184
1,1,2-Trichloro-1,2,2-trifluoroethar| ~ 0.5 0.4622083 1 0.4936999 10 0.4101976 25 03755476 50 03851518 100 0.3830124
1,2,4-Trimethylbenzene 0.5 4.004191 1 3.987501 10 4.061929 25 3387905 50 3.272467 100 2.872534
1,3,5-Trimethylbenzene 0.5 4.453162 1 432265 10 4.183573 25 3511978 50 338121 100 2.864052
Vinyl chloride 0.5 0.6796914 1 0.6803874 10 0.6002247 25 0.500264 50 0.5785057 100 0.5360639
Total Xylenes 15 2.24521 3 2.17529 30 2.169568 75 1.863115 150 1.843755 300 1.631824
Total Trihalomethanes 2 8219.5 4 8694 40 8729.6 100 8725.78 200 8143.66 400 7657.17
Acetone
Acetonitrile
Acrolein
Acrylonitrile
Allyl chloride
t-Amyl Alcohol
t-Amyl Methyl ether
Benzyl chloride
t-Butyl alcohol
Carbon disulfide
2-Chloroethyl vinyl ether 2 9.966237E-02 4 0.1032701 40 0.1104221 100 0.1195954 200 0.1023104 400 9.026862E-02
Chloroprene
Chlorotrifluoroethene
Cyclohexane
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AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTIAL CALIBRATION DATA
EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702011 Instrument: MS-V5
Matrix: Water Calibration Date: 01/26/17 17:00

Level 01 Level 02 Level 03 Level 04 Level 05 Level 06

Compound ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF

Cyclohexanone

trans-1,4-Dichloro-2-butene

1,2-Dichlorotrifluoroethane

2,2-Dichloro-1,1,1-trifluoroethane

Diethyl ether

Diisopropyl ether

1,4-Dioxane

Ethanol

Ethyl Amyl Ketone

Ethyl methacrylate

Ethyl t-butyl ether

Hexachloroethane 0.5 0.6636485 1 0.674308 10 0.8036327 25 0.7136875 50 0.7169495 100 0.6525504

Hexane

2-Hexanone

Isobutanol

Isopropy! alcohol

Methacrylonitrile

Methyl acetate

Methylcyclohexane

Methyl ethyl ketone

5-Methyl-3-heptanone

Methyl iodide

Methyl isobutyl ketone

Methyl methacrylate

Pentachloroethane

Propionitrile
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTIAL CALIBRATION DATA

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702011 Instrument: MS-V5

Matrix: Water Calibration Date: 01/26/17 17:00

Level 01 Level 02 Level 03 Level 04 Level 05 Level 06

Compound ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF
Tetrahydrofuran
Vinyl acetate
p- & m-Xylenes 1 2334995 2 2206122 20 2207287 50 1.86021 100 1.846253 200 1.615567
o-Xylene 0.5 2.065639 1 2.113624 10 2.094131 25 1.868923 50 1.838759 100 1.664337
Total Purgeable Petroleum Hydroc
1,2-Dichloroethane-d4 (Surrogate) 10 0.2973525 10 0.2996357 10 0.3100069 10 0.3141835 10 0.2929637 10 0.2610772
Toluene-d8 (Surrogate) 10 1.132547 10 115171 10 1.124811 10 1.157786 10 1.153517 10 1.108464
4-Bromofluorobenzene (Surrogate 10 1327082 10 1358059 10 1.440958 10 1.403026 10 1400549 10 1344476
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AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

INITIAL CALIBRATION DATA (Continued)

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Calibration: 1702011 Instrument: MS-V5
Matrix: Water Calibration Date: 01/26/17 17:00
Level 07 Level 08 Level 09 Level 10 Level 11 Level 12
Compound ug/lL RF ug/lL RF uglL RF ug/lL RF ug/L RF ug/L RF
Benzene
Bromobenzene

Bromochloromethane

Bromodichloromethane

Bromoform

Bromomethane

n-Butylbenzene

sec-Butylbenzene

tert-Butylbenzene

Carbon tetrachloride

Chlorobenzene

Chloroethane

Chloroform

Chloromethane

2-Chlorotoluene

4-Chlorotoluene

Dibromochloromethane

1,2-Dibromo-3-chloropropane

1,2-Dibromoethane

Dibromomethane

1,2-Dichlorobenzene

1,3-Dichlorobenzene

1,4-Dichlorobenzene

Dichlorodifluoromethane

1,1-Dichloroethane
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AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTAL CALIBRATION DATA (Continued)

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Calibration: 1702011 Instrument: MS-V5
Matrix: Water Calibration Date: 01/26/17 17:00
Level 07 Level 08 Level 09 Level 10 Level 11 Level 12
Compound ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF

1,2-Dichloroethane

1,1-Dichloroethene

cis-1,2-Dichloroethene

trans-1,2-Dichloroethene

Total 1,2-Dichloroethene

1,2-Dichloropropane

1,3-Dichloropropane

2,2-Dichloropropane

1,1-Dichloropropene

cis-1,3-Dichloropropene

trans-1,3-Dichloropropene

Total 1,3-Dichloropropene

Ethylbenzene

Hexachlorobutadiene

Isopropylbenzene

p-Isopropyltoluene

Methylene chloride

Methyl t-butyl ether

Naphthalene

n-Propylbenzene

Styrene

1,1,1,2-Tetrachloroethane

1,1,2,2-Tetrachloroethane

Tetrachloroethene

Toluene

BC Laboratories, Inc, Page 182 of 198


BC Laboratories, Inc,    Page 182 of 198


Laboratories, Inc. ‘ w
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AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTAL CALIBRATION DATA (Continued)

EPA-8260B

Laboratory: BC Laboratories SDG: 1702918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702011 Instrument: MS-V5

Matrix: Water Calibration Date: 01/26/17 17:00

Level 07 Level 08 Level 09 Level 10 Level 11 Level 12

Compound ug/lL RF ug/lL RF ug/lL RF ug/lL RF ug/L RF ug/lL RF
1,2,3-Trichlorobenzene
1,2,4-Trichlorobenzene
1,1,1-Trichloroethane
1,1,2-Trichloroethane
Trichloroethene
Trichlorofluoromethane
1,2,3-Trichloropropane
1,1,2-Trichloro-1,2,2-trifluoroethas
1,2,4-Trimethylbenzene
1,3,5-Trimethylbenzene
Vinyl chloride
Total Xylenes
Total Trihalomethanes
Acetone 16 SRESIIHE-02 64 5.486477E-02 160 4.575636E-02 320 4.303549E-02 480 4.238974E-02 800 3.815865E-02
Acetonitrile 8 2.630956E-02 32 2.305172E-02 80 1.904401E-02 160 1.759122E-02 240 1.628795E-02 400 1.561949E-02
Acrolein 10 2.014086E-02 40 2.119655E-02 100 2.164562E-02 200 2.087963E-02 320 1.881822E-02 500 1.687929E-02
Acry]onitrile 4 6.314798E-02 16 6.407166E-02 40 6.566992E-02 80 6.695815E-02 128 6.401479E-02 200 5.844955E-02
Ally] chloride 1.6 1.246209 6.4 1.315699 16 1.051404 32 1.112253 48 1.013242 80 0.9476071
t-Amy] Alcohol 50 8.368681E-03 800 1.000823E-02 1250 1.074325E-02 2500 8.599915E-03 5000 8.577871E-03 10000 7.209516E-03
t-Amy] Methyl ether 0.8 0.7890978 32 0.7684858 8 0.6892523 16 0.7455567 24 0.6924863 40 0.6838185
BenZyl chloride 1.6 0.7442607 6.4 0.925193 16 0.8848822 32 0.8672207 48 0.9347496 80 0.8378464
t-Butyl alcohol 40 1.442177E-02 160 1.491686E-02 400 1.279973E-02 800 1.090766E-02 1200 1.097766E-02 2000 9.7423950-03
Carbon disulfide 1.6 1.43122 6.4 1.565917 16 1.28503 32 1.374396 48 1.250966 80 1.160933
2-Chloroethyl vinyl ether
Ch]oroprene 1.6 1.052005 6.4 1.14178 16 0.9459726 32 1.015339 48 0.9445065 80 0.9060749
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AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTAL CALIBRATION DATA (Continued)

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702011 Instrument: MS-V5

Matrix: Water Calibration Date: 01/26/17 17:00

Level 07 Level 08 Level 09 Level 10 Level 11 Level 12

Compound ug/lL RF ug/lL RF ug/lL RF ug/lL RF ug/L RF ug/lL RF
Chlorotrifluoroethene 0.5 8 12.5 25 50 100
Cyclohexane 0.5 1543133 8 1.14025 125 1122121 25 1.141619 50 1.049253 100 0.978181
Cyclohexanone 20 | 4.801657E-02 80 5.026732E-02 | 200 | 4.903964E-02 | 400 | 3.9243528-02 | 640 0.0394305 1000 | 4.148994E-02
trans-1,4-Dichloro-2-butene 4 0.1390074 16 0.1734846 40 0.1540015 80 0.152377 120 0.1664349 200 0.1456137
1,2-Dichlorotrifluoroethane 0.5 0.600397 8 0.5858479 125 0.5631237 25 0.5863303 50 0.5569051 100 0.5084212
2,2-Dichloro-1,1,1-trifluoroethane | 0.5 0.9930379 8 0.8988426 125 0.9032416 25 0.9175067 50 0.8494633 100 0.7593999
Diethyl ether 05 0168764 8 0.2685847 125 0.2588715 25 0.2706454 50 0.2602594 100 0.2429581
Diisopropyl ether 0.8 0.3453366 32 0.3248456 8 0.2930466 16 03157978 24 03161555 40 0.3097464
1,4-Dioxane 100 | 8.646455E-04 | 400 | 8.345304E-04 | 1000 | 7.697778E-04 | 2000 | 6.080998E-04 | 3200 | 5.754803E-04 | 5000 | 6.211009E-04
Ethanol 200 | +96H89E-63 | 800 | 1.782235E-03 | 2000 | 1.806949E-03 | 4000 | 1.342245E-03 | 6400 | 1.380193E-03 | 10000 | 0.0014058
Ethyl Amyl Ketone 0.5 0.2848699 8 0.3774285 125 0.401472 25 0.3713427 50 0.3908216 100 0.3433067
Ethyl methacrylate 4 0.1918515 16 0.2069249 40 0.1730604 80 0.1709325 120 0.1677136 200 0.1550915
Ethyl t-butyl ether 0.8 1.430653 32 1.466063 8 1.203704 16 1.304881 24 1.259166 40 1.202068
Hexachloroethane
Hexane 0.5 0.5949562 8 0.5887845 125 0.6051452 25 0.6307923 50 0.5943815 100 0.5593928
2-Hexanone 16 0.1142652 64 0.1125322 160 | 9.156423E-02 | 320 | 8.783667E-02 | 480 | 8.119867E-02 | 800 | 6.678884E-02
Isobutanol 20 7.123354E-03 80 7.148602E-03 | 200 | 7.636189E-03 | 400 | 5.953416E-03 | 640 | 5.847877E-03 | 1000 | 5.458246E-03
Isopropyl alcohol 40 0.0104873 160 | 1.050187E-02 | 400 | 1.022373E-02 | 800 | 7.093126E-03 | 1280 | 7.063923E-03 | 2000 | 6.91995E-03
Methacrylonitrile 8 6.219711E-02 32 6.763931E-02 80 5.980472E-02 | 160 | 6207918E-02 | 240 | 5.981788E-02 | 400 | 5.885384E-02
Methyl acetate 5 0.1573687 80 0.1495466 125 0.1512381 250 0.1460355 500 0.1424513 1000 0.1260794
Methylcyclohexane 05 0.7070219 8 0.6529624 125 0.6367468 25 0.6175689 50 0.5696085 100 0.5233474
Methyl ethyl ketone 8 0.1067181 32 9.618836E-02 80 8.350096E-02 | 160 | 8.184004E-02 | 240 | 8.202846E-02 | 400 0.0775675
5-Methyl-3-heptanone 1 0.4867162 16 0.508622 25 0.54838 50 0.4803251 100 0.4967023 200 0.3939813
Methyl iodide 1.6 0.5789929 6.4 0.6355158 16 0.5537757 32 0.609476 48 0.5838484 80 0.547304
Methyl isobutyl ketone 8 0.1497377 32 0.1713839 80 0.1389002 160 0.1345446 240 0.1270829 400 0.1119302
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AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTAL CALIBRATION DATA (Continued)

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702011 Instrument: MS-V5

Matrix: Water Calibration Date: 01/26/17 17:00

Level 07 Level 08 Level 09 Level 10 Level 11 Level 12

Compound ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF
Methyl methacrylate 4 8.801604E-02 16 | 9.6529176-02 | 40 | 7.997498E-02 80 | 7.903812B-02 | 120 | 7.863968E-02 | 200 | 7.818512E-02
Pentachloroethane 0.8 0.4423481 32 0.5834902 8 0.5450262 16 0.5418493 24 0.5844225 40 0.5225192
Propionitrile 20 0.0264355 80 | 2.570414B-02 | 200 | 2.384504E-02 | 400 | 2.216291E-02 | 640 | 2.125608E-02 | 1000 | 1.865313E-02
Tetrahydrofuran 16 | 5.908316E-02 64 | 5764278E-02 | 160 | 4.946151E-02 | 320 | 4.948612E-02 | 480 0.0473374 800 | 4.534272E-02
Vinyl acetate 8 0.728072 32 0.7392454 80 0.5993619 160 0.6205669 240 0.584189 400 0.5349996

p- & m-Xylenes

0-Xylene

Total Purgeable Petroleum Hydroc;

1,2-Dichloroethane-d4 (Surrogate)

Toluene-d8 (Surrogate)

4-Bromofluorobenzene (Surrogate
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTAL CALIBRATION DATA (Continued)

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Calibration: 1702011 Instrument: MS-V5
Matrix: Water Calibration Date: 01/26/17 17:00
Level 13 Level 14 Level 15 Level 16 Level 17 Level 18
Compound ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF
Benzene
Bromobenzene

Bromochloromethane

Bromodichloromethane

Bromoform

Bromomethane

n-Butylbenzene

sec-Butylbenzene

tert-Butylbenzene

Carbon tetrachloride

Chlorobenzene

Chloroethane

Chloroform

Chloromethane

2-Chlorotoluene

4-Chlorotoluene

Dibromochloromethane

1,2-Dibromo-3-chloropropane

1,2-Dibromoethane

Dibromomethane

1,2-Dichlorobenzene

1,3-Dichlorobenzene

1,4-Dichlorobenzene

Dichlorodifluoromethane
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTAL CALIBRATION DATA (Continued)

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Calibration: 1702011 Instrument: MS-V5
Matrix: Water Calibration Date: 01/26/17 17:00
Level 13 Level 14 Level 15 Level 16 Level 17 Level 18
Compound ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF

1,1-Dichloroethane

1,2-Dichloroethane

1,1-Dichloroethene

cis-1,2-Dichloroethene

trans-1,2-Dichloroethene

Total 1,2-Dichloroethene

1,2-Dichloropropane

1,3-Dichloropropane

2,2-Dichloropropane

1,1-Dichloropropene

cis-1,3-Dichloropropene

trans-1,3-Dichloropropene

Total 1,3-Dichloropropene

Ethylbenzene

Hexachlorobutadiene

Isopropylbenzene

p-Isopropyltoluene

Methylene chloride

Methyl t-butyl ether

Naphthalene

n-Propylbenzene

Styrene

1,1,1,2-Tetrachloroethane

1,1,2,2-Tetrachloroethane

Tetrachloroethene
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTAL CALIBRATION DATA (Continued)

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Calibration: 1702011 Instrument: MS-V5
Matrix: Water Calibration Date: 01/26/17 17:00
Level 13 Level 14 Level 15 Level 16 Level 17 Level 18
Compound ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF

Toluene

1,2,3-Trichlorobenzene

1,2,4-Trichlorobenzene

1,1,1-Trichloroethane

1,1,2-Trichloroethane

Trichloroethene

Trichlorofluoromethane

1,2,3-Trichloropropane

1,1,2-Trichloro-1,2,2-trifluoroethas

1,2,4-Trimethylbenzene

1,3,5-Trimethylbenzene

Vinyl chloride

Total Xylenes

Total Trihalomethanes

Acetone

Acetonitrile

Acrolein

Acrylonitrile

Allyl chloride

t-Amyl Alcohol

t-Amyl Methyl ether

Benzyl chloride

t-Butyl alcohol

Carbon disulfide

2-Chloroethyl vinyl ether
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:25:23PM

Alameda
5023146096
Kelli Miller

INITTAL CALIBRATION DATA (Continued)

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Calibration: 1702011 Instrument: MS-V5
Matrix: Water Calibration Date: 01/26/17 17:00
Level 13 Level 14 Level 15 Level 16 Level 17 Level 18
Compound ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF ug/L RF

Chloroprene

Chlorotrifluoroethene

Cyclohexane

Cyclohexanone

trans-1,4-Dichloro-2-butene

1,2-Dichlorotrifluoroethane

2,2-Dichloro-1,1,1-trifluoroethane

Diethyl ether

Diisopropyl ether

1,4-Dioxane

Ethanol

Ethyl Amyl Ketone

Ethyl methacrylate

Ethyl t-butyl ether

Hexachloroethane

Hexane

2-Hexanone

Isobutanol

Isopropyl alcohol

Methacrylonitrile

Methyl acetate

Methylcyclohexane

Methyl ethyl ketone

5-Methyl-3-heptanone

Methyl iodide
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AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTAL CALIBRATION DATA (Continued)

EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Calibration: 1702011 Instrument: MS-V5
Matrix: Water Calibration Date: 01/26/17 17:00
Level 13 Level 14 Level 15 Level 16 Level 17 Level 18
Compound ug/lL RF ug/lL RF ug/lL RF ug/lL RF ug/L RF ug/lL RF
Methyl isobutyl ketone
Methyl methacrylate
Pentachloroethane
Propionitrile
Tetrahydrofuran
Vinyl acetate
p- & m-Xylenes
0-Xylene
Total Purgeable Petroleum Hydroc; 50 2.870791 500 3.087034 1000 3.029454 1500 3.069891 2000 2.877825 2500 2.932973
1,2-Dichloroethane-d4 (Surrogate)
Toluene-d8 (Surrogate)
4-Bromofluorobenzene (Surrogate
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITIAL CALIBRATION DATA (Continued)

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702011 Instrument: MS-V5

Matrix: Water Calibration Date: 01/26/17 17:00
Compound Mean RF RF RSD Mean RT RT RSD Linear r Quad COD LIMIT Q
Benzene 1.889545 9.180943 6.94 5.634228E-03 15
Bromobenzene 1.179324 8.781515 10.45 1.926087E-02 15
Bromochloromethane 0.1547174 9.471048 6.183333 0.1673501 15
Bromodichloromethane 0.3292103 8.362367 8.06 1.375235E-02 15
Bromoform 0.3506939 13.37441 10.16 1.968264E-02 SPCC (0.10)
Bromomethane 0.3180084 4.949792 2.436667 0.2126912 15
n-Butylbenzene 3.493597 13.28005 11.23667 9.156336E-02 15
sec-Butylbenzene 5.379312 14.19416 10.914 8.097688E-02 15
tert-Butylbenzene 3.852201 11.35355 10.78333 5.100083E-02 15
Carbon tetrachloride 0.4688551 5.191681 6.72 1.146183E-02 15
Chlorobenzene 2.978027 9.870514 9.643333 4.988898E-02 SPCC (0.30)
Chloroethane 0.3902835 4.138092 2.566667 0.2020673 15
Chloroform 0.7548469 6.273066 6.331667 6.112167E-02 CCC (20)
Chloromethane 0.6989857 14.97623 1.943333 0.2654085 0.99772 SPCC (0.10)
2-Chlorotoluene 3.666018 13.06413 10.555 0.0536519 15
4-Chlorotoluene 3.285453 13.86354 10.62667 4.983224E-02 15
Dibromochloromethane 0.1708407 11.80164 9.241666 4.175574E-02 15
1,2-Dibromo-3-chloropropane 0.0666406 25.17557 11.73833 8.312334E-02 0.99981 0.99
1,2-Dibromoethane 0.1390115 7.054979 9.328333 4.188551E-02 15
Dibromomethane 0.1132441 8.835653 791 1.653285E-02 15
1,2-Dichlorobenzene 1.693334 14.65138 11.27833 8.752717E-02 15
1,3-Dichlorobenzene 2.068389 12.94808 11.008 0.1004115 15
1,4-Dichlorobenzene 1.916207 13.63312 11.065 7.433322E-02 15
Dichlorodifluoromethane 0.4765408 8.332592 1.76 8.063699E-03 15
1,1-Dichloroethane 1.030991 7.692112 5.058333 8.126204E-02 SPCC (0.10)
1,2-Dichloroethane 0.438219 8.268656 7.005 7.754629E-02 15
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:

Project: Alameda
Project Number: 5023146096
Project Manager: Kelli Miller

3/6/2017 4:25:23PM

INITIAL CALIBRATION DATA (Continued)

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702011 Instrument: MS-V5

Matrix: Water Calibration Date: 01/26/17 17:00
Compound Mean RF RF RSD Mean RT RT RSD Linear r Quad COD LIMIT
1,1-Dichloroethene 0.7766588 8.198684 3.515 0.1557692 CCC (20)
cis-1,2-Dichloroethene 0.46668 4.610702 5.831667 0.1294296 15
trans-1,2-Dichloroethene 0.4502706 8.659956 4.501667 0.0902417 15
Total 1,2-Dichloroethene 0.4584753 6.08411 5.831667 0.1294296 15
1,2-Dichloropropane 0.3723232 8.709297 7.84 9.702376E-03 CCC (20)
1,3-Dichloropropane 0.2667047 7.533232 9.09 0.0186287 15
2,2-Dichloropropane 0.6461859 7.526579 5.84 0.1091096 15
1,1-Dichloropropene 0.61317 8.797094 6.726667 7.685787E-02 15
cis-1,3-Dichloropropene 0.436368 9.271827 8.408333 4.530242E-02 15
trans-1,3-Dichloropropene 0.3001727 7.112617 8.83 2.384445E-02 15
Total 1,3-Dichloropropene 0.3682704 7.991017 8.83 2.384445E-02 15
Ethylbenzene 1.699115 14.95483 9.698333 4.299496E-02 CCC (20)
Hexachlorobutadiene 0.8012975 13.30544 12.28833 0.1407559 15
Isopropylbenzene 5.188549 11.33656 10.24 0.015589 15
p-Isopropyltoluene 4.064913 12.68025 10.998 7.728538E-02 15
Methylene chloride 0.601454 65.25738 4.151667 9.579772E-02 0.99908 0.99
Methyl t-butyl ether 0.6285989 7.393993 4.491666 8.862136E-02 15
Naphthalene 1.162765 12.34674 12.385 0.1128744 15
n-Propylbenzene 5.959786 13.29814 10.488 3.977509E-02 15
Styrene 2.90027 10.45117 10.03167 3.567744E-02 15
1,1,1,2-Tetrachloroethane 0.9261768 10.84263 9.698333 4.299496E-02 15
1,1,2,2-Tetrachloroethane 0.555952 8.993065 10.42 9.595757E-03 SPCC (0.30)
Tetrachloroethene 0.3412463 14.19945 9.038333 3.957867E-02 15
Toluene 0.7797766 12.17928 8.661667 0.04731 CCC (20)
1,2,3-Trichlorobenzene 1.02527 3.862187 12.51667 0.1652262 15
1,2,4-Trichlorobenzene 1.194842 5.768365 12.22 0.1261601 15
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

INITIAL CALIBRATION DATA (Continued)

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702011 Instrument: MS-V5

Matrix: Water Calibration Date: 01/26/17 17:00
Compound Mean RF RF RSD Mean RT RT RSD Linear r Quad COD LIMIT Q
1,1,1-Trichloroethane 0.6397625 7.075288 6.528334 6.356984E-02 15
1,1,2-Trichloroethane 0.1533095 10.94703 8.978333 0.0413948 15
Trichloroethene 0.3255704 7.473897 7.605 0.0716509 15
Trichlorofluoromethane 0.5867905 8.741507 2.868333 0.1427778 15
1,2,3-Trichloropropane 0.105337 20.84859 10.46167 3.519845E-02 0.99859 0.99
1,1,2-Trichloro-1,2,2-trifluoroethane 0.4183029 11.63839 3.535 0.154669 15
1,2,4-Trimethylbenzene 3.597754 13.66403 10.81667 4.928939E-02 15
1,3,5-Trimethylbenzene 3.970515 12.33762 10.588 4.151475E-02 15
Vinyl chloride 0.5958562 12.3798 2.07 5.801038E-03 CCC (20)
Total Xylenes 1.988127 12.26843 10.02 0.0198293 15
Total Trihalomethanes 8361.618 5.192236 10.16 1.968264E-02 15
Acetone 0.044841 13.89285 3.566 0.1535831 15
Acetonitrile 1.965066E-02 21.35825 3.915 0.1394718 0.99895 0.99
Acrolein 0.0199267 8.98742 3.396667 0.2401525 15
Acrylonitrile 6.371868E-02 4.581122 4.443333 0.1152199 15
Allyl chloride 1.114402 12.68532 3.991667 0.1026915 15
t-Amyl Alcohol 8.917911E-03 14.14637 6.971666 6.115328E-02 15
t-Amyl Methyl ether 0.7281162 6.262118 7.09 1.844497E-02 15
Benzyl chloride 0.8656921 8.036501 11.1 1.307304E-02 15
t-Butyl alcohol 1.280474E-02 14.61721 4.276 0.2100331 15
Carbon disulfide 1.344744 10.69499 3.8 0.1664058 15
2-Chloroethyl vinyl ether 0.1042548 9.542111 8.283333 6.161591E-02 15
Chloroprene 1.000946 8.693085 5.151667 7.949544E-02 15
Chlorotrifluoroethene 15
Cyclohexane 1.086285 6.560645 6.622 6.679619E-02 15
Cyclohexanone 4.458125E-02 11.37529 10.3 2.077223E-03 15
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITIAL CALIBRATION DATA (Continued)

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702011 Instrument: MS-V5

Matrix: Water Calibration Date: 01/26/17 17:00
Compound Mean RF RF RSD Mean RT RT RSD Linear r Quad COD LIMIT Q
trans-1,4-Dichloro-2-butene 0.1551532 8.274238 10.43167 3.686923E-02 15
1,2-Dichlorotrifluoroethane 0.5668375 5.793663 33 1.804918E-02 15
2,2-Dichloro-1,1,1-trifluoroethane 0.8869153 8.772737 3.391667 0.1202184 15
Diethyl ether 0.2602638 4202131 3.22 2.166916E-02 15
Diisopropyl ether 0.3174881 5.440254 5.103333 9.952656E-02 15
1,4-Dioxane 7.122724E-04 17.68626 7.9 0.1123963 0.99707 0.99
Ethanol 1.543484E-03 14.9342 3.09 0.7928208 15
Ethyl Amyl Ketone 0.3615402 11.74224 10.76 1.356797E-02 15
Ethyl methacrylate 0.1775957 10.48137 8.86 1.624233E-02 15
Ethyl t-butyl ether 1311089 8.660484 5.591667 7.395801E-02 15
Hexachloroethane 0.7041294 7.867683 11.45 0.0960662 15
Hexane 0.5955754 3.893747 4.861667 8.576904E-02 15
2-Hexanone 0.0923643 19.88289 9.103333 0.0561633 0.9995528 0.99
Isobutanol 6.527947E-03 13.53742 6.845 0.1220592 15
Isopropyl alcohol 8.714983E-03 2127518 3.753333 0.575574 0.99615 0.99
Methacrylonitrile 6.173201E-02 5.168261 6.13 1.714861E-02 15
Methyl acetate 0.1454533 7.384817 3.973333 0.2059519 15
Methylcyclohexane 0.617876 10.4386 7.815 6.776742E-02 15
Methyl ethyl ketone 0.0879739 12.65874 5.813333 8.944584E-02 15
5-Methyl-3-heptanone 0.4857878 10.50343 10.44 2.779896E-03 15
Methyl iodide 0.5848188 5.714397 3.705 0.1477932 15
Methyl isobutyl ketone 0.1389299 14.60526 8.51 1.340775E-02 15
Methyl methacrylate 8.339718E-02 8.88122 7.88 9.924249E-03 15
Pentachloroethane 0.5366092 9.742643 10.8 1.727045E-02 15
Propionitrile 2.300947E-02 12.66567 5.898333 0.1266948 15
Tetrahydrofuran 5.139228E-02 10.95959 6.196667 8.478846E-02 15
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AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITIAL CALIBRATION DATA (Continued)

EPA-8260B

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702011 Instrument: MS-V5

Matrix: Water Calibration Date: 01/26/17 17:00
Compound Mean RF RF RSD Mean RT RT RSD Linear r Quad COD LIMIT
Vinyl acetate 0.6344058 12.91925 5.063333 0.1028759 15
p- & m-Xylenes 2.011739 13.84385 9.78 1.957201E-02 15
o-Xylene 1.940902 9.244618 10.02 0.0198293 15
Total Purgeable Petroleum Hydrocarbons 2.977995 3.239537 9.668333 4.855941 15
1,2-Dichloroethane-d4 (Surrogate) 0.2958699 6.360265 6.921667 6.116163E-02 15
Toluene-d8 (Surrogate) 1.138139 1.710998 8.61 0.0142186 15
4-Bromofluorobenzene (Surrogate) 1.379025 3.111593 10.355 4.975555E-02 15
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AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM

9210 Sky Park Court #200 Project: Alameda

San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller
HOLDING TIME SUMMARY
EPA-8260B
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Days Max Days Max

Date Date Date to Days to Date to Days to

Sample Name Collected | Received | Prepared Prep Prep Analyzed | Analysis | Analysis Q

DO03-03 170201 02/01/17 02/01/17 02/08/17 7.00 14.00 02/08/17 7.00 14.00
11:30 22:30 07:15 18:45

DUP15 170201 02/01/17 02/01/17 02/08/17 7.00 14.00 02/08/17 7.00 14.00
10:00 22:30 07:15 19:08

DUP16_170201 02/01/17 02/01/17 02/08/17 7.00 14.00 02/08/17 7.00 14.00
11:05 22:30 07:15 19:31

DUP16 170201 02/01/17 02/01/17 02/08/17 9.00 14.00 02/10/17 9.00 14.00
11:05 22:30 07:15 01:02

DUP16 170201 02/01/17 02/01/17 02/08/17 9.00 14.00 02/10/17 9.00 14.00
11:05 22:30 07:15 08:47

MO03-06_170201 02/01/17 02/01/17 02/08/17 8.00 14.00 02/09/17 8.00 14.00
08:30 22:30 07:15 20:23

MO03-10 170201 02/01/17 02/01/17 02/08/17 7.00 14.00 02/08/17 7.00 14.00
10:55 22:30 07:15 20:18

MO03-18 170201 02/01/17 02/01/17 02/08/17 8.00 14.00 02/09/17 8.00 14.00
09:00 22:30 07:15 04:04

MO03-19 170201 02/01/17 02/01/17 02/08/17 8.00 14.00 02/09/17 8.00 14.00
09:55 22:30 07:15 20:47

MW360-1 170201 02/01/17 02/01/17 02/08/17 7.00 14.00 02/08/17 7.00 14.00
11:00 22:30 07:15 21:05

MW360-1 170201 02/01/17 02/01/17 02/08/17 9.00 14.00 02/10/17 9.00 14.00
11:00 22:30 07:15 01:25

MW360-1 170201 02/01/17 02/01/17 02/08/17 9.00 14.00 02/10/17 9.00 14.00
11:00 22:30 07:15 09:10

MW630-4 170201 02/01/17 02/01/17 02/08/17 7.00 14.00 02/08/17 7.00 14.00
12:30 22:30 07:15 21:28

MW630-4 170201 02/01/17 02/01/17 02/08/17 9.00 14.00 02/10/17 9.00 14.00
12:30 22:30 07:15 01:48

P4-1-MWIB2 170201 02/01/17 02/01/17 02/08/17 7.00 14.00 02/08/17 7.00 14.00
09:10 22:30 07:15 15:17

P4-1-MWIB2 170201 02/01/17 02/01/17 02/08/17 9.00 14.00 02/10/17 9.00 14.00
09:10 22:30 07:15 09:57

P-4-1-MWS6 170201 02/01/17 02/01/17 02/08/17 7.00 14.00 02/08/17 7.00 14.00
10:00 22:30 07:15 21:52

S4-TT-MWO01 170201 02/01/17 02/01/17 02/08/17 7.00 14.00 02/08/17 7.00 14.00
10:30 22:30 07:15 22:15

372-MW1 170201 02/01/17 02/01/17 02/08/17 7.00 14.00 02/08/17 7.00 14.00
13:00 22:30 07:15 22:38
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AMEC Environmental & Infrastructure Reported: 3/6/2017 4:25:23PM

9210 Sky Park Court #200 Project: Alameda

San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

EB15 170201 02/01/17 02/01/17 02/08/17 7.00 14.00 02/08/17 7.00 14.00
14:30 22:30 07:15 23:02

EB16 170201 02/01/17 02/01/17 02/08/17 7.00 14.00 02/08/17 7.00 14.00
14:45 22:30 07:15 23:25

MO03-05_ 170201 02/01/17 02/01/17 02/08/17 7.00 14.00 02/08/17 7.00 14.00
13:35 22:30 07:15 23:49

MO03-17 170201 02/01/17 02/01/17 02/08/17 8.00 14.00 02/09/17 8.00 14.00
12:40 22:30 07:15 04:27

MW-02 170201 02/01/17 02/01/17 02/08/17 8.00 14.00 02/09/17 8.00 14.00
14:05 22:30 07:15 00:12

MW-02 170201 02/01/17 02/01/17 02/08/17 9.00 14.00 02/10/17 9.00 14.00
14:05 22:30 07:15 09:34

* Holding time not met

Note: If Prep or Analysis are performed within the hour (if holding time is based on hours) or within the day (if holding time
is based on days), then the sample is not flagged as outside holding times. Calculated number of days are based on date received or
date prepared depending on the test.
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:25:23PM
Alameda
5023146096

Kelli Miller

Notes and Definitions

Blank contamination. The analyte is greater than 1/2 the PQL/LOQ/CRQL in the associated method blank.

The reported value is from a dilution.

The analyte concentration exceeds the upper limit of the calibration range of the instrument established by the initial calibration.

The reported value is an estimated value. Results are between the MDL and PQL/LOQ/CRQL.

C|—|m|I|=

The analyte was not detected and is reported as less than the LOD/MDL or as defined by the client.
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» LABORATORIES, INC.

Work Order Number: 1702918

._ - . A

e . Laboratory Documentation Requirements 1‘.
- * B e % -5
£ % For Data Validation of l " R 1
A 3 Wet Chemis'yy Analysis .

- All pages have been paginated and results listed in this report are for the exclusive use of the submitting party. BC Laboratories,
Inc. assumes no responsibility for report alteration, separation, detachment or third party interpretation.

Certifications: CA ELAP #1186; NV #CA00014; AK UST101; OR ELAP #4032; DoD ELAP #66175
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Case Narrative

Analyses Reguested: Gen-Chem,
Submission #: 17-02918

Methad 1601
[nstrument 10 Manual
Sample Vaolumeis): 00ml 100kml

hethod 300.0
Ingtrument TD: 1C-3
Sample Volume(z): 20ml/20ml

Method 10,1
Instrwment 10: MET-1
Sample YVolume(s): Sl S0ml

hethod 3532
Instrument 1T Kone-1
Wolume(s): 20ml 20ml

Method Shid3005D
Instrument [0 SPECH
Wolume(sk: 25ml/25ml

Samples were received refiigerated to <6°C upon arrival at BC Laboratonies, Inc. Samples were
checked for preservation. Where applicable, sample preservation was adjusted in the laboratory

Holding Time: All analvees and preparations took place within holding times.

Calibveation: Initial calibration eriteria were met. Frequeney and accuraey eriteria for initial and
continuing calibration verifications were met.

Blanks: Method blank was prepared and analvzed at the required frequency. No detection of
analyvtes of interest took place at or above the POQL. Initial and continuing calibration blanks were
analvzed at the required frequencies and on an as needed basis,

Laboratory Control Sample: Laboratory control sample analvsis was performed at the required
frequency. All parameters were within QC limits,

Matrix Spikes and Duplicates: Matrix spike analvses were performed at the required
frequencies. All accuracy and precigion requirements were met. EPA Method 31001 the sample
Relative Percent Difference for Total Alkalinity as CaCO3 was outside QC limits. EPA method
SMEAOSD Batch 1D B]BO4H-MS 1 the matrix spike recoveries for Total Sulfide wene outside
O limits.

Mote: Method EPA 3000 and EPA 3332 client requested sample was not used for QC sample,

BC Laboratories, Inc,
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Chain of Custody and Cooler Receipt Form for 1702918 Page 3 of 5

B LABORATORIES INC. COOLER RECEIPT FORM Page | Of %
i

Submission #: ,"?" '-f?et"??.ﬁ I I

. SHIPPING INFORMATION SHIPPING CONTAINER FHEE LIQUID
Fad Ex O urs 0O Ontrae O Hand Delivery O loa: Chsst‘&' Mone O Box O YES O NO O
BG Lab Field Service ﬁ Cther O (Specify] Other O {Specify) w5

Other O Comments:

Refrigarant:
GCustody Seals P

None 0  Comments:

All sampdes received? Yam ] All samples containers |n'tu-.:t'|" ?E;?IIN-’-; Dieseriptivnis) match COCY YQM’
COC Received Emissivity: Dj_ﬁ 9'““""'!': _ﬁ_. Thermameter 10 2&.:‘?...“ — Dateﬂlmzél 22%

XIYES O NO Anakyst Init

SAMPLE NUMBERS

SAMPLE CONTAINERS

1 2 a L) 5 [ 7 g2 -] Em
QT PE UNFRES . ]
ddz f S0z / 16ee PE UNFRES ¥
B Cros

|7 [NOREANIC CIEMICAL METALS

| P ANIC CHEMTCAL METALS dixe  Saz 7 1aoe

FTA \"EN[L‘IE
FT HITROGEM FORMS
FL I AL SLILFILE
| Zez. HITRATE | MITRITE
FI TOTAL QRGANIC CARBCN
PT CHEMICAL GXVGEN BEMANT
A PHEROLICS
a0 Y04 ¥IAL TRAVEL RLANE
o VORTIAL AL D[P Al |ppc [Roke | e [ Ao | Ay | Atac Aol
QT EFA 13-“4 H
FEODOH
BADIOLOGICAL
A CTERIGLOGICAL
40 ml VOA VIAL: S > &
O ETA SIRSIRM5Y
QT EPA S15.LH150
”T E‘T"ﬁ i
T ET'A 525 TRAVEL DLANK
il ET4 567
[40ml ET4 5311

L0 F.T"Edﬁ&

T 50 549 —
QT EI4 80150 ]
QT ETA 521 —
R d Doz e AMBER
|31 B ¢ 3202 JAKE
|81 SLEEYE I
"]:E_H- WIAL
TLASTIC B =
TEILAR BAG . _
| FERRCLS [HEen . _—
FENCORE ) —_— . . -

EMART KIT e -

St A CANISTEI

Commens: . i P . —_m"'—.'_
Sample Numbering Completed By: ] P/ Date/Tima: 2 - Er__l'l _ fue 71 OSENBOIG

" . # FORMES ARG 3E]
& = pctual ) T = Coregied 1AM Dac Wi b LB R R d
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Chain of Custody and Cooler Receipt Form for 1702918 Page 4 of 5

BC LABORATORIES INC. COOLER RECEIPT FORM Page 2 Of %

Submission #: j‘lq"'- {?Mf? [

. SHIPFING INFORMATION
Fed Ex [J Urs O Ontrac O Hand Delivery O
BC Lab Field Service ﬂ Other O {Specify)______

FREE LIQUID
YES O NO O

w/s

SHIPPING CONTAINER
lo Chest [,  MNons O Box O
Other O (Specifyl

Refrigerant: Orther 11 Comments:

Custody Seals |lo MNone O Commenis:

All samples received? vEsp’/r:o o All samples containers intact? Yes D/I':n 0 Description(s) match COC? | Me O
7 N g i
COC Received Emlssivity: ﬂ_?_?; Containgr: H&q}__ Thermameter IIJ-.,{_’Q_?_ Dmmm}__}._’_.’lz jﬂ'
:.EJ YES 0 NO Tamparature: | A | = J [+ ] . C Lumalyst Init

SAMPLE NUMBERS

o
SAMPLE CONTAINERS Iy T I3 Ja s LY 1z 1a o it

OT PE UNFRES
iz ! oz f Ihoe FE LUNPRES Ea
ar Cr-*

QT INORGANIC CHEMICAL METALS
IHDRG.'.N[E:E@IE}L METALS doa § B d Moz {
FT CYANITE
T HITRGEN FORME ] !
| [ TR ;{EJ.I..FII‘.'II.
Jox NITRATE / MITRITE

FT TOTAL DRGANIC CARBOM

PT CHEMICAL DXYGEN DEMAKD
PiA PHENOLICE

imd VIAL TRAVEL BLANE
P o, A | (| M | e | piC | 195¢ | AbC| ABC
| T FEA 1853 :

I"_I' DR —
HADIOLOGICAL —
HACTERIOLOGICAL ]
4D gl VA VIAL- 504
T ERA 50603050
OT ERA 51515150
QT EPA 525

QT ERA 525 TRAVEL BLANE —
dbeml EPA 547
e A 5321
Bz TEl'A 546 : —
T EPA 540 -
T EPA b5
O EPA 70
Eox ! Véaz i/ $lox AMEER s
Fox { 160z ¢ Slox JAR —
SOIL SLEEVE )
PCILVIAL ]
PLASTIC BAG E—
TEDLAE BAG S— et
FERROLS (RO e e
ENCORE
SMART KT .
SUiniA CANISTER L -

Coamrmenia: da S —_ e — .
Sample Numbering Compleied By e " Dt Tamn: _ M Ree a1 OE2AI0T0 5

A= Actual 1 C = Corrected 1R AD_DICEATHVERBARAE s 100
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Chain of Custody and Cooler Receipt Form for 1702918 Page 5 of 5

BC LABDRATORIES INC. COOLER RECEIPT FORM Paga-' 5 of %

Submission #i C e 2 1 I

SHIPFING INFORMATION
Fad Ex O ups 0O Ontrae O Hand Delivery O
BC Lab Field Service Fl_ Other O (Specify)

FREE LICGUID
YES O NO O

W /5§

SHIPPING CONTAINER
I lee Chast [  MNonme 0 Box O
Other O |Specifyl

ﬂthﬂ o Comments:

H:efigerant:
Custody Seals [I

. L ] -
All samples received? Yﬂsﬂ O All samples containars intact? ‘:’n:/'?'/m’nfl.'i Desecripiionis) match COC? 'I_';;—-b""r::t
COC Recelved Emisshvity: m cmialmr:m Thermometer m:n,?n" 7 | paterrime ”[ 2250

X1 YES O NO sg | Amalyst it

None [0 Commuents:

Temparature:

SAMPLE NUMBERS

SAMPLE CONTAINERS =
Z 3 ] 4 5 ‘] 7 £ a
OT FE INFRES 2L

#ax FBox J Liox PE UNPHES 13
Zaz {1r*

| (T ENCIRG ANIC CHEMICAL METALS
INORGAMIC CHEMICAL METALS doa / S0z / Lise

PT CYANIDE ]
FTNITROGEN FORMS
| PE TOTAL SULFIDE luﬂj, ¥
Zox HITRATE ! WITRITE '
FTTOTAL ORGFANIC CARBON
FTCHEMICAL OXYGEN DEMAND
il PHENCLICS I
dilml ¥4 VIAL TRAVEL DLANE
dilml VA VIAL

QT EPA it

FT ODOE

RADIOLOGICAL
BACTERIOLOGICAL

Al ml VA VIAL- 504
QT EFA SUEM0REIEY
OT EP4 51518150
OTEPA £25
QT EPA 525 TRAVHL BELANK
#ml EPA 547

diml EvA 5311

Aoz EB'A 548
OF EPA 547

T EPA BDISM

AT EPa 530

oz S Ve J ios AMBER
o T / Mz JATE
AL S EEVE

WL VIAL
LASTIC BAG
CEDLAT BAG
TERBOUS 10
INOORE

[

MART KIT
LMMA CARISTER ] T

= R T S

wirnents;_ frifel

imple Numbering Completed By: B JF'L Da“’”i""":-—M _ L I e BT

= Agtwal O o= Comected T TR Ab_BOC oy 304
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

BC Laboratories

4100 Atlas Court
Bakersfield, CA 93308
Phone: 661-327-4911

SDG: 17-02918
Class: WET
Method: EPA-160.1

BC Laboratories, Inc,
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ANALYSES DATA PACKAGE COVER PAGE

EPA-160.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Client Sample Id: Lab Sample Id:
P4-1-MWIB2_ 170201 1702918-10

I certify that this data package is in compliance with the terms and conditions of the contract, both technically and for completeness, for
other than the conditions detailed above. Release of the data contained in this hardcopy data package and in computer-readable data
submitted on diskette has been autorized by the Laboratory Manager or the Manager's designee, as verified by the following signatures.

Signature: = 4 W Name: Sara Guron

Date: 03-06-2017 Title: QA/QC Manager
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:

Project: Alameda

Project Number: 5023146096
Project Manager: Kelli Miller

3/6/2017 4:27:47PM

METHOD DETECTION AND REPORTING LIMITS

Laboratory: BC Laboratories

Matrix: Water

EPA-160.1
SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Instrument: MANUAL
Analyte DL LOD LOQ Units
Total Dissolved Solids @ 180 C 10 10 10 mg/L
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
INORGANIC ANALYSIS DATA SHEET
P4-1-MWIB2_170201
EPA-160.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID:  1702918-10 File ID:
Sampled: 02/01/17 09:10 Prepared: 02/06/17 11:00 Analyzed: 02/06/17 11:00
Solids: 0.00 Preparation: No Prep Initial/Final: 100 ml/ 100 ml
Batch: B[B0473 Sequence: 1702121 Calibration: UNASSIGNED Instrument: MANUAL
Concentration Dilution
CAS NO. Analyte (mg/L) DL LOD LOQ Factor Q Method
—- Total Dissolved Solids @ 180 C 1400 100 100 100 10 D EPA-160.1

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

San Diego, CA 92123

Reported:
9210 Sky Park Court #200 Project:

Project Number:
Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

PREPARATION BATCH SUMMARY

EPA-160.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Batch: B[B0473 Batch Matrix: Water Preparation: No Prep
SAMPLE NAME LAB SAMPLE ID LAB FILE ID DATE PREPARED OBSERVATIONS

P4-1-MWIB2_170201

1702918-10

02/06/17 11:00

Blank

B[B0473-BLK1

02/06/17 11:00

LCS

B[B0473-BS1

02/06/17 11:00

P4-1-MWIB2_170201

B[B0473-DUP1

02/06/17 11:00
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
METHOD BLANK DATA SHEET
EPA-160.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: B[B0473-BLK1 File ID:
Prepared: 02/06/17 11:00 Preparation: No Prep Initial/Final: 100 ml /100 ml
Analyzed: 02/06/17 11:00 Instrument: MANUAL
Batch: B[B0473 Sequence: 1702121 Calibration: UNASSIGNED
CAS NO. COMPOUND CONC. (mg/L) DL LOD LOQ Q
- Total Dissolved Solids @ 180 C 6.7 6.7 6.7 6.7 UD
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
DUPLICATES P4-1-MWIB2 170201
EPA-160.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: B[B0473-DUPI
Batch: B[B0473 Lab Source ID: 1702918-10
Preparation: No Prep Initial/Final: 100 ml /100 ml
Source Sample Name: P4-1-MWIB2_170201 % Solids:
SAMPLE DUPLICATE
CONTROL | cONCENTRATION CONCENTRATION | € RPD Q
ANALYTE LIMIT o METHOD
(mg/L) (mg/L) %o
Total Dissolved Solids @ 180 C 10 1380.0 1420.0 2.86 EPA-160.1

* Values outside of QC limits

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:27:47PM
Project: Alameda
Project Number: 5023146096
Project Manager: Kelli Miller

LCS RECOVERY
EPA-160.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water
Batch: B[B0473 Laboratory ID: B[B0473-BS1
Preparation: No Prep Initial/Final: 20 ml /20 ml
SPIKE LCS LCS QC
ADDED CONCENTRATION % LIMITS
COMPOUND (mg/L) (mg/L) REC. # REC.
Total Dissolved Solids @ 180 C 586.00 585.00 99.8 90 -110

# Column to be used to flag recovery and RPD values with an asterisk

* Values outside of QC limits

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
ANALYSIS BATCH (SEQUENCE) SUMMARY
EPA-160.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Sequence: 1702121 Instrument: MANUAL
Matrix: Water Calibration: UNASSIGNED
Sample Name Lab Sample ID Lab File ID Analysis Date/Time

Blank

B[B0473-BLK1

02/06/17 11:00

LCS B[B0473-BS1

02/06/17 11:00

P4-1-MWIB2_170201 1702918-10

02/06/17 11:00

P4-1-MWIB2_170201 B[B0473-DUP1

02/06/17 11:00

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
HOLDING TIME SUMMARY
EPA-160.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Days Max Days Max
Date Date Date to Days to Date to Days to
Sample Name Collected | Received | Prepared Prep Prep Analyzed | Analysis | Analysis Q
P4-1-MWIB2 170201 02/01/17 02/01/17 02/06/17 5.00 7.00 02/06/17 5.00 7.00
09:10 22:30 11:00 11:00

* Holding time not met

Note: If Prep or Analysis are performed within the hour (if holding time is based on hours) or within the day (if holding time
is based on days), then the sample is not flagged as outside holding times. Calculated number of days are based on date received or

date prepared depending on the test.
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

BC Laboratories

4100 Atlas Court
Bakersfield, CA 93308
Phone: 661-327-4911

SDG: 17-02918
Class: WET
Method: EPA-300.0

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ANALYSES DATA PACKAGE COVER PAGE

EPA-300.0
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Client Sample Id: Lab Sample Id:
P4-1-MWIB2_ 170201 1702918-10RE1

I certify that this data package is in compliance with the terms and conditions of the contract, both technically and for completeness, for
other than the conditions detailed above. Release of the data contained in this hardcopy data package and in computer-readable data
submitted on diskette has been autorized by the Laboratory Manager or the Manager's designee, as verified by the following signatures.

Signature: = 4 W Name: Sara Guron

Date: 03-06-2017 Title: QA/QC Manager

BC Laboratories, Inc, Page 21 of 110


BC Laboratories, Inc,    Page 21 of 110


Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

Project Manager: Kelli Miller

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

METHOD DETECTION AND REPORTING LIMITS

EPA-300.0
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Instrument: ICS5
Analyte DL LOD LOQ Units
Chloride 0.092 0.1 0.5 mg/L
Nitrate as NO3 0.096 0.23 0.44 mg/L
Nitrate as N 0.022 0.05 0.1 mg/L
Sulfate 0.14 0.2 1 mg/L
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
INORGANIC ANALYSIS DATA SHEET
P4-1-MWIB2_170201
EPA-300.0
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID:  1702918-10REI File ID: E020217.seq-40
Sampled:  02/01/17 09:10 Prepared: 02/02/17 15:00 Analyzed: 02/03/17 03:32
Solids:  0.00 Preparation: No Prep Initial/Final: 20 ml/20 ml
Batch: B[B0227 Sequence: 1702247 Calibration: UNASSIGNED Instrument: ICS
Concentration Dilution
CAS NO. Analyte (mg/L) DL LOD LOQ Factor Method
16887-00-6 Chloride 280 0.18 0.20 1.0 2 EPA-300.0
14797-55-8 Nitrate as N 0.61 0.044 0.10 0.20 2 EPA-300.0
14808-79-8 Sulfate 110 0.28 0.40 2.0 2 EPA-300.0
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Project Number:
Project Manager:

Reported: 3/6/2017 4:27:47PM
Project: Alameda

5023146096
Kelli Miller

PREPARATION BATCH SUMMARY

EPA-300.0
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Batch: Batch Matrix: Water Preparation: No Prep
SAMPLE NAME LAB SAMPLE ID LAB FILE ID DATE PREPARED OBSERVATIONS
P4-1-MWIB2_170201 1702918-10RE1 E020217.seq-40 02/02/17 15:00 Added 2/8/2017 by ISW

Blank

B[B0227-BLK1

E020217.seq-77

02/02/17 15:00

LCS

B[B0227-BS1

E020217.seq-78

02/02/17 15:00

Duplicate

B[B0227-DUP1

E020217.seq-79

02/02/17 15:00

Matrix Spike

B[B0227-MS1

E020217.seq-80

02/02/17 15:00

Matrix Spike Dup

B[B0227-MSD1

E020217.seq-81

02/02/17 15:00

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

METHOD BLANK DATA SHEET

EPA-300.0

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: B[B0227-BLK1 File ID: E020217.seq-77

Prepared: 02/02/17 15:00 Preparation: No Prep Initial/Final: 20 ml/20 ml

Analyzed: 02/03/17 15:16 Instrument: (65}

Batch: B[B0227 Sequence: 1702247 Calibration: UNASSIGNED
CAS NO. COMPOUND CONC. (mg/L) DL LOD LOQ Q
16887-00-6 Chloride 0.10 0.092 0.10 0.50 U
14797-55-8 Nitrate as N 0.050 0.022 0.050 0.10 U
14808-79-8 Sulfate 0.20 0.14 0.20 1.0 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

9210 Sky Park Court #200
San Diego, CA 92123

AMEC Environmental & Infrastructure

Reported:

3/6/2017 4:27:47PM

Project: Alameda
Project Number: 5023146096

Project Manager: Kelli Miller
DUPLICATES Duplicate
EPA-300.0
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: B[B0227-DUP1
Batch: B[B0227 Lab Source ID: 1702917-10RE1
Preparation: No Prep Initial/Final: 20 ml/20 ml
Source Sample Name: Duplicate % Solids:
SAMPLE DUPLICATE
CONTROL | cONCENTRATION CONCENTRATION | € RPD
ANALYTE LIMIT (mg/L) (mg/L) % METHOD
Chloride 10 1854.2 1886.6 1.73 EPA-300.0
Nitrate as NO3 10 ND ND EPA-300.0
Nitrate as N 10 ND ND EPA-300.0
Sulfate 10 32.300 32.540 0.740 EPA-300.0

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

MATRIX SPIKE / MATRIX SPIKE DUPLICATE RECOVERY
Matrix Spike

EPA-300.0

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water

Batch: B[B0227 Laboratory ID: B[B0227-MS1

Preparation: No Prep Initial/Final: 19.8 ml /20 ml

Source Sample Number: 1702917-10RE1

SPIKE SAMPLE MS MS QC
ADDED CONCENTRATION CONCENTRATION % LIMITS
COMPOUND (mg/L) (mg/L) (mg/L) REC. # REC.
Chloride 1010.1 1854.2 2900.5 104 80 - 120
Nitrate as NO3 447.15 ND 451.80 101 80 - 120
Nitrate as N 101.01 ND 102.06 101 80 - 120
Sulfate 2020.2 32.300 2089.0 102 80-120
SPIKE MSD MSD QC LIMITS
ADDED CONCENTRATION % %
COMPOUND (mg/L) (mg/L) REC. # RPD # RPD REC.

Chloride 1010.1 2903.5 104 0.104 10 80 - 120
Nitrate as NO3 447.15 446.70 99.9 1.13 10 80-120
Nitrate as N 101.01 100.91 99.9 1.13 10 80 - 120
Sulfate 2020.2 2081.8 101 0.346 10 80 - 120

# Column to be used to flag recovery and RPD values with an asterisk

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
LCS RECOVERY
EPA-300.0
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water
Batch: B[B0227 Laboratory ID: B[B0227-BS1
Preparation: No Prep Initial/Final: 20ml /20 ml
SPIKE LCS LCS QC
ADDED CONCENTRATION % LIMITS
COMPOUND (mg/L) (mg/L) REC. # REC.
Chloride 50.000 51.081 102 90-110
Nitrate as NO3 22.134 22.444 101 90-110
Nitrate as N 5.0000 5.0700 101 90-110
Sulfate 100.00 101.52 102 90-110

# Column to be used to flag recovery and RPD values with an asterisk

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:27:47PM
Project: Alameda

Project Number: 5023146096
Project Manager: Kelli Miller

ANALYSIS BATCH (SEQUENCE) SUMMARY

EPA-300.0
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Sequence: 1702247 Instrument: 1G5
Matrix: Water Calibration: UNASSIGNED
Sample Name Lab Sample ID Lab File ID Analysis Date/Time

Initial Cal Check 1702247-1CV1 E020217.seq-01 02/02/17 15:48
Initial Cal Blank 1702247-1CB1 E020217.seq-02 02/02/17 16:05
Calibration Check 1702247-CCV1 E020217.seq-13 02/02/17 19:16
Calibration Blank 1702247-CCBl1 E020217.seq-14 02/02/17 19:34
Calibration Check 1702247-CCV2 E020217.seq-25 02/02/17 22:45
Calibration Blank 1702247-CCB2 E020217.seq-26 02/02/17 23:02
Calibration Check 1702247-CCV3 E020217.seq-37 02/03/17 02:39
Calibration Blank 1702247-CCB3 E020217.seq-38 02/03/17 02:57

P4-1-MWIB2_170201

1702918-10RE1

E020217.seq-40

02/03/17 03:32

Calibration Check 1702247-CCV4 E020217.seq-42 02/03/17 04:06
Calibration Blank 1702247-CCB4 E020217.seq-43 02/03/17 04:24
Calibration Check 1702247-CCV5 E020217.seq-54 02/03/17 07:35
Calibration Blank 1702247-CCB5 E020217.seq-55 02/03/17 07:53
Calibration Check 1702247-CCV6 E020217.seq-66 02/03/17 11:04
Calibration Blank 1702247-CCB6 E020217.seq-67 02/03/17 11:21
Calibration Check 1702247-CCV7 E020217.seq-75 02/03/17 13:41
Calibration Blank 1702247-CCB7 E020217.seq-76 02/03/17 13:58
Blank B[B0227-BLK1 E020217.seq-77 02/03/17 15:16
LCS B[B0227-BS1 E020217.seq-78 02/03/17 15:33
Duplicate B[B0227-DUP1 E020217.seq-79 02/03/17 15:50

Matrix Spike

B[B0227-MS1

E020217.5eq-80

02/03/17 16:08

Matrix Spike Dup

B[B0227-MSDI1

E020217.seq-81

02/03/17 16:25

Calibration Check 1702247-CCV8 E020217.seq-87 02/03/17 18:09
Calibration Blank 1702247-CCB8 E020217.seq-88 02/03/17 18:27
Calibration Check 1702247-CCV9 E020217.seq-99 02/03/17 21:38
Calibration Blank 1702247-CCB9 E020217.seq-100 02/03/17 21:56
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

San Diego, CA 92123

Reported:
9210 Sky Park Court #200 Project:
Project Number:
Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

ANALYSIS BATCH (SEQUENCE) SUMMARY

EPA-300.0
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Sequence: 1702247 Instrument: 1G5
Matrix: Water Calibration: UNASSIGNED
Sample Name Lab Sample ID Lab File ID Analysis Date/Time

Calibration Check

1702247-CCVA

E020217.seq-106

02/03/17 23:40

Calibration Blank

1702247-CCBA

E020217.seq-107

02/03/17 23:57

BC Laboratories, Inc,

Page 30 of 110



BC Laboratories, Inc,    Page 30 of 110


Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

Laboratory: BC Laboratories
Client: AMEC Environmental & Infrastructure SAMCN

BLANKS
EPA-300.0

SDG: 17-02918

Instrument ID: IC5 Project: Alameda
Sequence: 1702247 Calibration: UNASSIGNED

Lab Sample ID | Analyte Found DL LOD LOQ Units C Method

1702247-1CB1 Chloride 0.0000 0.092 0.50 mg/L 18] EPA-300.0
Nitrate as NO3 0.0000 0.096 0.44 mg/L U EPA-300.0
Nitrate as N 0.0000 0.022 0.10 mg/L 0] EPA-300.0
Sulfate 0.0000 0.14 1.0 mg/L U EPA-300.0

1702247-CCB1 Chloride 0.0000 0.092 0.50 mg/L U EPA-300.0
Nitrate as NO3 0.0000 0.096 0.44 mg/L 18] EPA-300.0
Nitrate as N 0.0000 0.022 0.10 mg/L U EPA-300.0
Sulfate 0.0000 0.14 1.0 mg/L U EPA-300.0

1702247-CCB2 Chloride 0.0000 0.092 0.50 mg/L U EPA-300.0
Nitrate as NO3 0.0000 0.096 0.44 mg/L U EPA-300.0
Nitrate as N 0.0000 0.022 0.10 mg/L U EPA-300.0
Sulfate 0.0000 0.14 1.0 mg/L 0] EPA-300.0

1702247-CCB3 Chloride 0.0000 0.092 0.50 mg/L U EPA-300.0
Nitrate as NO3 0.0000 0.096 0.44 mg/L U EPA-300.0
Nitrate as N 0.0000 0.022 0.10 mg/L 18] EPA-300.0
Sulfate 0.0000 0.14 1.0 mg/L 18] EPA-300.0

1702247-CCB4 Chloride 0.0000 0.092 0.50 mg/L U EPA-300.0
Nitrate as NO3 0.0000 0.096 0.44 mg/L U EPA-300.0
Nitrate as N 0.0000 0.022 0.10 mg/L U EPA-300.0
Sulfate 0.0000 0.14 1.0 mg/L U EPA-300.0

1702247-CCB5 Chloride 0.0000 0.092 0.50 mg/L 18] EPA-300.0
Nitrate as NO3 0.0000 0.096 0.44 mg/L 0] EPA-300.0
Nitrate as N 0.0000 0.022 0.10 mg/L U EPA-300.0
Sulfate 0.0000 0.14 1.0 mg/L U EPA-300.0

1702247-CCB6 Chloride 0.0000 0.092 0.50 mg/L 18] EPA-300.0
Nitrate as NO3 0.0000 0.096 0.44 mg/L U EPA-300.0
Nitrate as N 0.0000 0.022 0.10 mg/L 0] EPA-300.0
Sulfate 0.0000 0.14 1.0 mg/L U EPA-300.0
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
BLANKS
EPA-300.0
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN
Instrument ID: IC5 Project: Alameda
Sequence: 1702247 Calibration: UNASSIGNED
Lab Sample ID | Analyte Found DL LOD LOQ Units C Method
1702247-CCB7 Chloride 0.0000 0.092 0.50 mg/L U EPA-300.0
Nitrate as NO3 0.0000 0.096 0.44 mg/L U EPA-300.0
Nitrate as N 0.0000 0.022 0.10 mg/L 0] EPA-300.0
Sulfate 0.0000 0.14 1.0 mg/L 0] EPA-300.0
1702247-CCB8 Chloride 0.0000 0.092 0.50 mg/L U EPA-300.0
Nitrate as NO3 0.0000 0.096 0.44 mg/L 18] EPA-300.0
Nitrate as N 0.0000 0.022 0.10 mg/L U EPA-300.0
Sulfate 0.0000 0.14 1.0 mg/L U EPA-300.0
1702247-CCB9 Chloride 0.0000 0.092 0.50 mg/L 0] EPA-300.0
Nitrate as NO3 0.0000 0.096 0.44 mg/L U EPA-300.0
Nitrate as N 0.0000 0.022 0.10 mg/L U EPA-300.0
Sulfate 0.0000 0.14 1.0 mg/L 0] EPA-300.0
1702247-CCBA | Chloride 0.0000 0.092 0.50 mg/L U EPA-300.0
Nitrate as NO3 0.0000 0.096 0.44 mg/L 0] EPA-300.0
Nitrate as N 0.0000 0.022 0.10 mg/L 18] EPA-300.0
Sulfate 0.0000 0.14 1.0 mg/L 18] EPA-300.0
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTIAL AND CONTINUING CALIBRATION CHECK

EPA-300.0
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Instrument ID: ICS Calibration: UNASSIGNED
Control Limt: +/- 10.00% Sequence: 1702247
Lab Sample ID Analyte True Found %R Units Method
1702247-1CV1 Chloride 50.000 50.483 101 mg/L EPA-300.0
Nitrate as NO3 22.134 22.174 100 mg/L EPA-300.0
Nitrate as N 5.0000 5.0090 100 mg/L EPA-300.0
Sulfate 100.00 100.57 101 mg/L EPA-300.0
1702247-CCV1 Chloride 50.000 51.630 103 mg/L EPA-300.0
Nitrate as NO3 22.134 22.240 100 mg/L EPA-300.0
Nitrate as N 5.0000 5.0240 100 mg/L EPA-300.0
Sulfate 100.00 101.15 101 mg/L EPA-300.0
1702247-CCV2 Chloride 50.000 51.020 102 mg/L EPA-300.0
Nitrate as NO3 22.134 22.351 101 mg/L EPA-300.0
Nitrate as N 5.0000 5.0490 101 mg/L EPA-300.0
Sulfate 100.00 101.07 101 mg/L EPA-300.0
1702247-CCV3 Chloride 50.000 50.042 100 mg/L EPA-300.0
Nitrate as NO3 22.134 21.824 98.6 mg/L EPA-300.0
Nitrate as N 5.0000 4.9300 98.6 mg/L EPA-300.0
Sulfate 100.00 98.563 98.6 mg/L EPA-300.0
1702247-CCV4 Chloride 50.000 49.834 99.7 mg/L EPA-300.0
Nitrate as NO3 22.134 21.780 98.4 mg/L EPA-300.0
Nitrate as N 5.0000 4.9200 98.4 mg/L EPA-300.0
Sulfate 100.00 98.792 98.8 mg/L EPA-300.0
1702247-CCV5 Chloride 50.000 50.257 101 mg/L EPA-300.0
Nitrate as NO3 22.134 21.944 99.1 mg/L EPA-300.0
Nitrate as N 5.0000 4.9570 99.1 mg/L EPA-300.0
Sulfate 100.00 99.841 99.8 mg/L EPA-300.0
1702247-CCV6 Chloride 50.000 50.661 101 mg/L EPA-300.0
Nitrate as NO3 22.134 21.749 98.3 mg/L EPA-300.0
Nitrate as N 5.0000 49130 98.3 mg/L EPA-300.0
Sulfate 100.00 100.39 100 mg/L EPA-300.0
1702247-CCV7 Chloride 50.000 51.590 103 mg/L EPA-300.0
Nitrate as NO3 22.134 22.541 102 mg/L EPA-300.0
Nitrate as N 5.0000 5.0920 102 mg/L EPA-300.0
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITTIAL AND CONTINUING CALIBRATION CHECK

EPA-300.0
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Instrument ID: ICS Calibration: UNASSIGNED
Control Limt: +/- 10.00% Sequence: 1702247
Lab Sample ID Analyte True Found %R Units Method
1702247-CCV7 Sulfate 100.00 101.80 102 mg/L EPA-300.0
1702247-CCVS8 Chloride 50.000 51.435 103 mg/L EPA-300.0
Nitrate as NO3 22.134 22.417 101 mg/L EPA-300.0
Nitrate as N 5.0000 5.0640 101 mg/L EPA-300.0
Sulfate 100.00 102.24 102 mg/L EPA-300.0
1702247-CCV9 Chloride 50.000 51.561 103 mg/L EPA-300.0
Nitrate as NO3 22.134 22.506 102 mg/L EPA-300.0
Nitrate as N 5.0000 5.0840 102 mg/L EPA-300.0
Sulfate 100.00 101.69 102 mg/L EPA-300.0
1702247-CCVA Chloride 50.000 51.266 103 mg/L EPA-300.0
Nitrate as NO3 22.134 22.214 100 mg/L EPA-300.0
Nitrate as N 5.0000 5.0180 100 mg/L EPA-300.0
Sulfate 100.00 101.03 101 mg/L EPA-300.0

* Values outside of QC limits

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:27:47PM
Project: Alameda

Project Number: 5023146096
Project Manager: Kelli Miller

HOLDING TIME SUMMARY

EPA-300.0
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Days Max Days Max
Date Date Date to Days to Date to Days to
Sample Name Collected | Received | Prepared Prep Prep Analyzed | Analysis | Analysis Q
P4-1-MWIB2 170201 02/01/17 02/01/17 02/02/17 2.00 28.00 02/03/17 2.00 28.00
09:10 22:30 15:00 03:32
P4-1-MWIB2 170201 02/01/17 02/01/17 02/02/17 1.77 2.00 02/03/17 1.77 2.00
09:10 22:30 15:00 03:32

* Holding time not met

Note: If Prep or Analysis are performed within the hour (if holding time is based on hours) or within the day (if holding time
is based on days), then the sample is not flagged as outside holding times. Calculated number of days are based on date received or

date prepared depending on the test.
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I
Laboratories, Inc. ‘MJ
Environmental Testing Laboratory Since 1949

Raw Data From Instrument IC5
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

Raw Data - Calibration Standards
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Operator:Analyst Timebase:IC-5 Sequence:E020217 Page 1-1
2/6/2017 12:21 PM
109 standard O
Sample Name: standard O Injection Volume: 20.0
Vial Number: 17 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 20:52 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
0.100 E020217 #109 standard 0 ECD 1
S
-0.125-]
-0.250]
-0.375-
-0.500]
-0.625-]
'0.800 | T T ‘ T T ‘ T T ‘ T T ‘ ‘ T T ‘ ‘ mln
0.0 2.0 4.0 6.0 8.0 10.0 12.0 15.0
No. | Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
Total: 0.000 0.00 0.000
modified on: n.a. By: OLH/EMW/JSW

BCL_ReportIC5/Integration

* = Manual integrations due to peak, rider, or baseline errors.
B = Baseline with direct contact on the left or right side of peak.

b = Baseline is below non resolved peaks drawn from peak end to peak end.

M = Main
R = Rider
BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006

Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117

Page 1-2
1/31/2017 11:02 PM

3 standard 1

3 - Nitrate - 7.340
4 - Phosphate

2 - Bromide - 6.300

Sample Name: standard 1 Injection Volume: 20.0
Vial Number: 18 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 21:10 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
0.80_FE013117 #3 standard 1 ECD_1
us
0.60 1 - Chloride - 4.117
0.40
1 5 - Sulfate - 10.574
0.20-

0.80 \ \ \ l l i
0.0 2.0 4.0 6.0 8.0 10.0 12.0 15.0
No. Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 4.12 Chloride 0.569 0.086  33.22 0.521 BMB
2 6.30 Bromide 0.029 0.005 1.92 0.089 BMB
3 7.34 Nitrate 0.122 0.031  12.09 0.096 BMB
4 8.72 Phosphate 0.081 0.027 10.36 0.177 BMB
5 10.57 Sulfate 0.300 0.109  42.41 1.012 BMB
Total: 1.101 0.258 100.00 1.895
modified on: n.a. By: OLH/EMW/JSW

close up/Integration

* = Manual integrations due to peak, rider or baseline error.
B = Baseline with direct contact on the left or right side of peak.

Chromeleon (c) Dionex 1996-2006
Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117 Page 2-2
1/31/2017 11:02 PM

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R= Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
close up/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E020417

Page 1-2
2/8/2017 6:45 PM

73 standard 1

Sample Name: standard 1 Injection Volume: 20.0
Vial Number: 18 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 21:10 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
0.0560 7E020417 #73 [modified by Analyst] standard 1 ECD_1
s 2t Chloride - 4.117 4 | Nitrate - 7.348 { Phosphate - 8.7176 - Sulfate - 10.57
0.0400-] 3 - Bromide - 6.300
0-0300{ 1 - Fluoride -|2.894
0.0200
0.0100-]
0.0000
-0.0100
-0.0200-
-0.0384-— ————— : — — —— min
2.18 3.75 5.00 6.25 7.50 8.75 10.00 12.05
No. Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 2.89 Fluoride 0.081 0.013 4.58 0.053 BMB*
2 412 Chloride 0.570 0.087 30.65 0.525 BMB*
3 6.30 Bromide 0.031 0.006 2.17 0.100 BMB*
4 7.34 Nitrate 0.123 0.032 11.28 0.097 BMB*
5 8.72 Phosphate 0.087 0.032 11.24 0.195 BMB*
6 10.57 Sulfate 0.303 0.114  40.07 1.029 BMB*
Total: 1.197 0.284 100.00 1.999
modified on: 01.31.17 22:59 By: OLH/EMW/ISW

close up/Integration

* = Manual integrations due to peak, rider or baseline error.

Chromeleon (c) Dionex 1996-2006
Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E020417 Page 2-2
2/8/2017 6:45 PM

B = Baseline with direct contact on the left or right side of peak.

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R= Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
close up/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117

Page 1-2
1/31/2017 11:02 PM

4 standard 2

Sample Name: standard 2 Injection Volume: 20.0
Vial Number: 18 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 21:27 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
E013117 #4 standard 2 ECD 1
2.00 ¢
M i - Chloride - 4.134 § - Sulfate - 10.560
1.75-
1.50
1.251
1.00
0757 - Nitrate - 7.340
0.50]
0.251
] 1 - Fluorige 42.900
0.00]
0.43+ L I A A \ ‘ \ \ iy
0.9 4.0 6.0 8.0 10.0 12.0 14.6
No. Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 2.90 Fluoride 0.092 0.009 0.44 0.047 BMB
2 413 Chloride 5.606 0.776  36.53 3.818 BMB
3 6.32 Bromide 0.060 0.012 0.56 0.182 BMB
4 7.34 Nitrate 0.646 0.166 7.82 0.430 BMB
5 8.71 Phosphate 0.165 0.057 2.69 0.333 BMB
6 10.56 Sulfate 3.014 1.105 51.97 7.864 BMB
Total: 9.582 2.125 100.00 12.675
modified on: n.a. By: OLH/EMW/ISW

close up/Integration

* = Manual integrations due to peak, rider or baseline error.

Chromeleon (c) Dionex 1996-2006
Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117 Page 2-2
1/31/2017 11:02 PM

B = Baseline with direct contact on the left or right side of peak.

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R= Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
close up/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E020217

Page 1-2
2/6/2017 12:21 PM

111 standard 2

Sample Name: standard 2 Injection Volume: 20.0
Vial Number: 18 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 21:27 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
6.00 E020217 #111 [modified by Analyst] standard 2 ECD 1
1S 2 - Chloride - 4.134
5.00;
4.00;
3.00- 6 - Sulfate - 10.560
2.00—
1.00+
J 4 - Nitrate - 7.340
7 1- Fluoride
0.00— A
'1.00 T T T T ‘ T T T ‘ T T ‘ T T ‘ T ‘ rnln
0.0 2.0 4.0 8.0 10.0 12.0 15.0
No. | Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 2.90 Fluoride 0.147 0.023 1.06 0.093 BMB*
2 4.13 Chloride 5.616 0.794  36.83 3.896 BMB*
3 6.32 Bromide 0.060 0.012 0.55 0.182 BMB
4 7.34 Nitrate 0.646 0.166 7.70 0.430 BMB*
5 8.71 Phosphate 0.165 0.057 2.65 0.333 BMB
6 10.56 Sulfate 3.014 1105 51.21 7.864 BMB
Total: 9.647 2.157 100.00 12.799
modified on: 01.31.17 23:00 By: OLH/EMW/JSW

* = Manual integrations due to peak, rider, or baseline errors.
B = Baseline with direct contact on the left or right side of peak.

Chromeleon (c) Dionex 1996-2006

BCL_ReportIC5/Integration

Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E020217 Page 2-2
2/6/2017 12:21 PM

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R = Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
BCL_ReportIC5/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117

Page 1-2

1/31/2017 11:02 PM

5 standard 3

Sample Name: standard 3 Injection Volume: 20.0
Vial Number: 18 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 21:45 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
» 00013117 #5 standard 3 ECD 1
S 2|- Chloride - 4.154 - Nitrate - 7.294 6 -|Sulfate - 10.534
1.75-
1.50
1.251
1.00
0.751
1 - Fluorigle { 2.900
0.50
0.251
0.00]
0.43+ L S S R l T T iy
0.9 4.0 6.0 8.0 10.0 12.0 14.6
No. Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 2.90 Fluoride 0.567 0.077 0.74 0.333 BMB
2 415 Chloride 26.713 3.891 37.61 18.343 BMB
3 6.31 Bromide 0.246 0.052 0.50 0.765 BMB
4 7.29 Nitrate 3.067 0.808 7.81 1.976 BM
5 8.71 Phosphate 0.403 0.156 1.50 0.862 MB
6 10.53 Sulfate 14.867 5.361  51.83 36.484 BMB
Total: 45.863 10.343 100.00 58.762
modified on: n.a. By: OLH/EMW/ISW

close up/Integration

* = Manual integrations due to peak, rider or baseline error.

Chromeleon (c) Dionex 1996-2006

BC Laboratories, Inc,

Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117 Page 2-2
1/31/2017 11:02 PM

B = Baseline with direct contact on the left or right side of peak.

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R= Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
close up/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E020217 Page 1-2
2/6/2017 12:21 PM
112 standard 3
Sample Name: standard 3 Injection Volume: 20.0
Vial Number: 18 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 21:45 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
30.0 E020217 #112 [modified by Analyst] standard 3 ECD 1
05s
] 2 - Chloride - 4.154
25.0
20.0-
15.0; 6 - Sulfate - 10.534
10.0-]
5.0-]
] 4 - Nitrate - 7.294
] 1 - Fluorjdé - 2.900 3 - Bgmide - 6.314 - Phosphgite - 81714
0.0 | I \ I \ T I T : I
'5.0 | T T T T ‘ T T ‘ T T ‘ T T ‘ T ‘ rnln
0.0 2.0 4.0 8.0 10.0 12.0 15.0
No. | Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 2.90 Fluoride 0.624 0.102 0.98 0.416 BMB*
2 4.15 Chloride 26.715 3.895 37.61 18.360 BMB*
3 6.31 Bromide 0.246 0.052 0.50 0.768 BMB*
4 7.29 Nitrate 3.063 0.800 7.72 1.961 BMb*
5 8.71 Phosphate 0.395 0.147 1.42 0.826 bmB*
6 10.53 Sulfate 14.867 5.361  51.77 36.484 BMB
Total: 45.910 10.356 100.00 58.815
modified on: 01.31.17 22:59 By: OLH/EMW/JSW

* = Manual integrations due to peak, rider, or baseline errors.
B = Baseline with direct contact on the left or right side of peak.

Chromeleon (c) Dionex 1996-2006

BCL_ReportIC5/Integration

Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E020217 Page 2-2
2/6/2017 12:21 PM

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R = Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
BCL_ReportIC5/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117

Page 1-2
1/31/2017 11:02 PM

6 standard

4

Sample Name: standard 4 Injection Volume: 20.0
Vial Number: 18 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 22:02 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
E013117 #6 standard 4 ECD 1
2.00 ¢
il 2|- Chloride - 4.147 4| Nitrate - 7.203
1.75-
] 1 - Fluoride {2.867
1.50
1.251
1.00
0.75-]
] 3 - Bromi
0.50]
0.251
0.00] +
0.43+ R T l T " ‘mip
0.9 4.0 6.0 8.0 10.0 12.0 14.6
No. Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 2.87 Fluoride 1.577 0.222 0.76 0.942 BM
2 415 Chloride 65.210 11.159 38.05 50.463 M
3 6.26 Bromide 0.641 0.137 0.47 2.001 M
4 7.20 Nitrate 8.248 2.139 7.29 5.001 M
5 8.68 Phosphate 0.501 0.187 0.64 1.049 MB
6 10.44 Sulfate 42.650 15.486  52.80 100.300 BMB
Total: 118.827 29.330 100.00 159.757
modified on: n.a. By: OLH/EMW/ISW

close up/Integration

* = Manual integrations due to peak, rider or baseline error.

Chromeleon (c) Dionex 1996-2006
Version 6.80 SR15 Build 4656 (243203)

BC Laboratories, Inc,
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Operator:Analyst Timebase:IC-5 Sequence:E013117 Page 2-2
1/31/2017 11:02 PM

B = Baseline with direct contact on the left or right side of peak.

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R= Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
close up/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E020217 Page 1-2
2/6/2017 12:21 PM
113 standard 4
Sample Name: standard 4 Injection Volume: 20.0
Vial Number: 18 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 22:02 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
70.0 E020217 #113 [modified by Analyst] standard 4 ECD 1
:HS 2 - Chloride - 4.147
50.0-
] 6 - Sulfate - 10.443
37.5-
25.0-]
12,51
7 4 - Nitrate - 7.203
] 1- Fluoride - 2.867 . de - ] ]
0.0 | % % 3 I?r mide 6.%265 Ph‘o§ph te - 8677
'10.0 1 T T T T ‘ T ‘ T ‘ T T ‘ T T ‘ T ‘ rnln
0.0 2.0 4.0 6.0 8.0 10.0 12.0 15.0
No. | Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 2.87 Fluoride 1.619 0.248 0.84 1.006 BM *
2 4.15 Chloride 65.216 11.171  38.03 50.493 M *
3 6.26 Bromide 0.644 0.139 0.47 2.025 M *
4 7.20 Nitrate 8.251 2.143 7.29 5.005 M *
5 8.68 Phosphate 0.502 0.187 0.64 1.052 MB*
6 10.44 Sulfate 42.650 15486  52.72 100.300 BMB
Total: 118.882 29.373 100.00 159.882
modified on: 01.31.17 22:59 By: OLH/EMW/JSW

* = Manual integrations due to peak, rider, or baseline errors.
B = Baseline with direct contact on the left or right side of peak.

Chromeleon (c) Dionex 1996-2006

BCL_ReportIC5/Integration

Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E020217 Page 2-2
2/6/2017 12:21 PM

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R = Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
BCL_ReportIC5/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117

Page 1-2

1/31/2017 11:02 PM

7 standard

5

Sample Name: standard 5 Injection Volume: 20.0
Vial Number: 18 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 22:19 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
» 00013117 #7 standard 5 ECD 1
S 1 - Fluoride2|2@BMride - 4.217 4 |Nitrate - 7.203 6 - Sulfate - 10.387
1.75-
1.50
] ide - 6.297
1.251
1.00
0.751
0.50]
0.251
0.00]
0.43+ R T l T T iy
0.9 4.0 6.0 8.0 10.0 12.0 14.6
No. Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 2.89 Fluoride 3.380 0.488 0.76 1.959 BMB
2 4.22 Chloride 109.972 24.337  37.71 103.506 BM
3 6.30 Bromide 1.313 0.282 0.44 4.051 M
4 7.20 Nitrate 18.071 4.668 7.23 10.162 M
5 8.69 Phosphate 0.981 0.357 0.55 2.012 MB
6 10.39 Sulfate 89.992 34.402  53.31 207.460 BMB
Total: 223.710 64.535 100.00 329.151
modified on: n.a. By: OLH/EMW/ISW

close up/Integration

* = Manual integrations due to peak, rider or baseline error.

Chromeleon (c) Dionex 1996-2006
Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117 Page 2-2
1/31/2017 11:02 PM

B = Baseline with direct contact on the left or right side of peak.

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R= Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
close up/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E020217 Page 1-2
2/6/2017 12:21 PM
114 standard 5
Sample Name: standard 5 Injection Volume: 20.0
Vial Number: 18 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 22:19 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
120 E020217 #114 [modified by Analyst] standard 5 ECD 1
1S
] 2 - Chloride - 4.217
100;
i 6 - Sulfate - 10.387
80;
60—
40
20; 4 - Nitrate - 7.203
o \/tF'“‘? idg - 2.893 3~ Brpmide - 629% - Phosphate - 860
| min
'20 T T ‘ T T ‘ T T ‘ T T ‘ T T ‘ T T ‘ T ‘ T
0.0 2.0 4.0 6.0 8.0 10.0 12.0 15.0
No. | Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 2.89 Fluoride 3.382 0.492 0.76 1.971 BMB*
2 4.22 Chloride 109.972 24,337  37.63 103.506 BM
3 6.30 Bromide 1.313 0.282 0.44 4.051 M
4 7.20 Nitrate 18.071 4.668 7.22 10.162 M
5 8.69 Phosphate 0.981 0.357 0.55 2.012 MB
6 10.39 Sulfate 90.019 34543 5341 207.923 BMB*
Total: 223.739 64.680 100.00 329.625
modified on: 01.31.17 22:59 By: OLH/EMW/JSW

* = Manual integrations due to peak, rider, or baseline errors.
B = Baseline with direct contact on the left or right side of peak.

Chromeleon (c) Dionex 1996-2006

BCL_ReportIC5/Integration

Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E020217 Page 2-2
2/6/2017 12:21 PM

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R = Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
BCL_ReportIC5/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117 Page 1-2
1/31/2017 11:03 PM

8 standard 6
Sample Name: standard 6 Injection Volume: 20.0
Vial Number: 19 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 22:37 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
» 00013117 #8 standard 6 ECD 1
S 2 - Fluoride 3 2 8Tiride - 4.220 - BrorGiddlitti@73 6138 hosphate7--Ssafate - 10.207
1.75-
1.50
1.251
1.00
0.75-]
] 1-2.340
0.50]
0.251
0.00]
-0.43——— “‘\“‘\“‘\“‘\“‘\“‘\mi‘n
0.9 4.0 6.0 8.0 10.0 12.0 14.6
No. Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 2.34 n.a. 0.631 0.169 0.12 n.a. BM
2 2.87 Fluoride 7.113 1.073 0.77 4.016 M
3 4.22 Chloride 167.798 51.647  37.27 198.586 M
4 6.27 Bromide 2.730 0.583 0.42 7.986 M
5 7.13 Nitrate 39.432 10.345 7.47 19.939 M
6 8.63 Phosphate 1.999 0.699 0.50 3.983 MB
7 10.21 Sulfate 173.785 74.044  53.44 396.973 BMB
Total: 393.488 138.558 100.00 631.482
modified on: n.a. By: OLH/EMW/JSW
Chromeleon (c) Dionex 1996-2006
close up/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117 Page 2-2
1/31/2017 11:03 PM

* = Manual integrations due to peak, rider or baseline error.

B = Baseline with direct contact on the left or right side of peak.

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R= Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
close up/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117

Page 1-2
1/31/2017 11:03 PM

8 standard 6

Sample Name: standard 6 Injection Volume: 20.0
Vial Number: 19 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 22:37 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
200 E013117 #8 [moadified by Analyst] standard 6 ECD 1
S 2 - Fluoride 3 2 8fibride - 4.220 - Brorbiddlit@:273761.3Phosphiater-
1.75-
1.50
1.251
1.00
0.75-]
] 1-2.340
0.50]
0.251
0.00] ‘ ‘
0.43+ R l ; T T iy
0.9 4.0 6.0 8.0 10.0 12.0 14.6
No. Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 2.34 n.a. 0.612 0.155 0.11 n.a. BM *
2 2.87 Fluoride 7.072 1.034 0.75 4,011 Mb*
3 4.22 Chloride 167.765 51.578  37.27 198.571 bMb*
4 6.27 Bromide 2.706 0.564 0.41 7.972 bM *
5 7.13 Nitrate 39.415 10.323 7.46 19.937 M *
6 8.63 Phosphate 1.993 0.693 0.50 3.982 MB*
7 10.21 Sulfate 173.785 74.044  53.50 396.973 BMB
Total: 393.347 138.390 100.00 631.446
modified on: 01.31.17 22:59 By: OLH/EMW/JSW

close up/Integration

Chromeleon (c) Dionex 1996-2006
Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117 Page 2-2
1/31/2017 11:03 PM

* = Manual integrations due to peak, rider or baseline error.

B = Baseline with direct contact on the left or right side of peak.

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R= Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
close up/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117 Page 1-3
1/31/2017 10:58 PM

8 standard 6
Sample Name: standard 6 Injection Volume: 20.0
Vial Number: 19 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 22:37 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
200 E013117 #8 standard 6 ECD 1
S
] 7 - Sulfate - 10.207
175 3 - Chloride - 4.220 e
150
125
100
75
50
] 5 - Nitrate - 7.130
25
- ! _‘2\2\3—4lélu‘or def 2870 , 4 - Brpmide - 6.27% - Phgspiate - 8.627
] 1 1 [ I T
-20- \ \ \ \ T — T —
0.0 2.0 4.0 6.0 8.0 10.0 12.0 15.0
No. Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 2.34 n.a. 0.631 0.169 0.12 n.a. BM
2 2.87 Fluoride 7.113 1.073 0.77 3.979 M
3 4.22 Chloride 167.798 51.647  37.27 198.557 M
4 6.27 Bromide 2.730 0.583 0.42 7.980 M
5 7.13 Nitrate 39.432 10.345 7.47 19.942 M
6 8.63 Phosphate 1.999 0.699 0.50 3.987 MB
7 10.21 Sulfate 173.785 74.044  53.44 397.124 BMB
Total: 393.488 138.558 100.00 631.569
modified on: n.a. By: OLH/EMW/JSW
* = Manual integrations due to peak, rider, or baseline errors.
Chromeleon (c) Dionex 1996-2006
BCL_ReportIC5/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117 Page 2-3
1/31/2017 10:58 PM

B = Baseline with direct contact on the left or right side of peak.

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R = Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
BCL_ReportIC5/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E013117 Page 3-3
1/31/2017 10:58 PM
8 standard 6
Sample Name: standard 6 Injection Volume: 20.0
Vial Number: 19 Channel: ECD_1
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 22:37 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
60.0 Chloride . External ECD_1 1.20 Fluoride . External ECD 1
JArea [uS*min] JArea [US*min]
25.0— 0.50+
0.0 ‘ Ppm 0.00-+= —r — Pk
0 100 250 0.00 1.25 2.50 4.50
Nitrate External ECD 1 Sulfate External ECD 1
12.0 JArea [US*min] 80.0 Area [US*min]
| 50.0
5.0+ ]
0.0 ‘ ppm 0.0 —— —— —Ppm
0.0 10.0 25.0 0 125 250 450
No. Ret.Time Peak Name Cal.Type Points Coeff.Det.  Offset Slope Curve
min %
1 234 n.a. n.a. n.a. n.a. n.a. n.a. n.a.
2 2.87 Fluoride XA0QOff 5 99.8046 -0.0060 0.2091 0.0156
3 4.22 Chloride XA0QOff 6 99.8677 -0.0237 0.2081 0.0003
4 6.27 Bromide XA0QOff 6 99.9699 -0.0010 0.0667 0.0008
5 7.13 Nitrate XA0QOff 6 99.9667 -0.0072 0.4000 0.0060
6 8.63 Phosphate XA0QOff 6 99.5449 -0.0061 0.1883  -0.0029
7 10.21 Sulfate XA0QOff 6 99.8744 -0.0358 0.1435 0.0001
Average: 99.8380 -0.0133 0.2026 0.0033

BCL_ReportIC5/Calibration(Batch)

Chromeleon (c) Dionex 1996-2006
Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E020217 Page 1-3
2/6/2017 12:21 PM

115 standard 6
Sample Name: standard 6 Injection Volume: 20.0
Vial Number: 19 Channel: IC5
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 22:37 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
200 E020217 #115 [modified by Analyst] standard 6 ECD 1
uS
h 7 - Sulfate - 10.207
d 3 - Chloride - 4.220
150+
100+
50+
i 5 - Nitrate - 7.130
4 2 - Fluoride|- 2.870 .
| 1-2340 L 1 4—I?r m de-6‘.273-Pho\sp ate - 8627
I I I I I I
min
'20 T T ‘ T T ‘ T T ‘ T T ‘ T T ‘ T T ‘ T ‘ T
0.0 2.0 4.0 6.0 8.0 10.0 12.0 15.0
No. | Ret.Time Peak Name Height Area Rel.Area Amount Type
min us uS*min % ppm
1 2.34 n.a. 0.612 0.155 0.11 n.a. BM *
2 2.87 Fluoride 7.072 1.034 0.75 4.011 Mb*
3 4.22 Chloride 167.765 51.578  37.27 198.571 bMb*
4 6.27 Bromide 2.706 0.564 0.41 7.972 bM *
5 7.13 Nitrate 39.415 10.323 7.46 19.937 M *
6 8.63 Phosphate 1.993 0.693 0.50 3.982 MB*
7 10.21 Sulfate 173.785 74.044  53.50 396.973 BMB
Total: 393.347 138.390 100.00 631.446
modified on: 01.31.17 22:59 By: OLH/EMW/JSW
* = Manual integrations due to peak, rider, or baseline errors.
Chromeleon (c) Dionex 1996-2006
BCL_ReportIC5/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E020217 Page 2-3
2/6/2017 12:21 PM

B = Baseline with direct contact on the left or right side of peak.

b = Baseline is below non resolved peaks drawn from peak end to peak end.
M = Main

R = Rider

BMB = This peak type is for resolved peaks.

Chromeleon (c) Dionex 1996-2006
BCL_ReportIC5/Integration Version 6.80 SR15 Build 4656 (243203)
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Operator:Analyst Timebase:IC-5 Sequence:E020217 Page 3-3
2/6/2017 12:21 PM

115 standard 6
Sample Name: standard 6 Injection Volume: 20.0
Vial Number: 19 Channel: ECD_1
Sample Type: standard Wavelength: n.a.
Control Program:  IC5 Bandwidth: n.a.
Quantif. Method: IC5 ANION Dilution Factor: 1.0000
Recording Time: 1/31/2017 22:37 Sample Weight: 1.0000
Run Time (min): 15.00 Sample Amount: 1.0000
Chloride External ECD_1 Fluoride External ECD_1
60.0 JArea [puS*min] 1.20 JArea [uS*min]
25.0-| 0.50-
0.0 ‘ ppm 0.00-, —— —— —bpm
0 100 250 0.00 1.25 2.50 4.50
Nitrate External ECD_1 Sulfate External ECD 1
12.0 JArea [uS*min] 80.0 Area [US*min]
i 50.0
5.0~
0.0 | ‘ \ppm 0.0 T ‘ T T ‘ T T ‘ T ‘ p\pm
0.0 10.0 25.0 0 100 200 300 450
No. Ret.Time Peak Name Cal.Type Points Coeff.Det. Offset Slope Curve
min %
1 234 na. n.a. n.a. n.a. n.a. n.a. n.a.
2 2.87 Fluoride XA0QOff 6 99.9748 0.0002 0.2422 0.0038
3 4.22 Chloride XA0QOff 6 99.8743 -0.0224 0.2087 0.0003
4 6.27 Bromide XA0QOff 6 99.9649 -0.0007 0.0686 0.0003
5 7.13 Nitrate XA0QOff 6 99.9647 -0.0069 0.3997 0.0059
6 8.63 Phosphate XA0QOff 6 99.7015 -0.0039 0.1840  -0.0022
7 10.21 Sulfate XA0QOff 6 99.8655 -0.0342 0.1440 0.0001
Average: 99.8909 -0.0113 0.2079 0.0014
Chromeleon (c) Dionex 1996-2006
BCL_ReportIC5/Calibration(Batch) Version 6.80 SR15 Build 4656 (243203)
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

BC Laboratories

4100 Atlas Court
Bakersfield, CA 93308
Phone: 661-327-4911

SDG: 17-02918
Class: WET
Method: EPA-310.1

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ANALYSES DATA PACKAGE COVER PAGE

EPA-310.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Client Sample Id: Lab Sample Id:
P4-1-MWIB2_ 170201 1702918-10RE1

I certify that this data package is in compliance with the terms and conditions of the contract, both technically and for completeness, for
other than the conditions detailed above. Release of the data contained in this hardcopy data package and in computer-readable data
submitted on diskette has been autorized by the Laboratory Manager or the Manager's designee, as verified by the following signatures.

Signature: = 4 W Name: Sara Guron

Date: 03-06-2017 Title: QA/QC Manager
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:

Project: Alameda

Project Number: 5023146096
Project Manager: Kelli Miller

3/6/2017 4:27:47PM

METHOD DETECTION AND REPORTING LIMITS

Laboratory: BC Laboratories

Matrix: Water

EPA-310.1
SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Instrument: MET-1
Analyte DL LOD LOQ Units
Total Alkalinity as CaCO3 4.1 4.1 4.1 mg/L
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
INORGANIC ANALYSIS DATA SHEET
P4-1-MWIB2_170201
EPA-310.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID:  1702918-10REI File ID: Tiamo020617-023
Sampled: 02/01/17 09:10 Prepared: 02/06/17 09:00 Analyzed: 02/06/17 13:06
Solids: 0.00 Preparation: No Prep Initial/Final: 50 ml/ 50 ml
Batch: B[B0489 Sequence: 1702126 Calibration: UNASSIGNED Instrument: MET-1
Concentration Dilution
CAS NO. Analyte (mg/L) DL LOD LOQ Factor Q Method
—- Total Alkalinity as CaCO3 710 8.2 8.2 8.2 2 D EPA-310.1
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

San Diego, CA 92123

Reported:
9210 Sky Park Court #200 Project:

Project Number:
Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

PREPARATION BATCH SUMMARY

EPA-310.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Batch: B[B0489 Batch Matrix: Water Preparation: No Prep
SAMPLE NAME LAB SAMPLE ID LAB FILE ID DATE PREPARED OBSERVATIONS

P4-1-MWIB2_170201

1702918-10RE1

Tiamo020617-023

02/06/17 09:00

Added for BatchQC in: B[B0489

Blank

B[B0489-BLK1

Tiamo020617-007

02/06/17 09:00

LCS

B[B0489-BS3

Tiamo020617-006

02/06/17 09:00

P4-1-MWIB2_170201

B[B0489-DUP1

Tiamo020617-024

02/06/17 09:00
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
METHOD BLANK DATA SHEET
EPA-310.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: B[B0489-BLK1 File ID: Tiamo0020617-007
Prepared: 02/06/17 09:00 Preparation: No Prep Initial/Final: 50 ml /50 ml
Analyzed: 02/06/17 09:35 Instrument: MET-1
Batch: B[B0489 Sequence: 1702126 Calibration: UNASSIGNED
CAS NO. COMPOUND CONC. (mg/L) DL LOD LOQ Q
- Total Alkalinity as CaCO3 4.1 4.1 4.1 4.1 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
DUPLICATES P4-1-MWIB2 170201
EPA-310.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: B[B0489-DUPI
Batch: B[B0489 Lab Source ID: 1702918-10RE1
Preparation: No Prep Initial/Final: 50 ml /50 ml
Source Sample Name: P4-1-MWIB2_170201 % Solids:
SAMPLE DUPLICATE
CONTROL | cONCENTRATION CONCENTRATION | € RPD Q
ANALYTE LIMIT o METHOD
(mg/L) (mg/L) %o
Total Alkalinity as CaCO3 10 710.46 630.13 12.0 * EPA-310.1

* Values outside of QC limits

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:27:47PM
Project: Alameda
Project Number: 5023146096
Project Manager: Kelli Miller

LCS RECOVERY
EPA-310.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water
Batch: B[B0489 Laboratory ID: B[B0489-BS3
Preparation: No Prep Initial/Final: 50 ml /50 ml
SPIKE LCS LCS QC
ADDED CONCENTRATION % LIMITS
COMPOUND (mg/L) (mg/L) REC. # REC.
Total Alkalinity as CaCO3 100.00 99.340 99.3 90 -110

# Column to be used to flag recovery and RPD values with an asterisk

* Values outside of QC limits

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

ANALYSIS BATCH (SEQUENCE) SUMMARY

EPA-310.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Sequence: 1702126 Instrument: MET-1
Matrix: Water Calibration: UNASSIGNED
Sample Name Lab Sample ID Lab File ID Analysis Date/Time

LCS

B[B0489-BS3

Tiamo020617-006

02/06/17 09:29

Blank B[B0489-BLK1 Tiamo020617-007

02/06/17 09:35

P4-1-MWIB2_170201 1702918-10RE1 Tiamo020617-023

02/06/17 13:06

P4-1-MWIB2_170201 B[B0489-DUP1 Tiamo020617-024

02/06/17 13:12

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
HOLDING TIME SUMMARY
EPA-310.1
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Days Max Days Max
Date Date Date to Days to Date to Days to
Sample Name Collected | Received | Prepared Prep Prep Analyzed | Analysis | Analysis Q
P4-1-MWIB2 170201 02/01/17 02/01/17 02/06/17 5.00 14.00 02/06/17 5.00 14.00
09:10 22:30 09:00 13:06

* Holding time not met

Note: If Prep or Analysis are performed within the hour (if holding time is based on hours) or within the day (if holding time
is based on days), then the sample is not flagged as outside holding times. Calculated number of days are based on date received or

date prepared depending on the test.
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

BC Laboratories

4100 Atlas Court
Bakersfield, CA 93308
Phone: 661-327-4911

SDG: 17-02918
Class: WET
Method: EPA-353.2
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ANALYSES DATA PACKAGE COVER PAGE

EPA-353.2
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Client Sample Id: Lab Sample Id:
P4-1-MWIB2_ 170201 1702918-10

I certify that this data package is in compliance with the terms and conditions of the contract, both technically and for completeness, for
other than the conditions detailed above. Release of the data contained in this hardcopy data package and in computer-readable data
submitted on diskette has been autorized by the Laboratory Manager or the Manager's designee, as verified by the following signatures.

Signature: = 4 W Name: Sara Guron

Date: 03-06-2017 Title: QA/QC Manager
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

9210 Sky Park Court #200
San Diego, CA 92123

AMEC Environmental & Infrastructure

Reported:

Project: Alameda

Project Number: 5023146096
Project Manager: Kelli Miller

3/6/2017 4:27:47PM

METHOD DETECTION AND REPORTING LIMITS

EPA-353.2
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Instrument: KONE-1
Analyte DL LOD LOQ Units
Nitrite as N 0.01 0.03 0.05 mg/L
Nitrite as NO2 0.04 0.1 0.17 mg/L
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
INORGANIC ANALYSIS DATA SHEET
P4-1-MWIB2_170201
EPA-353.2
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID:  1702918-10 File ID: 170202 1645 NO2-009
Sampled: 02/01/17 09:10 Prepared: 02/02/17 16:45 Analyzed: 02/02/17 16:45
Solids: 0.00 Preparation: No Prep Initial/Final: 20 ml/20 ml
Batch: B[B0480 Sequence: 1702286 Calibration: UNASSIGNED Instrument: KONE-1
Concentration Dilution
CAS NO. Analyte (mg/L) DL LOD LOQ Factor Q Method
14797-65-0 Nitrite as N 0.062 0.010 0.030 0.050 1 EPA-353.2
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

San Diego, CA 92123

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda

Project Number: 5023146096

Project Manager: Kelli Miller

PREPARATION BATCH SUMMARY

EPA-353.2
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Batch: B[B0480 Batch Matrix: Water Preparation: No Prep
SAMPLE NAME LAB SAMPLE ID LAB FILE ID DATE PREPARED OBSERVATIONS

P4-1-MWIB2_170201

1702918-10

170202 1645 NO2-009

02/02/17 16:45

Blank

B[B0480-BLK1

170202 1645 NO2-004

02/02/17 16:45

LCS

B[B0480-BS1

170202 1645 NO2-003

02/02/17 16:45

Duplicate

B[B0480-DUP1

170202 1645 NO2-006

02/02/17 16:45

Matrix Spike

B[B0480-MS1

170202 1645 NO2-007

02/02/17 16:45

Matrix Spike Dup

B[B0480-MSD1

170202 1645 NO2-008

02/02/17 16:45
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

METHOD BLANK DATA SHEET

EPA-353.2
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: B[B0480-BLK1 File ID: 170202 1645 NO2-004
Prepared: 02/02/17 16:45 Preparation: No Prep Initial/Final: 20 ml /20 ml
Analyzed: 02/02/17 16:45 Instrument: KONE-1
Batch: B[B0480 Sequence: 1702286 Calibration: UNASSIGNED
CAS NO. COMPOUND CONC. (mg/L) DL LOD LOQ Q
14797-65-0 Nitrite as N 0.030 0.010 0.030 0.050 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:27:47PM

Project: Alameda
Project Number: 5023146096
Project Manager: Kelli Miller

DUPLICATES Duplicate
EPA-353.2
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: B[B0480-DUP1
Batch: B[B0480 Lab Source ID: 1702917-10
Preparation: No Prep Initial/Final: 20 ml/20 ml
Source Sample Name: Duplicate % Solids:
SAMPLE DUPLICATE
CONTROL | cONCENTRATION CONCENTRATION | € RPD
ANALYTE LIMIT (mg/L) (mg/L) % METHOD
Nitrite as N 10 ND ND EPA-353.2
Nitrite as NO2 10 ND ND EPA-353.2

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

Project Manager: Kelli Miller

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

MATRIX SPIKE / MATRIX SPIKE DUPLICATE RECOVERY

Matrix Spike

EPA-353.2
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water
Batch: B[B0430 Laboratory ID: B[B0480-MS1
Preparation: No Prep Initial/Final: 19 ml /20 ml
Source Sample Number: 1702917-10
SPIKE SAMPLE MS MS QC
ADDED CONCENTRATION CONCENTRATION % LIMITS
COMPOUND (mg/L) (mg/L) (mg/L) REC. # REC.
Nitrite as N 0.52632 ND 0.51616 98.1 90-110
Nitrite as NO2 1.7289 ND 1.6953 98.1 90-110
SPIKE MSD MSD QC LIMITS
ADDED CONCENTRATION % %
COMPOUND (mg/L) (mg/L) REC. # RPD # RPD REC.
Nitrite as N 0.52632 0.51825 98.5 0.405 10 90-110
Nitrite as NO2 1.7289 1.7022 98.5 0.405 10 90-110

# Column to be used to flag recovery and RPD values with an asterisk

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

LCS RECOVERY
EPA-353.2
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water
Batch: B[B0480 Laboratory ID: B[B0480-BS1
Preparation: No Prep Initial/Final: 20 ml /20 ml
SPIKE LCS LCS QC
ADDED CONCENTRATION % LIMITS
COMPOUND (mg/L) (mg/L) REC. # REC.
Nitrite as N 0.50000 0.49303 98.6 90 -110
Nitrite as NO2 1.6425 1.6194 98.6 90 -110

# Column to be used to flag recovery and RPD values with an asterisk

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:27:47PM
Project: Alameda
Project Number: 5023146096
Project Manager: Kelli Miller

ANALYSIS BATCH (SEQUENCE) SUMMARY

EPA-353.2
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Sequence: 1702286 Instrument: KONE-1
Matrix: Water Calibration: UNASSIGNED
Sample Name Lab Sample ID Lab File ID Analysis Date/Time

Calibration Check 1702286-CCV1 170202 1645 NO2-001 02/02/17 16:45
Calibration Blank 1702286-CCBl1 170202 1645 NO2-002 02/02/17 16:45
LCS B[B0480-BS1 170202 1645 NO2-003 02/02/17 16:45
Blank B[B0480-BLK1 170202 1645 NO2-004 02/02/17 16:45
Duplicate B[B0480-DUP1 170202 1645 NO2-006 02/02/17 16:45

Matrix Spike

B[B0480-MS1

170202 1645 NO2-007

02/02/17 16:45

Matrix Spike Dup

B[B0480-MSD1

170202 1645 NO2-008

02/02/17 16:45

P4-1-MWIB2_170201

1702918-10

170202 1645 NO2-009

02/02/17 16:45

Calibration Check 1702286-CCV2 170202 1645 NO2-010 02/02/17 16:46
Calibration Blank 1702286-CCB2 170202 1645 NO2-011 02/02/17 16:46
Calibration Check 1702286-CCV3 170202 1645 NO2-012 02/02/17 17:01
Calibration Blank 1702286-CCB3 170202 1645 NO2-013 02/02/17 17:01
Calibration Check 1702286-CCV4 170202 1645 NO2-016 02/02/17 17:03
Calibration Blank 1702286-CCB4 170202 1645 NO2-017 02/02/17 17:03
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

Laboratory: BC Laboratories

BLANKS
EPA-353.2

SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN

Instrument ID: KONE-1
Sequence: 1702286

Project: Alameda

Calibration: UNASSIGNED

Lab Sample ID | Analyte Found DL LOD LOQ Units C Method
1702286-CCB1 Nitrite as N 0.0062060 0.010 0.050 mg/L 18] EPA-353.2
Nitrite as NO2 0.020384 0.040 0.17 mg/L U EPA-353.2
1702286-CCB2 Nitrite as N 0.0062400 0.010 0.050 mg/L U EPA-353.2
Nitrite as NO2 0.020495 0.040 0.17 mg/L U EPA-353.2
1702286-CCB3 Nitrite as N 0.0069050 0.010 0.050 mg/L U EPA-353.2
Nitrite as NO2 0.022679 0.040 0.17 mg/L 18] EPA-353.2
1702286-CCB4 Nitrite as N 0.0065760 0.010 0.050 mg/L U EPA-353.2
Nitrite as NO2 0.021599 0.040 0.17 mg/L U EPA-353.2
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Project Number:
Project Manager:

1 3/6/2017 4:27:47PM
. Alameda
5023146096

Kelli Miller

INITTIAL AND CONTINUING CALIBRATION CHECK

EPA-353.2
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Instrument ID: KONE-1 Calibration: UNASSIGNED
Control Limt: +/- 10.00% Sequence: 1702286
Lab Sample ID Analyte True Found %R Units Method
1702286-CCV1 Nitrite as N 0.50000 0.50106 100 mg/L EPA-353.2
Nitrite as NO2 1.6425 1.6457 100 mg/L EPA-353.2
1702286-CCV2 Nitrite as N 0.50000 0.49890 99.8 mg/L EPA-353.2
Nitrite as NO2 1.6425 1.6386 99.8 mg/L EPA-353.2
1702286-CCV3 Nitrite as N 0.50000 0.50049 100 mg/L EPA-353.2
Nitrite as NO2 1.6425 1.6439 100 mg/L EPA-353.2
1702286-CCV4 Nitrite as N 0.50000 0.49927 99.9 mg/L EPA-353.2
Nitrite as NO2 1.6425 1.6399 99.8 mg/L EPA-353.2

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
HOLDING TIME SUMMARY
EPA-353.2
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Days Max Days Max
Date Date Date to Days to Date to Days to
Sample Name Collected | Received | Prepared Prep Prep Analyzed | Analysis | Analysis Q
P4-1-MWIB2 170201 02/01/17 02/01/17 02/02/17 1.32 2.00 02/02/17 1.32 2.00
09:10 22:30 16:45 16:45

* Holding time not met

Note: If Prep or Analysis are performed within the hour (if holding time is based on hours) or within the day (if holding time
is based on days), then the sample is not flagged as outside holding times. Calculated number of days are based on date received or

date prepared depending on the test.
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I
Laboratories, Inc. ‘MJ
Environmental Testing Laboratory Since 1949

Raw Data From Instrument KONE-1
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

Raw Data - Calibration Summary
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Calibration results Aquakem 7. 2AQL Page: 1

Laboratory
Anal yzer User

01. 02.2017 09:00

Test NC2
Accept ed 01.02.2017 08:54
Fact or 1. 84952
Bi as 0. 00325
Coeff. of det. 0. 999876
Errors
0. 600 ‘ ‘ ‘
Resp. (A (--~-————-—------ i ————————————— k ——————————— % —————————————
0. 000 1 1 1
0 Conc. (ng/l) 1
Cal i brat or Response Calc. con. Conc. Errors
1 NO2- 0 0. 00393 0. 00126 0. 00000
2 NO2- 0. 02 0. 01508 0. 02188 0. 02000
3 NO2- 0. 05 0. 03072 0. 05081 0. 05000
4 NO2- 0. 10 0. 05760 0. 10052 0. 10000
5 NO2- 0. 50 0.26889 0.49131 0. 50000
6 NO2- 1. 00 0. 54620 1.00421 1. 00000
7 | CB- NO2( cont r ol 0. 00553 0. 00422 0. 00000
8 | CV- NO2( control 0. 26982 0. 49303 0. 50000
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Aquakem 7. 2AQL

Test definition

NO2
Dat e 01. 02. 2017
Ti me 09: 00

Laborat ory
Anal yzer

User

Last change date 04.02.2016 12:17

Tick length (sec) 7.0

Ful | nane

Onl i ne Nane

Test type

Result unit ng/ |
Nurmber of Deci m 5

Accept ance
Dilution 1+

Sanpl e type

Calibration type
Curve direction
Repeat tinme (d)
Poi nt s/ cal .
Accept ance

Response limt (mA)

Bi as correction in use
Cd reduction

Type of Calibrators
Cal i brat or

NO2- 0

NO2- 0. 02

NO2- 0. 05

NO2- 0. 10

NO2- 0. 50

NO2- 1. 00

Manual QC in Use
Accept ance

Cont r ol Mean
| CB- NO2 0. 00
| CV- NO2 0. 50

Rules in Use

Bl ank

Sanpl e
Disp. with
Dilution with

Nitrite as N

Phot onretri c

Manual
0.0

Wat er
Raw wat er
Sewage

Li near
Ascendi ng
0

Si ngl e
Manual

M N

*

NO
NO

Separate
Conc.
0. 000
0. 020
. 050
. 100
. 500
. 000

ROOO

YES
Manual

SD
0.01
0.05

1:1.0*SD

YES

Extra
Wat er

Test In Use

Test |imt

Initial absorbance
Dilution limt
Secondary dil 1+
Critical limt
Reflex test limt
Refl ex test

Ref erence cl ass
Correction factor

Correction bias

Abs
Rel

error
error

(mA)
(%

MAX

*

Dil.
1+0.
1+0.
1+0.
1+0.
1+0.
1+0.

ratio

[ecNeolololoNe]

Routine QC in Use
I nt erval
Addi ti onal

Cont r ol
CCB- NO2
CCV- NC2

Mean
0.00
0.50

Rules in Use

Nor mal cuvette
Vol une (ul)

Add. Vol urme (ul)
Wash reagent

-0. 050

* X O ¥
o

Low

1.00
0. 00

Request s
condition

Page: 1
H GH

5. 00000 no/ |
* A

1. 000000 o/ |
4.0

* ng/ |

* ng/ |
H GH In Use
ng/ |

YES

10

NO

SD

0.01

0. 05

1:1.0*SD

32

30

None
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Test definition

NC2

Date : 01. 02. 2017
Tinme : 09: 00
Reagent

Disp. with

Wash reagent
Syringe speed

Measur enent

Resp. M n(A)
Reagent
Disp. with

Wash reagent
Syringe speed

| ncubat i on
Measur enent

Wavel ength (nm
Meas. type

Aquakem 7. 2AQL

Laborat ory
Anal yzer User

NCO2 Buf fer Vol une (ul)

Extra Add. Vol une (ul)
None
Nor nal
End poi nt Bl ank
* Resp. Max(A)
N2 col or Vol une (ul)
Extra Add. Vol une (ul)
None
Nor nal
Time (sec)
End poi nt
540 nm Si de wavel . (nm

Fi xed tim ng

120
30

32
30

360

None
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

BC Laboratories

4100 Atlas Court
Bakersfield, CA 93308
Phone: 661-327-4911

SDG: 17-02918
Class: WET
Method: SM-4500SD
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ANALYSES DATA PACKAGE COVER PAGE

SM-4500SD
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Client Sample Id: Lab Sample Id:
P4-1-MWIB2_ 170201 1702918-10

I certify that this data package is in compliance with the terms and conditions of the contract, both technically and for completeness, for
other than the conditions detailed above. Release of the data contained in this hardcopy data package and in computer-readable data
submitted on diskette has been autorized by the Laboratory Manager or the Manager's designee, as verified by the following signatures.

Signature: = 4 W Name: Sara Guron

Date: 03-06-2017 Title: QA/QC Manager
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

9210 Sky Park Court #200
San Diego, CA 92123

AMEC Environmental & Infrastructure

Reported:

Project: Alameda

Project Number: 5023146096
Project Manager: Kelli Miller

3/6/2017 4:27:47PM

METHOD DETECTION AND REPORTING LIMITS

Laboratory: BC Laboratories

Matrix: Water

SM-4500SD
SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Instrument: SPEC06
Analyte DL LOD LOQ Units
Total Sulfide 0.05 0.1 0.1 mg/L

BC Laboratories, Inc, Page 99 of 110



BC Laboratories, Inc,    Page 99 of 110


Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INORGANIC ANALYSIS DATA SHEET
P4-1-MWIB2_170201

SM-4500SD
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID:  1702918-10 File ID:
Sampled:  02/01/17 09:10 Prepared: 02/06/17 10:30 Analyzed: 02/06/17 10:30
Solids: 0.00 Preparation: No Prep Initial/Final: 25 ml/25 ml
Batch: B[B0496 Sequence: 1702027 Calibration: UNASSIGNED Instrument: SPEC06
Concentration Dilution

CAS NO. Analyte (mg/L) DL LOD LOQ Factor Q Method
18496-25-8 Total Sulfide 0.10 0.050 0.10 0.10 1 U SM-4500SD
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM

9210 Sky Park Court #200 Project: Alameda

San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller
PREPARATION BATCH SUMMARY
SM-4500SD

Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Batch: B[B0496 Batch Matrix: Water Preparation: No Prep

SAMPLE NAME LAB SAMPLE ID LAB FILE ID DATE PREPARED OBSERVATIONS

P4-1-MWIB2_170201

1702918-10

02/06/17 10:30

Blank

B[B0496-BLK 1

02/06/17 10:30

LCS

B[B0496-BS1

02/06/17 10:30

P4-1-MWIB2_170201

B[B0496-DUP1

02/06/17 10:30

P4-1-MWIB2_170201

B[B0496-MS1

02/06/17 10:30

P4-1-MWIB2_170201

B[B0496-MSD1

02/06/17 10:30
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:27:47PM
Project: Alameda
Project Number: 5023146096
Project Manager: Kelli Miller

METHOD BLANK DATA SHEET

SM-4500SD
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: B[B0496-BLK1 File ID:
Prepared: 02/06/17 10:30 Preparation: No Prep Initial/Final: 25 ml /25 ml
Analyzed: 02/06/17 10:30 Instrument: SPEC06
Batch: B[B0496 Sequence: 1702027 Calibration: UNASSIGNED
CAS NO. COMPOUND CONC. (mg/L) DL LOD LOQ Q
18496-25-8 Total Sulfide 0.10 0.050 0.10 0.10 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
DUPLICATES P4-1-MWIB2 170201
SM-4500SD
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: B[B0496-DUPI
Batch: B[B0496 Lab Source ID: 1702918-10
Preparation: No Prep Initial/Final: 25 ml/25 ml
Source Sample Name: P4-1-MWIB2_170201 % Solids:
SAMPLE DUPLICATE
CONTROL | cONCENTRATION CONCENTRATION | € RPD
ANALYTE LIMIT o METHOD
(mg/L) (mg/L) %o
Total Sulfide 10 ND ND SM-4500SD

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

Project Manager: Kelli Miller

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

MATRIX SPIKE / MATRIX SPIKE DUPLICATE RECOVERY

P4-1-MWIB2 170201

SM-4500SD
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water
Batch: B[B0496 Laboratory ID: B[B0496-MS1
Preparation: No Prep Initial/Final: 25ml/25ml
Source Sample Number: 1702918-10
SPIKE SAMPLE MS MS QC
ADDED CONCENTRATION CONCENTRATION % LIMITS
COMPOUND (mg/L) (mg/L) (mg/L) REC. # REC.
Total Sulfide 0.50000 ND 0.38029 76.1 * 80-120
SPIKE MSD MSD QC LIMITS
ADDED CONCENTRATION % %
COMPOUND (mg/L) (mg/L) REC. # RPD # RPD REC.
Total Sulfide 0.50000 0.38197 76.4 * 0.441 10 | 80 - 120

# Column to be used to flag recovery and RPD values with an asterisk

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:27:47PM
Project: Alameda
Project Number: 5023146096
Project Manager: Kelli Miller

LCS RECOVERY
SM-4500SD
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water
Batch: B[B0496 Laboratory ID: B[B0496-BS1
Preparation: No Prep Initial/Final: 25ml/25ml
SPIKE LCS LCS QC
ADDED CONCENTRATION % LIMITS
COMPOUND (mg/L) (mg/L) REC. # REC.
Total Sulfide 0.50000 0.52476 105 90 -110

# Column to be used to flag recovery and RPD values with an asterisk

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported: 3/6/2017 4:27:47PM
Project: Alameda
Project Number: 5023146096
Project Manager: Kelli Miller

ANALYSIS BATCH (SEQUENCE) SUMMARY

SM-4500SD
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Sequence: 1702027 Instrument: SPEC06
Matrix: Water Calibration: UNASSIGNED
Sample Name Lab Sample ID Lab File ID Analysis Date/Time

Initial Cal Check

1702027-I1CV1

02/06/17 10:30

Initial Cal Blank

1702027-1CB1

02/06/17 10:30

LCS

B[B0496-BS1

02/06/17 10:30

Blank

B[B0496-BLK1

02/06/17 10:30

P4-1-MWIB2_170201

1702918-10

02/06/17 10:30

P4-1-MWIB2_170201

B[B0496-DUP1

02/06/17 10:30

P4-1-MWIB2_170201

B[B0496-MS1

02/06/17 10:30

P4-1-MWIB2_170201

B[B0496-MSD1

02/06/17 10:30

Calibration Check

1702027-CCV1

02/06/17 10:30

Calibration Blank

1702027-CCBl1

02/06/17 10:30

Calibration Check

1702027-CCV2

02/06/17 10:30

Calibration Blank

1702027-CCB2

02/06/17 10:30

Calibration Check

1702027-CCV3

02/06/17 10:30

Calibration Blank

1702027-CCB3

02/06/17 10:30

BC Laboratories, Inc,
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

Laboratory: BC Laboratories

BLANKS
SM-4500SD

SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN

Instrument ID: SPEC06
Sequence: 1702027

Project: Alameda

Calibration: UNASSIGNED

Lab Sample ID | Analyte Found DL LOD LOQ Units C Method

1702027-CCBl1 Total Sulfide 0.0000 0.050 0.10 mg/L 18] SM-4500SD
1702027-CCB2 Total Sulfide 0.0000 0.050 0.10 mg/L U SM-4500SD
1702027-CCB3 Total Sulfide 0.0000 0.050 0.10 mg/L U SM-4500SD
1702027-1CB1 Total Sulfide 0.0000 0.050 0.10 mg/L U SM-4500SD
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

INITTIAL AND CONTINUING CALIBRATION CHECK

SM-4500SD
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Instrument ID: SPEC06 Calibration: UNASSIGNED
Control Limt: +/- % Sequence: 1702027
Lab Sample ID Analyte True Found %R Units Method

1702027-CCV1 Total Sulfide 0.50000 0.52476 105 mg/L SM-4500SD
1702027-CCV2 Total Sulfide 0.50000 0.52476 105 mg/L SM-4500SD
1702027-CCV3 Total Sulfide 0.50000 0.52476 105 mg/L SM-4500SD
1702027-1CV1 Total Sulfide 0.50000 0.51636 103 mg/L SM-4500SD

* Values outside of QC limits
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

Reported: 3/6/2017 4:27:47PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
HOLDING TIME SUMMARY
SM-4500SD
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Days Max Days Max
Date Date Date to Days to Date to Days to
Sample Name Collected | Received | Prepared Prep Prep Analyzed | Analysis | Analysis Q
P4-1-MWIB2 170201 02/01/17 02/01/17 02/06/17 5.00 7.00 02/06/17 5.00 7.00
09:10 22:30 10:30 10:30

* Holding time not met

Note: If Prep or Analysis are performed within the hour (if holding time is based on hours) or within the day (if holding time
is based on days), then the sample is not flagged as outside holding times. Calculated number of days are based on date received or

date prepared depending on the test.
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:27:47PM
Alameda
5023146096

Kelli Miller

Notes and Definitions

Blank contamination. The analyte is greater than 1/2 the PQL/LOQ/CRQL in the associated method blank.

The reported value is from a dilution.

The analyte concentration exceeds the upper limit of the calibration range of the instrument established by the initial calibration.

The reported value is an estimated value. Results are between the MDL and PQL/LOQ/CRQL.

C|—|m|I|=

The analyte was not detected and is reported as less than the LOD/MDL or as defined by the client.
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» LABORATORIES, INC.

Work Order Number: 1702918

.- - . ——
—_ : Laboratory Documentation Requirements
- s 3 ) { H.r
- 3 For Data Validation of .l _; ; §1
- - GC Anls'!ysis .

_—r o - i

- All pages have been paginated and results listed in this report are for the exclusive use of the submitting party. BC Laboratories,
Inc. assumes no responsibility for report alteration, separation, detachment or third party interpretation.

Certifications: CA ELAP #1186; NV #CA00014; AK UST101; OR ELAP #4032; DoD ELAP #66175
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Case Narrative

Analyses Requested: RSK 175M
Submission Number: 17-02915

Instrument 11; GC-%1
Model: Varan 3400

Column Type: RTX 3022, 60m x 0.25mm 1D, 1 4pm film thickness.

Samples were received refrigerated to <6°C upon artival at BC Laboratories, Inc.
Samples were checked for preservation. Where applicable, sample preservation was
adjusted in the laboratory

Holding Time: All analyses and extractions took place within holding times.

Calibration: Initial calibration criteria were met. Frequency and accuracy criteria for
initial calibration verification (ICY) and continuing calibration verification (CCV) were
met.

Blanks: Method blank was prepared and analyzed at the required frequency. Mo
detection of analytes of interest took place at or above the PQL. Initial and continuing
calibration blanks were analyzed at the required frequencies and on an a3 needed basis

Laboratory Control Sample and Duplicate: Laboratory control sample analysis was
performed at the required frequency. All parameters were within QC limits.
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Chain of Custody and Cooler Receipt Form for 1702918 Page 3 of 5

B LABORATORIES INC. COOLER RECEIPT FORM Page | Of %
i

Submission #: ,"?" '-f?et"??.ﬁ I I

. SHIPPING INFORMATION SHIPPING CONTAINER FHEE LIQUID
Fad Ex O urs 0O Ontrae O Hand Delivery O loa: Chsst‘&' Mone O Box O YES O NO O
BG Lab Field Service ﬁ Cther O (Specify] Other O {Specify) w5

Other O Comments:

Refrigarant:
GCustody Seals P

None 0  Comments:

All sampdes received? Yam ] All samples containers |n'tu-.:t'|" ?E;?IIN-’-; Dieseriptivnis) match COCY YQM’
COC Received Emissivity: Dj_ﬁ 9'““""'!': _ﬁ_. Thermameter 10 2&.:‘?...“ — Dateﬂlmzél 22%

XIYES O NO Anakyst Init

SAMPLE NUMBERS

SAMPLE CONTAINERS

1 2 a L) 5 [ 7 g2 -] Em
QT PE UNFRES . ]
ddz f S0z / 16ee PE UNFRES ¥
B Cros

|7 [NOREANIC CIEMICAL METALS

| P ANIC CHEMTCAL METALS dixe  Saz 7 1aoe

FTA \"EN[L‘IE
FT HITROGEM FORMS
FL I AL SLILFILE
| Zez. HITRATE | MITRITE
FI TOTAL QRGANIC CARBCN
PT CHEMICAL GXVGEN BEMANT
A PHEROLICS
a0 Y04 ¥IAL TRAVEL RLANE
o VORTIAL AL D[P Al |ppc [Roke | e [ Ao | Ay | Atac Aol
QT EFA 13-“4 H
FEODOH
BADIOLOGICAL
A CTERIGLOGICAL
40 ml VOA VIAL: S > &
O ETA SIRSIRM5Y
QT EPA S15.LH150
”T E‘T"ﬁ i
T ET'A 525 TRAVEL DLANK
il ET4 567
[40ml ET4 5311

L0 F.T"Edﬁ&

T 50 549 —
QT EI4 80150 ]
QT ETA 521 —
R d Doz e AMBER
|31 B ¢ 3202 JAKE
|81 SLEEYE I
"]:E_H- WIAL
TLASTIC B =
TEILAR BAG . _
| FERRCLS [HEen . _—
FENCORE ) —_— . . -

EMART KIT e -

St A CANISTEI

Commens: . i P . —_m"'—.'_
Sample Numbering Completed By: ] P/ Date/Tima: 2 - Er__l'l _ fue 71 OSENBOIG

" . # FORMES ARG 3E]
& = pctual ) T = Coregied 1AM Dac Wi b LB R R d
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Chain of Custody and Cooler Receipt Form for 1702918 Page 4 of 5

BC LABORATORIES INC. COOLER RECEIPT FORM Page 2 Of %

Submission #: j‘lq"'- {?Mf? [

. SHIPFING INFORMATION
Fed Ex [J Urs O Ontrac O Hand Delivery O
BC Lab Field Service ﬂ Other O {Specify)______

FREE LIQUID
YES O NO O

w/s

SHIPPING CONTAINER
lo Chest [,  MNons O Box O
Other O (Specifyl

Refrigerant: Orther 11 Comments:

Custody Seals |lo MNone O Commenis:

All samples received? vEsp’/r:o o All samples containers intact? Yes D/I':n 0 Description(s) match COC? | Me O
7 N g i
COC Received Emlssivity: ﬂ_?_?; Containgr: H&q}__ Thermameter IIJ-.,{_’Q_?_ Dmmm}__}._’_.’lz jﬂ'
:.EJ YES 0 NO Tamparature: | A | = J [+ ] . C Lumalyst Init

SAMPLE NUMBERS

o
SAMPLE CONTAINERS Iy T I3 Ja s LY 1z 1a o it

OT PE UNFRES
iz ! oz f Ihoe FE LUNPRES Ea
ar Cr-*

QT INORGANIC CHEMICAL METALS
IHDRG.'.N[E:E@IE}L METALS doa § B d Moz {
FT CYANITE
T HITRGEN FORME ] !
| [ TR ;{EJ.I..FII‘.'II.
Jox NITRATE / MITRITE

FT TOTAL DRGANIC CARBOM

PT CHEMICAL DXYGEN DEMAKD
PiA PHENOLICE

imd VIAL TRAVEL BLANE
P o, A | (| M | e | piC | 195¢ | AbC| ABC
| T FEA 1853 :

I"_I' DR —
HADIOLOGICAL —
HACTERIOLOGICAL ]
4D gl VA VIAL- 504
T ERA 50603050
OT ERA 51515150
QT EPA 525

QT ERA 525 TRAVEL BLANE —
dbeml EPA 547
e A 5321
Bz TEl'A 546 : —
T EPA 540 -
T EPA b5
O EPA 70
Eox ! Véaz i/ $lox AMEER s
Fox { 160z ¢ Slox JAR —
SOIL SLEEVE )
PCILVIAL ]
PLASTIC BAG E—
TEDLAE BAG S— et
FERROLS (RO e e
ENCORE
SMART KT .
SUiniA CANISTER L -

Coamrmenia: da S —_ e — .
Sample Numbering Compleied By e " Dt Tamn: _ M Ree a1 OE2AI0T0 5

A= Actual 1 C = Corrected 1R AD_DICEATHVERBARAE s 100
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Chain of Custody and Cooler Receipt Form for 1702918 Page 5 of 5

BC LABDRATORIES INC. COOLER RECEIPT FORM Paga-' 5 of %

Submission #i C e 2 1 I

SHIPFING INFORMATION
Fad Ex O ups 0O Ontrae O Hand Delivery O
BC Lab Field Service Fl_ Other O (Specify)

FREE LICGUID
YES O NO O

W /5§

SHIPPING CONTAINER
I lee Chast [  MNonme 0 Box O
Other O |Specifyl

ﬂthﬂ o Comments:

H:efigerant:
Custody Seals [I

. L ] -
All samples received? Yﬂsﬂ O All samples containars intact? ‘:’n:/'?'/m’nfl.'i Desecripiionis) match COC? 'I_';;—-b""r::t
COC Recelved Emisshvity: m cmialmr:m Thermometer m:n,?n" 7 | paterrime ”[ 2250

X1 YES O NO sg | Amalyst it

None [0 Commuents:

Temparature:

SAMPLE NUMBERS

SAMPLE CONTAINERS =
Z 3 ] 4 5 ‘] 7 £ a
OT FE INFRES 2L

#ax FBox J Liox PE UNPHES 13
Zaz {1r*

| (T ENCIRG ANIC CHEMICAL METALS
INORGAMIC CHEMICAL METALS doa / S0z / Lise

PT CYANIDE ]
FTNITROGEN FORMS
| PE TOTAL SULFIDE luﬂj, ¥
Zox HITRATE ! WITRITE '
FTTOTAL ORGFANIC CARBON
FTCHEMICAL OXYGEN DEMAND
il PHENCLICS I
dilml ¥4 VIAL TRAVEL DLANE
dilml VA VIAL

QT EPA it

FT ODOE

RADIOLOGICAL
BACTERIOLOGICAL

Al ml VA VIAL- 504
QT EFA SUEM0REIEY
OT EP4 51518150
OTEPA £25
QT EPA 525 TRAVHL BELANK
#ml EPA 547

diml EvA 5311

Aoz EB'A 548
OF EPA 547

T EPA BDISM

AT EPa 530

oz S Ve J ios AMBER
o T / Mz JATE
AL S EEVE

WL VIAL
LASTIC BAG
CEDLAT BAG
TERBOUS 10
INOORE

[

MART KIT
LMMA CARISTER ] T

= R T S

wirnents;_ frifel

imple Numbering Completed By: B JF'L Da“’”i""":-—M _ L I e BT

= Agtwal O o= Comected T TR Ab_BOC oy 304
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:54:22PM
Alameda
5023146096

Kelli Miller

BC Laboratories

4100 Atlas Court
Bakersfield, CA 93308
Phone: 661-327-4911

SDG: 17-02918
Class: GC
Method: RSK-175M

BC Laboratories, Inc,
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:54:22PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ANALYSES DATA PACKAGE COVER PAGE

RSK-175M
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Client Sample Id: Lab Sample Id:
P4-1-MWIB2_ 170201 1702918-10

I certify that this data package is in compliance with the terms and conditions of the contract, both technically and for completeness, for
other than the conditions detailed above. Release of the data contained in this hardcopy data package and in computer-readable data
submitted on diskette has been autorized by the Laboratory Manager or the Manager's designee, as verified by the following signatures.

Signature: = 4 W Name: Sara Guron

Date: 03-06-2017 Title: QA/QC Manager
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:54:22P
Alameda
5023146096

Kelli Miller

M

METHOD DETECTION AND REPORTING LIMITS

RSK-175M
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Instrument: GC-V1
Analyte DL LOD LOQ Units
Methane 0.00028 0.0006 0.001 mg/L
Ethane 0.00075 0.001 0.002 mg/L
Ethene 0.00077 0.001 0.002 mg/L

BC Laboratories, Inc,
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Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:54:22PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

ORGANIC ANALYSIS DATA SHEET PA-LMWIB2 170201

RSK-175M

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Matrix: Water Laboratory ID: 1702918-10 File ID: 10FEB10.D

Sampled: 02/01/17 09:10 Prepared: 02/08/17 12:21 Analyzed: 02/10/17 07:34

Solids: Preparation: RSK-175M Initial/Final: I1ml/1ml

Batch: B[B0699 Sequence: 1702341 Calibration: 1702007 Instrument: GC-V1
CASNO. | COMPOUND DILUTION | CONC. (mgL) DL LOD LOQ Q
74-82-8 Methane 1 0.0090 0.00028 0.00060 0.0010
74-84-0 Ethane 1 0.0010 0.00075 0.0010 0.0020 18]
74-85-1 Ethene 1 0.044 0.00077 0.0010 0.0020

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

San Diego, CA 92123

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
Project Number:
Project Manager:

3/6/2017 4:54:22PM
Alameda
5023146096

Kelli Miller

PREPARATION BATCH SUMMARY

RSK-175M
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Batch: B[B0699 Batch Matrix: Water Preparation: RSK-175M
SAMPLE NAME LAB SAMPLE ID LAB FILE ID DATE PREPARED OBSERVATIONS
P4-1-MWIB2_170201 1702918-10 10FEB10.D 02/08/17 12:21
Blank B[B0699-BLK 1 10FEB04.D 02/08/17 12:21
LCS B[B0699-BS1 10FEB05.D 02/08/17 12:21
LCS Dup B[B0699-BSD1 10FEB06.D 02/08/17 12:21
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:54:22PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
METHOD BLANK DATA SHEET
RSK-175M
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water Laboratory ID: B[B0699-BLK1 File ID: 10FEB04.D
Prepared: 02/08/17 12:21 Preparation: RSK-175M Initial/Final: 1ml/1ml
Analyzed: 02/10/17 06:21 Instrument: GC-V1
Batch: B[B0699 Sequence: 1702341 Calibration: 1702007
CAS NO. COMPOUND CONC. (mg/L) DL LOD LOQ Q
74-82-8 Methane 0.00060 0.00028 0.00060 0.0010 U
74-84-0 Ethane 0.0010 0.00075 0.0010 0.0020 U
74-85-1 Ethene 0.0010 0.00077 0.0010 0.0020 U
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:54:22PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
LCS RECOVERY
RSK-175M
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Matrix: Water
Batch: B[B0699 Laboratory ID: B[B0699-BS1
Preparation: RSK-175M Initial/Final: 1ml/1ml
SPIKE LCS LCS QC
ADDED CONCENTRATION % LIMITS
COMPOUND (mg/L) (mg/L) REC. # REC.
Methane 0.010843 0.011395 105 73-125
Ethane 0.021736 0.024050 111 74 -131
Ethene 0.028446 0.029770 105 72-133
SPIKE LCSD LCSD QC LIMITS
ADDED CONCENTRATION % %
COMPOUND (mg/L) (mg/L) REC. # RPD # RPD REC.
Methane 0.010843 0.010192 94.0 11.1 20 73-125
Ethane 0.021736 0.023723 109 1.37 20 74 -131
Ethene 0.028446 0.029232 103 1.82 20 72-133

# Column to be used to flag recovery and RPD values with an asterisk

* Values outside of QC limits
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:54:22PM
Alameda
5023146096

Kelli Miller

ANALYSIS BATCH (SEQUENCE) SUMMARY

RSK-175M

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1701454 Instrument: GC-V1

Matrix: Water Calibration: 1702007
Sample Name Lab Sample ID Lab File ID Analysis Date/Time
Cal Standard 1701454-CAL4 27JAN02.D 01/27/17 07:43
Cal Standard 1701454-CAL3 27JAN03.D 01/27/17 07:47
Cal Standard 1701454-CAL2 27JAN04.D 01/27/17 07:52
Cal Standard 1701454-CALL1 27JAN05.D 01/27/17 07:56
Initial Cal Check 1701454-1CV1 27JAN06.D 01/27/17 08:40
Initial Cal Blank 1701454-1CB1 27JAN07.D 01/27/17 08:45
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

San Diego, CA 92123

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
Project Number:
Project Manager:

3/6/2017 4:54:22PM
Alameda
5023146096

Kelli Miller

ANALYSIS BATCH (SEQUENCE) SUMMARY

RSK-175M

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1702341 Instrument: GC-V1

Matrix: Water Calibration: 1702007
Sample Name Lab Sample ID Lab File ID Analysis Date/Time
Initial Cal Check 1702341-ICV1 27JAN06.D 01/27/17 08:40
Initial Cal Blank 1702341-1CB1 27JAN07.D 01/27/17 08:45
Calibration Check 1702341-CCV1 10FEB02.D 02/10/17 06:13
Calibration Blank 1702341-CCBI1 10FEB03.D 02/10/17 06:17
Blank B[B0699-BLK1 10FEB04.D 02/10/17 06:21
LCS B[B0699-BS1 10FEB05.D 02/10/17 06:25
LCS Dup B[B0699-BSD1 10FEB06.D 02/10/17 06:29
Calibration Check 1702341-CCV2 10FEB07.D 02/10/17 06:36
Calibration Blank 1702341-CCB2 10FEB08.D 02/10/17 07:08
P4-1-MWIB2 170201 1702918-10 10FEB10.D 02/10/17 07:34
Calibration Check 1702341-CCV3 10FEB19.D 02/10/17 08:46
Calibration Blank 1702341-CCB3 10FEB20.D 02/10/17 08:51
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:54:22PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

RSK-175M

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: GC-V1 Calibration: 1702007

Lab File ID: 27JAN06.D Calibration Date: ~ 01/27/17 07:43

Sequence: 1701454 Injection Date: 01/27/17

Lab Sample ID: 1701454-ICV1 Injection Time: 08:40

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Methane A 10.843 12.174 605292.5 679565.1 12.3 15
Ethane A 21.736 24.956 580938.9 666976.9 14.8 15
Ethene A 28.446 31.820 402477.4 450214.1 11.9 15

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:54:22PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

RSK-175M

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: GC-V1 Calibration: 1702007

Lab File ID: 27JAN06.D Calibration Date: ~ 01/27/17 07:43

Sequence: 1702341 Injection Date: 01/27/17

Lab Sample ID: 1702341-ICV1 Injection Time: 08:40

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Methane A 10.843 12.174 605292.5 679565.1 12.3 15
Ethane A 21.736 24.956 580938.9 666976.9 14.8 15
Ethene A 28.446 31.820 402477.4 450214.1 11.9 15

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:54:22PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

RSK-175M

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: GC-V1 Calibration: 1702007

Lab File ID: 10FEB02.D Calibration Date: ~ 01/27/17 07:43

Sequence: 1702341 Injection Date: 02/10/17

Lab Sample ID: 1702341-CCV1 Injection Time: 06:13

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Methane A 10.843 11.615 605292.5 648366.7 7.1 15
Ethane A 21.736 24.231 580938.9 647598 11.5 15
Ethene A 28.446 30.300 402477.4 428710.9 6.5 15

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:54:22PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

RSK-175M

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: GC-V1 Calibration: 1702007

Lab File ID: 10FEB07.D Calibration Date: ~ 01/27/17 07:43

Sequence: 1702341 Injection Date: 02/10/17

Lab Sample ID: 1702341-CCV2 Injection Time: 06:36

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Methane A 10.843 11.118 605292.5 620620.6 2.5 15
Ethane A 21.736 23.591 580938.9 630488.1 8.5 15
Ethene A 28.446 29.346 402477.4 415217.6 32 15

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q

BC Laboratories, Inc, Page 21 of 27


BC Laboratories, Inc,    Page 21 of 27


Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:54:22PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

CONTINUING CALIBRATION CHECK

RSK-175M

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Instrument ID: GC-V1 Calibration: 1702007

Lab File ID: 10FEB19.D Calibration Date: ~ 01/27/17 07:43

Sequence: 1702341 Injection Date: 02/10/17

Lab Sample ID: 1702341-CCV3 Injection Time: 08:46

Dear CONC. (ug/L) RESPONSE FACTOR % DIFF / DRIFT (2)

COMPOUND TYPE STD CCV ICAL CCV MIN (#) CCV LIMIT (#)
Methane A 10.843 11.754 605292.5 656127.5 8.4 15
Ethane A 21.736 24.484 580938.9 654358.7 12.6 15
Ethene A 28.446 31.235 402477.4 441940.5 9.8 15

# Column to be used to flag Response Factor and %Diff/Drift values with an asterisk

* Values outside of QC limits

(1): Cal Type (Calibration Type): A = Average; L = Linear Regression; Q = Quadratic Regression

(2): % Diff (of Response Factors) reported when Cal Type = A; %Drift (of Conc) reported when Cal Type =L or Q
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported:
9210 Sky Park Court #200 Project:
San Diego, CA 92123 Project Number:

Project Manager:

3/6/2017 4:54:22PM
Alameda
5023146096

Kelli Miller

INITIAL CALIBRATION STANDARDS

RSK-175M

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Sequence: 1701454 Instrument: GC-V1

Calibration: 1702007
Standard ID Description Lab Sample ID Lab File ID Analysis Date/Time
7B07024 RSK-175M CAL4 1701454-CAL4 27JAN02.D 01/27/17 07:43
7B07023 RSK-175M CAL3 1701454-CAL3 27JAN03.D 01/27/17 07:47
7B07022 RSK-175M CAL2 1701454-CAL2 27JAN04.D 01/27/17 07:52
7B07021 RSK-175M CAL1 1701454-CAL1 27JAN05.D 01/27/17 07:56
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:54:22PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITIAL CALIBRATION DATA

RSK-175M
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Calibration: 1702007 Instrument: GC-VI
Matrix: Water Calibration Date: 01/27/17 07:43
Level 01 Level 02 Level 03 Level 04 Level 05 Level 06
Compound ug/lL RF ug/lL RF ug/lL RF ug/lL RF ug/lL RF ug/L RF
Methane 1.0843 637975.6 10.843 692653.9 108.43 493653.4 542.15 596887
Ethane 21736 586625.4 21736 661756.1 217.36 5011737 1086.8 5742006
Ethene 2.8446 4399343 28.446 440075.9 284.46 333630.7 1422.3 396268.7
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure Reported: 3/6/2017 4:54:22PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096

Project Manager: Kelli Miller

INITIAL CALIBRATION DATA (Continued)

RSK-175M

Laboratory: BC Laboratories SDG: 17-02918

Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda

Calibration: 1702007 Instrument: GC-V1

Matrix: Water Calibration Date: 01/27/17 07:43
Compound Mean RF RF RSD Mean RT RT RSD Linear r Quad COD LIMIT
Methane 605292.5 13.89925 0.73 1.372967E-02 20
Ethane 580938.9 11.31896 2.0825 0.4599198 20
Ethene 402477.4 12.50156 1.7325 0.5526404 20
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure

Reported: 3/6/2017 4:54:22PM
9210 Sky Park Court #200 Project: Alameda
San Diego, CA 92123 Project Number: 5023146096
Project Manager: Kelli Miller
HOLDING TIME SUMMARY
RSK-175M
Laboratory: BC Laboratories SDG: 17-02918
Client: AMEC Environmental & Infrastructure SAMCN Project: Alameda
Days Max Days Max
Date Date Date to Days to Date to Days to
Sample Name Collected | Received | Prepared Prep Prep Analyzed | Analysis | Analysis Q
P4-1-MWIB2 170201 02/01/17 02/01/17 02/08/17 9.00 14.00 02/10/17 9.00 14.00
09:10 22:30 12:21 07:34

* Holding time not met

Note: If Prep or Analysis are performed within the hour (if holding time is based on hours) or within the day (if holding time
is based on days), then the sample is not flagged as outside holding times. Calculated number of days are based on date received or

date prepared depending on the test.
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Laboratories, Inc. ‘ w

Environmental Testing Laboratory Since 1949

AMEC Environmental & Infrastructure
9210 Sky Park Court #200
San Diego, CA 92123

Reported:
Project:

Project Number:
Project Manager:

3/6/2017 4:54:22PM
Alameda
5023146096

Kelli Miller

Notes and Definitions

Blank contamination. The analyte is greater than 1/2 the PQL/LOQ/CRQL in the associated method blank.

The reported value is from a dilution.

The analyte concentration exceeds the upper limit of the calibration range of the instrument established by the initial calibration.

The reported value is an estimated value. Results are between the MDL and PQL/LOQ/CRQL.

C|—|m|I|=

The analyte was not detected and is reported as less than the LOD/MDL or as defined by the client.
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